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5. 



Wartung 



5.1 Elektrlsche Wartung 

Die Gesamtkonzeption des Ger&ts 1st so speziell ausgelegt, daB 
das Ger&t nur S.ufierst geringe elektrlsche Wartung erfordert. 

Durch die Verwendung von elgens hlerfiir ausgesuchten und geteste- 
ten Schaltern und Tasten kann auf elne periodische Wartung der 
Kontakte verzlchtet werden. 



5.2 Mechanlsche Wartung 

Durch weitgehenden Verzicht auf bewegliche mechanlsche Telle 1st 
die mechanlsche Wartung auf ein Minimum begrenzt. 

Die Prontplatte des Ger&ts 1st gelegentlich (je nach Grad der Ver- 
schmutzung) mlt elnem in Seifenwasser getrSnkten weichen Lappen 
zu relnigen. Es 1st darauf zu achten, daB die Reinigung nur mlt 
elnem feuchten und nlcht nassen Lappen erfolgt, urn ein Eindrlngen 
der Seifenlauge in das GerSt zu vermelden. 



5.3 Lagerung 

Das GerSt kann in elnem Lagertemperaturbereich zwischen -40 und 
+85 °C gelagert werden. Bel l&ngerer Lagerung (l&nger als 1 Monat) 
1st die eingebaute Batterie gem&B Abschnltt 2.6 des Bet riebshand- 
buchs auszubauen. Um Sch&den am EmpfcLnger auf ein MindestmaB zu 
beschr&nken, 1st dieser mlt Plastikmaterial oder Wachspapier zu 
ve rpacken. 

Sollte das GerSt trotz sorgf Sltiger Verpackung feucht geworden 
seln, so 1st es vor dem Einschalten mlt einer Umgebungstemperatur 
zwischen +50 und +70 °C einige Stunden auszutrocknen. 
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6 



Funktlonsprtifung 



6.1 Vorbeme rkungen 

Ftir die meisten Funktionsuberprlifungen gilt (wenn nicht anders 
angegeben) der MeSaufbau gemS.fi> Bild 11-1, mit folgenden GerSte- 
einstellungen : 

Mefisender 

AM-moduliert mit m = 0,5 Oder FM-moduliert mit f = 150 MHz, 
moduliert mit einem Hub von 6 kHz, f mo d = 1 kHz. 

Empf S.nger EB 100 

f = 150 MHz, ZF-Bandbreite 15 kHz, NF-M0D, AbschwScher = 0 dB, 
Schwelle = -10 dBuV, AFC Aus. 
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6.2 



Erf orderllche Mefiger&te und Hilfsmlttel 



Pos . 


+ 


Ger&teart, erforderl. 
Daten 


1 Typ 
1 


T 

1 

1 


Bestell-Nr. 


1 

1 

I 


Anwendg . 




UL 


Empfohlenes R8cS-Gerat 


1 

1 


1 

_L 




1 

J_ 




1 


+ 


HP-MeBsender 


1 

1 


1 

1 




i 

1 


6.8 






20 ... 1760 MHz 


1 


1 




I 


6.9 






AM/PM modullerbar 


1 


1 




1 


6 .11 






0 ... 80 dBuV 


1 


1 




1 


• • • • 






(-107 ... -27 dBm) 


1 


1 




1 


6 .14 








1 


I 




1 


6.16 




* 


Signal Generator 


| SMG 


1 


801 .0001 .52 


1 


• • • • 






1 

1 


1 

_L 




I 

_L_ 


6.18 


2 


+ 


NP-Voltmeter mit 


1 

1 


1 

1 




1 

1 


6.12 






CCITT-Bewertungsf liter 


1 


1 




! 


6.17 






10 Hz ... 100 kHz 


1 


1 




1 

f 


6 .18 




* 


Modulation Analyzer 


1 

| UPA 
1 


I 

1 

_]_ 


372.0010.02 


1 

1 

_]_ 




3 


+ 


Gleichspannungs- 


1 

1 


1 

1 




1 

1 


6.8 






Digitalvoltmeter 


1 


1 




! 


6.9 






0 ... 30 V 


1 


I 




1 


6.11 








1 


1 




1 


6.12 




* 




Digitalmultimeter 


| UDL 33 
1 


1 

_L 


388.8011.02 


1 

JL_ 


6.17 


4 


+ 


Oszilloskop 

DC ... 30 MHz 

Empf indlichkeit 1 mV 


1 

1 

1 

1 


1 

1 

1 

1 




1 

1 

1 

1 


6.12 




* 


Oszilloskop 


| BOP 
1 


i 

i 

_L 


374 .0020 .02 


i 

1 

J_ 




5 


+ 


Selektives Voltmeter 
600 ... 1130 MHz 
-10 ... +40 dByV 


1 

1 

1 

I 


1 

1 

1 

! 




1 

I 

1 

1 

l 


6.15 




* 


MeBempf Snger 


1 

| ESV 
1 


i 

1 

J_ 


342 .4020 .53 


1 

1 

_L 




6 


+ 


Wide rst and 4 ... 4,7 n 
0,5 W 


1 

I 

1 

J 


1 

1 

1 

_L 




i 

1 

1 

_L 


6.17 


7 


+ 


1 

Rechteck/Puls-Generator | 

1 


1 

1 




1 

1 


6.20 




* 


Function Generator 


| APG 

J 


i 

1 

J_ 


377 .2100 .02 


i 

1 

_L 
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Pos.l + Gerfiteart, erforderl. 
Daten 

* Empfohlenes R&S-Gerfit 



Typ 



Bestell-Nr. 



Anwendg , 



+ MeBmischer 



z .B . 

MD 108 



6 .20 



+ VSWR-MeBbriicke 
* VSWR-MeBbriicke 



373 .9017 .53 



6.9 



ZRB 2 



6 . 3 Prtifung der Sicherungen FI und F2 

Der Empffinger EB 100 wird durch zwei Sicherungen (schwarzes Kunst- 
stof f gehfiuse ) gegen Oberstrom geschiitzt. 

Die Slcherung PI ( 1 A mltteltrage ) schutzt den internen Strom- 
kreis des Empf fingers . 

Die Slcherung F2 (2,5 A trfige) schutzt den Ladestromkrels der 
elngebauten Batterle. 



6.3.1 Auswechseln der Sicherungen PI und F2 

Belde Sicherungen befinden slch links und rechts neben dem Gerfit- 
Ein-Aus-Schalter SI auf der Verstiramplatte . Zum Auswechseln miis- 
sen der obere und untere Gehfiusedeckel abgebaut werden (beschrie- 
ben In Kapitel 8, Vorarbelt). Mlt dem in der Service-Box enthal- 
tenen Sicherungszieher (691.0362) kann die defekte Slcherung aus 
dem Sockel gezogen und durch elne neue ersetzt werden. 



6.4 Batterieprfifung 

Empf finger einschalten und Taste "TEST" drucken. Der Zeiger des 
S ignalpe ge 1 ins t rume nt s soil slch im griinen Bereich befinden. 



6.5 



Beleuchtung 



Empf finger einschalten und Taste 






drucken. Das Signalpegelin- 



strument und die LCD-Anzeige werden beleuchtet. 
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6.6 



Priifen der Bedlenbarkeit mlt dem Tastenfeld 



Siehe hierzu Betriebshandbuch, Kapitel 2. 



6 .7 Abstlmmknopf 

Mit dem seitlich angebrachten Abstlmmknopf elnige Frequenzein- 
stellungen vornehmen. Die Schrittweite Af 1st dabei abhfingig von 
der elngestellten ZF-Bandbreite B am Empf finger. 

a) Af = 1 kHz bel B = 7,5 und 15 kHz 

b) Af = 10 kHz bei B = 150 kHz 

c) Af = 10 kHz bel B = 150 (Puls) 

Funktlon des Arretierschalters iiberprufen: 

"Lifentspricht "arretiert", d.h. elne Betfitigung des Abstlmmknopf s 
hat kelne Auswirkung auf die Frequenzeinstellung des Empf fingers. 



6.8 Funktlon des Trfigersquelchs 

(siehe hierzu MeBaufbau 11-1) 

- Schwellwertregler des Empffingers auf 20 dByV stellen, 

- moduliertes HF-Signal mit 150 MHz einspeisen. 

- Der Schaltpunkt soli bei Verfindern des Schwellwertreglers bei 
einem MeBsenderpegel von 20 dByV (-87 dBm) ±5 dB horbar werden. 

- Auch den Schaltpunkt am Stecker X4.5 als TTL-Pegelwechsel 
prufen. 



6 . 9 Priifung der ZF-Fllter 

(siehe hierzu MeBaufbau 11-1) 

a)_3-dB-Bandbreite_der_Filter 7,5 kHz und 15 kHz 

- Unmoduliertes HF-Signal mit 450 MHz und 40 dByV (-67 dBm) ein- 
speisen, 

- Gleichspannung an Stecker X4 .3 messen und notieren, 

- HF-Pegel des MeBsenders um 3 dB erhdhen und die MeBsenderf re- 
quenz nach beiden Seiten verstimmen, bis sich der notierte 
Gleichspannungswert wieder einstellt. 
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- Die am MeBsender eingestellten Eckf requenzen entsprechen der 
3-dB-Bandbreite . 

b) 3-dB-Bandbreite 150 kHz 
(siehe hierzu Mefiaufbau 11-2) 

- Eins tel lunge n: 

MeBsender (a): f = 150 MHz, Pegel 60 dBuV, m = 0,5 > 

f\nod - ^ kHz 

MeBsender (b): f = 149 ,8 .. .150 ,3 MHz, Pegel 60 dByV, keine 

Modulation 

EB 100: f e = 150 MHz, AM, Bandbreite 150 kHz 

- MeBsender (b) auf 149,8 MHz einstellen, NF-Pegel messen und auf 
0 dB normieren. MeBsender (b) so lange in Richtung 150 MHz 
verstimmen bis der NF-Pegel einen Wert von -3 dB erreicht hat. 
Frequenz des MeBsenders merken (untere Bandgrenze (B u )). 
MeBsender (b) auf 150.2 MHz einstellen, NF-Pegel auf 0 dB 
normieren. MeBsender (b) so lange in Richtung 150 MHz verstim- 
men bis der NF-Pegel einen Wert von -3 dB erreicht hat. Fre- 
quenz des MeBsenders (b) merken (obere Bandgrenze (B 0 )). 

B o - ^ = B 3dB 

c2_Selektion i _50-dB-Bandbreite 

- Unmoduliertes HF-Signal mit 150 MHz und 60 dBpV (-47 dBm) ein- 
speisen, 

- MeBsender urn ± Af verstimmen, bis das Signalpegelinstrument am 
Empf anger 10 dByV anzeigt ( Skalengenauigkeit des Signalpegelin- 
struments evtl. mit dem MeBsender uberpriifen) . 



d) Sollwerte 



ZF-Bandbrelte 1 7 , 5 kHz 

1 

B 3dB (kHz) j 6,5 ••• 10 



B 50dB (kHz) 



< 33 
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6.10 Frequenzgenaulgkelt 

Die Toleranz des temperaturstablllslerten Quarzoszillators 1st bei 
geschlossenem Erapf anger nlcht meBbar. MuB die Frequenzgenaulgkelt 
des Empf angers jedoch iiberpruft werden, slehe Abschnitt 10.3*2.2 
In dlesem Service-Handbuch. 



6.11 Priifung der Slgnalpegelanzelge und des Pegeltons 

(slehe hlerzu MeBaufbau 11-1) 

- Unmoduliertes HF-Slgnal mlt 150 MHz und 40 dByV (-67 dBm) ein- 
speisen. 

- Signalpegelinstrument soil 40 dByV ±5 dB anzelgen. 

- Gleichspannung an Stecker X4.3 betragt 2,35 ±0,3 V. 

- MeBsenderpegel um 40 dB erhohen und Dampfungsglied -40 dB am 
Empfanger elnschalten. Das Signalpegelinstrument soil 40 dBuV 
±5 dB anzelgen. 

- Pegelton am Empfanger elnschalten und Schwellwertregler drehen. 
Innerhalb einer ±7, 5-dB-Anderung (untere Skala des Slgnalpegelin 
struments) muB sich die Tonhohe wahrnehmbar andern. 




6.12 Empf lndllchkelt 

(slehe hlerzu MeBaufbau 11-1) 

- Gemessen wird (S+N)/N liber CCITT-Fllter am Stecker X5 Oder X4.7 
bei elnem HF-Eingangssignal von 0 dByV (-107 dBm) bei folgenden 
MeBf requenzen, die am MeBsender und Empfanger einzustellen sind: 

20 MHz, 100 MHz, 200 MHz, 300 MHz usw. ... 999,999 MHz 



- Sollwerte: fur AM (S+N)/N >, 10 dB 
fur FM (S+N)/N > 18 dB 



bei B = 15 kHz 



- Ab 500 MHz sollte der NF-Ausgang bei FM oszillographisch iiber- 
wacht werden, um evtl. durch geringfugige Verstimmung der Gene- 
ratorf requenz die ZF-Mitte besser zu erreichen. Kennzelchen da- 
fur 1st ein optimaler "Sinus". 
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6.13 Messung der Splegelf requenz-Festlgkelt 

( slehe hlerzu Mefiaufbau 11-1) 

Es gilt: fsp = + ^ x **ZF 

f S p = spiegelf requenz = Prequenz des Mefisenders 

f E = einzustellende Prequenz am Empf Singer 

f ZF = 629,3 MHz far f E < 500 MHz bzw. 

117,3 MHz fdr f E ^ 500 MHz 

Je Teilbereich werden z.B. drei MeBwerte ermittelt. Kriterium 1st 
die Ubereins timmung beider Signalpegel am Stecker X4.3, bezogen 
auf die Einspeisung von f E bzw. fgp mit einem HP— Eingangspegel 
von ca. 0 dBjiV (-107 dBm) . 

Sollwerte : f E < 500 MHz ... >80 dB 
fE >, 500 MHz ... >55 dB 



6.14 ZF-St5rfestlgkelt 

(siehe hierzu MeBaufbau 11-1) 

- Zwischenf requenz f ZE mit HF-MeBsender und einem Pegel von 0 dBuV 
(-107 dBm) einspeisen. 

f ZF = 629,3 MHz far f E < 500 MHz 
f zp = 117,3 MHz far f E > 500 MHz 

- Empf-cLnger auf f 2 F abstimmen. Die Anzeige von 0 dBuV am EmpfS.nger 
1st der Vergleichswert far die folgenden Messungen. 

- Empffinger jeweils auf eine mittlere Prequenz eines Teilbereichs 
abstimmen. 

- Pegel des Mefisenders so weit erhohen, bis die Anzeige am Signal- 
pegelinst rument des EmpfcLngers wleder den Wert 0 dBuV anzeigt. 

- Die Pegeldifferenz am HF-MeBsender 1st die 

Sollwert je Teilbereich: 

20 ... 107,999 MHz > 

108 ... 219,999 MHz > 

220 ... 499,999 MHz > 

500 ... 999,999 MHz > 



ZF-Storf estigkeit . 

90 dB 
80 dB 
68 dB 
100 dB 
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6.13 Me s sung der Splegelf requenz-Festlgkelt 

(siehe hierzu MeBaufbau 11-1) 

Es gilt: fsp = + ^ x f ZF 

fgp = Splegelf requenz = Frequenz des MeBsenders 

f E = einzustellende Frequenz am EmpfSnger 

f ZF = 629,3 MHz fur f E < 500 MHz bzw. 

117,3 MHz fiir f E > 500 MHz 

Je Teilberelch werden z.B. drel MeBwerte ermlttelt. Kriterium 1st 
die Obereins timmung beider Slgnalpegel am Stecker X4.3, bezogen 
auf die Einspeisung von f E bzw. fgp mlt einem HF-Elngangspegel 
von ca. 0 dBuV (-107 dBm) . 

Sollwerte: f E < 500 MHz ... >80 dB 
f E > 500 MHz ... >55 dB 



6.14 ZF-St5rfestlgkelt 

(siehe hierzu MeBaufbau 11-1) 

- Zwischenf requenz f ZE mlt HF-MeBsender und einem Pegel von 0 dBuV 
(-107 dBm) einspeisen. 

f zp = 629,3 MHz fur f E < 500 MHz 
f ZF = 117,3 MHz fiir f E > 500 MHz 

- Empf&nger auf fzp abstimmen. Die Anzeige von 0 dByV am EmpfS.nger 
1st der Vergleichswert fur die folgenden Messungen. 

- EmpfSnger Jewells auf eine mittlere Frequenz eines Teilbereichs 
abstimmen. 

- Pegel des Mefisenders so weit erhdhen, bis die Anzeige am Signal- 
pegelinst rument des EmpfSngers wieder den Wert 0 dByV anzeigt. 

- Die Pegeldiff erenz am HF-MeBsender 1st die 

Sollwert Je Teilberelch: 

20 ... 107,999 MHz > 

108 ... 219,999 MHz > 

220 ... 499,999 MHz > 

500 ... 999,999 MHz > 



ZF-Storf estigkeit . 

90 dB 
80 dB 
68 dB 
100 dB 
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6.15 Oszlllator-StSrspannung am AntennenanschluB 

Spannungsmessung mit selektivem Voltmeter oder Analysator am An- 
tennenanschluB XI des Empf&ngers. 

- Selektives Voltmeter auf die Oszillatorf requenz f Q des Empf&ngers 
abstimmen. 

f Q = 649 ,3 ... 1129,299 MHz fiir f E = 20 ... 499,999 MHz 
f 0 = 617,3 ... 1117,299 MHz fiir f E = 500 ... 999,999 MHz 

- Stichprobenart ig je drei Frequenzen unterhalb und oberhalb von 
500 MHz priifen. 

- Sollwert: U < 5 uV an 50 n 



6 .16 Priifung der AFC-Funktion 

(siehe hierzu MeBaufbau 11-1) 

- HF-Signal mit einem Pegel von 40 dBpV (-67 dBm) einspeisen, 

- am Empf&nger AFC einschalten. 

- Bei der Verstlmmung des MeBsenders (< B/2) muB die eingestellte 
Frequenz am EmpfSnger der MeBsenderf requenz unabh&ngig von der 
eingestellten Bandbreite in 1-kHz-Schrltten folgen. 

- Die Frequenzanzeigen beider Ger&te miissen < ±3 kHz iibe reins timmen. 



6 . 17 NF-Ausgang 

(siehe hierzu MeBaufbau 11-1) 

- Ersatzlast von 4 ... 4,7 n an die Kopfhorerbuchse X5 anschlieBen, 

- HF-Signal bei 150 MHz mit einem Pegel von 60 dBuV (-47 dBm) , 

AM, m = 0,8 einspeisen. 

a) Frequenzausgang , bezogen auf 1 kHz, messen: 

Bei 0,3 bzw. 3,3 kHz 6 ±3 dB 

b) Ausgangsspannung bei 1 kHz und voll aufgedrehtem Lautst&rke- 
regler am Empf&nger 

Umax. ^ °>7 V 
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6.18 



1 mV 



NF-St6rabstand bel U e = 

(slehe hierzu MeBaufbau 11-1) 

- HF-Signal mlt elnem Pegel von 1 mV (-47 dBm) einspeisen, 

- NF-St6rabstand mlt NF-Voltmeter mlt CCITT-Bewertung am Stecker 
X5 bzw. X4 .7 messen (B = 150 kHz). 



Sollwerte: bel AM (m = 0,8) > 40 dB 

bel FM (H = 22 kHz) > 40 dB 



6.19 Oberprilfung der Power-Down-Loglk fur die CPU D301 

Belm Ausschalten des GerS-ts muB die Anzeige erldschen. Ferner muB 
1m ausgeschalteten Zustand der Zelger des Pegel-Instruments zum 
linken Skalenrand hin ausschlagen. 



6.20 Uberprilfung des Spltzenglelchrlchters 

(slehe hierzu MeBaufbau 11-3) 

- Funktlonsgenerator auf 50 us Pulsbreite und elne Wiederholrate 
von 1 ms einstellen. 

- MeBsenderpegel ca. 50 dBuV 

- gemessen wlrd die kleinste Pulsbreite, die einen Skalenfehler 
von -6 dB verursacht. 

Die Pulsbreite soil < 70 us sein. 



6 .21 ZF-Ausgang 10,7 MHz 

(slehe hierzu MeBaufbau 11-1) 

- Einstellung MeBsender: f = 150 MHz, Pegel 50 dBuV 

- Gemessen wlrd mlt elnem HF-Millivoltmeter am ZF-Ausgang der mlt 
50 n abgeschlossen 1st. 

- Es stellt sich ein ZF-Pegel auf 10,7 MHz ein, der urn 15 dB iiber 
dem Antennenpegel liegt. 
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8_. Ausbau der Baugruppen 

(siehe hierzu Bilder 11-4 und 11-5) 



Vorbemerkungen 

Wurden bei der Fehlerlokalisierung auf Baugruppenebene (Kapi- 
tel 7) der Synthesizer (11-4/3) oder der Tuner (11-4/4) als de- 
fekte Baugruppe ermittelt, so ist eine Fehlerlokalisierung und 
Instandsetzung in diesen Baugruppen ohne Ausbau moglich. 

Die beiden Baugruppen konnen naeh Abschrauben des oberen Gehause- 
deckels und Herausschrauben einer Schraube (11-4/21 und /20) im 
Empfanger so geschwenkt werden, daB nach Offnen der beidseitigen 
Federdeckel die Bauelemente und MeBpunkte bei voll bet riebsf dhi- 
gem Gerat zuganglich sind (siehe hierzu auch Bild 8-1), 




Bild 8-1 EB 100 mit ausgeschwenkten Baugruppen 
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Vorarbelt : 



a) Sechs Schrauben (11-4/1) herausschrauben und oberen GehSuse- 
deckel (11-4/2) abnehmen. 

b) Sechs Schrauben (11-4/15) herausschrauben und unteren .Geh&use- 
deckel (11-4/14) abnehmen. 



8 . 1 Synthesizer 

Vorarbelt : slehe a) 

Zwei Schrauben (11-4/21 und /19) herausschrauben, 
drel HF-Kabel (Wll, W12 , W15) und Buchse X57 abziehen. 
Synthesizer (11-4/3) nach oben aus dem Empf&nger herausnehmen. 



8 .2 Verstlmmplatte 

Vorarbelt : slehe a) und b) 

Stecker X47 (11-4/12) abziehen, 

zwei Batterlekabel (11-4/6) von den Lotsttitzpunkten auf der 
Verstlmmplatte (11-4/13) abldten, 

sechs Schrauben (11-4/8) herausschrauben und Verstlmmplatte 
abnehmen. 



8.3 Tuner 

Vorarbelt : slehe a), 8.1 und 8.2 

Schraube (11-4/20) herausschrauben, 

Slehe rungsschelbe (11-4/11) von der Achse (11-4/18) abziehen 
und Achse seitlich ganz aus dem Empf anger ziehen, 

Buchse X67 abziehen, 

- vier HF-Kabel (W13 ••• Wl6) abziehen, 

- Tuner (11-4/4) nach oben aus dem Empf anger herausnehmen. 
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8.4 



ZF-Teil 



Vorarbelt : siehe a), b) und 8.2 

- Vier Schrauben (11-4/9) herausschrauben, 

- Batteriehalterung (11-4/5) nach hlnten aus dem EmpfSnger 
herausnehmen, 

Innensechskantschraube (11-4/16) am ZF-Bandbreitenschalter 
losschrauben und Bedienknopf (11-4/17) abziehen, 

- vier HF-Kabel (Wll ... Wl4) abziehen, 
zwei Schrauben (11-4/10) herausschrauben, 

ZF-Teil (11-4/7) nach hinten aus dem Empf&nger herausziehen. 



8.5 Bedlengruppe 

Vorarbeit : siehe a), b) und 8.1 ... 8.4 

Innensechskantschrauben (11-5/9) am NF- und Schwellwertregler 
(11-5/10) losschrauben und Bedienknopf e abziehen, 

- vier schwarze Gummikappen (11-5/11) von den Kippschaltern auf 
der Frontplatte abziehen, 

Frontplatte (11-5/8) nach vorne abziehen, 

- vier AnsehluBdr&hte (11-5/5) vom Signalpegelinstrument abldten, 
HF-Kabel (11-5/6) abziehen, 

- sechs Schrauben (11-5/7) herausschrauben, 

- Leiterplatte (11-5/4) von der Frontplatte abnehmen, 
vier Schrauben (11-5/2) herausschrauben und Leiterplatte 
(11-5/3) abklappen, 

vier Schrauben (11-5/1) losschrauben. 
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9. 



Funktionsbeschrelbung 



9.1 Tuner 

(siehe hierzu Stromlaufplan 641 .8124 Blatt 1 und 2) 

Das von der Antenne kommende HP-Signal gelangt iiber die Buchse 
X66 in den Tuner 20 ... 1000 MHz. liber den bei groBen Feldst&rken 
einschaltbaren 40-dB-AbschwS.cher Nil wird das HF-Signal zu den 
PIN-Diodensehaltern Dll und D12 gefiihrt. Diese schalten das HF- 
Signal in AbhcLngigkeit von der Empf angsf requenz , gesteuert von der 
Mikroprozessorsteuerung in der Bediengruppe , iiber die Signale 
Range 1 ... Range 4 zu den Eingangsselektionen durch. Bei Emp- 
f angsf requenzen unter 500 MHz fiihrt der Signalweg iiber einen der 
BandpSsse von 20 ... 108 MHz (Lll ... L15, Cll ... C15), 108 ... 
220 MHz (L20 ... L23, L25 , C20 ... C23 , C25) Oder 220 ... 500 MHz 
(L30 ... L34, C30 ... C34). Zur Erhohung der ZF-Durchschlag- 
festigkeit folgt nach den BandpSssen von 108 ... 220 MHz und 220 
... 500 MHz je eine ZF-Falle (L26, C27 bzw. L35, C35), die auf 
629,3 MHz abgestimmt 1st. Bei Empf angsf requenzen iiber 500 MHz 
dienen der BandpaB L40, C40 , C4l und der anschlieBende UHF-Ver- 
stSrker mit dem Transistor V46 als Vorselektion, wobei der Tran- 
sistor V45 die Arbeltspunktstabilisierung des Transistors V46 
iibernimmt. Zur Oszillatorunterdriickung in diesem Frequenzbereich 
dient ein mitlaufendes Filter, bestehend aus den Spulen L51 
... L53 und den Kapazit&tsdioden V50 ... V55 • Abgestimmt wird das 
Filter durch die Abstimmspannung, die iiber den Stecker X 67 .6 in 
Abh&ngigkeit von der Empf angsf requenz von der Mikroprozessor- 
steuerung zugefiihrt wird. 

Nach der Vorselektion gelangt das HF-Signal iiber den PIN-Dioden- 
schalter D60 bzw. D6l zum Breitbandverst&rker V66 . Dieser ist mit 
dem Transistor V 65 im Arbeitspunkt stabilisiert . Der Breitband- 
verstSrker gleicht die D&npfung der vorgeschalteten Selektionen 
aus, bevor das HF-Signal iiber einen 1000-MHz-Tief paB , bestehend 
aus den Spulen L70 ... L74 und den Kondensatoren C70 und C71, an 
den 1. Mischer N80 gefiihrt wird. Hier erfolgt mit dem iiber Buchse 
X65 vom Synthesizer zugefiihrten und mit dem Verst&rker N8l ver- 
stSrkten Oszillatorsignal im Bereich von 617,3 ••• 1129,3 MHz die 
Umsetzung des HF-Signals in die 1. Zwischenf requenz . Empfangssi- 
gnale unter 500 MHz werden in eine Zwischenf requenz von 629,3 MHz 
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und die iiber 500 MHz in eine Zwisehenf requenz von 117,3 MHz 
umgesetzt . 

ttber den nachgeschalteten 650-MHz-Tiefpafi und den VHF-/UHF-Ver- 
st&rker V96 gelangen die 117,3-MHz- bzw. 629 ,3-MHz-ZP-Signale zum 
PIN-Diodenschalter D91 . Der 650-MHz-Tiefpafi ist aufgebaut mit den 
Spulen L90 und L91 sowie den Kondensatoren C90 , C91 und C92 . Zur 
Arbeitspunktstabilisierung des VHF-/UHF-Verstfirkers dient der 
Transistor V95 • Der PIN-Diodenschalter D91 schaltet die ZP von 
117,3 MHz zum PIN-Diodenschalter D100 durch, von wo sie iiber ein 

117 .3- MHz-Filter und die Buchse X64 zum ZF-Teil gelangt. Das ZF- 
Pilter besteht aus den Spulen L112 ... Lll6 und den Kondensatoren 

cm ... cii5. 

Die aus Empfangsf requenz en unter 500 MHz erzeugte ZP von 629,3 MHz 
schaltet der PIN-Diodenschalter D91 zu dem mit den Spulen L100, 
L101, L104, L105 und den Kondensatoren C103 und C104 aufgebauten 

629 .3- MHz-Filter durch. Im nachgeschalteten Mischer N100 erfolgt 
die Prequenzumsetzung auf 117,3 MHz mit dem vom Quarzoszlllator 

im ZF-Teil abgeleiteten 512-MHz-Signal . Der Mischer N100 ist durch 
die Spule L102, den Widerstand R101 und den Kondensator C105 
breitbandig mit 50 o abgeschlossen. Transistor V106 dient als Ver- 
st&rker fiir die 117,3 MHz. Sein Arbeitspunkt wird mit dem Tran- 
sistor V105 stabilisiert . Bei Empfangsf requenzen iiber 500 MHz 
sperrt der Transistor V107 den ZF-Verstfirker V106 durch Unter- 
brechung der Betrlebsspannung . 

Im AnschluB an den ZF-Verst&rker gelangt das ZP-Signal an den PIN- 
Diodenschalter D100, der es zum nachf olgenden 117 ,3-MHz-Filter 
durchschaltet . Von dort gelangt es iiber die Buchse X64 zum ZF-Teil. 



9.2 ZF-Teil 

(siehe hierzu Stromlaufplan 708 .9503 .01S) 

Das vom Tuner kommende ZF-Signal von 117,3 MHz wird dem ZF-Teil 
iiber die Buchse X74 zugefiihrt. Von dort gelangt es zum Mischer 
N70, wo mit dem Oszillatorsignal von 128 MHz die Umsetzung in 
eine ZF von 10,7 MHz erfolgt. Das mit dem ZF-Verst&rker V70 ver- 
stfirkte ZF-Signal wird dann einer ZF-Selektion, bestehend aus den 
ZF-Filtern Z1 ... Z3 , zugefiihrt. Die ZF-Filter haben Bandbreiten 
von 7,5 kHz, 15 kHz und 150 kHz und werden mit den Schaltern Sl-A 



SH EB 100 



R 50173 - 24 



ROHDE & SCHWARZ 



und Sl-B in den Signalweg eingesehaltet . AnschlieBend erfolgt 
eine weitere Verstarkung des ZF-Signals mit dem Transistor V40 , 
der die Einf Uged&mpfung der ZP-Filter ausgleicht. Das Filter Z40 
mit einer Bandbreite von 150 kHz dient zur Nachselektion und be- 
stlmmt die maximale ZP-Bandbreite . Im kombinierten ZF-Verst&rker/ 
Detektor N40 erfolgt die Mischung des ZP-Signals mit dem im Quarz- 
oszillator V50 erzeugten Oszillatorsignal von 11,7 MHz. Am Aus- 
gang des Mischers, AnschluS 8 des ZF-Verstarkers/Detektors N40, 
sieben die Spule L4l und der Kondensator C46 aus den Mischproduk- 
ten das 1-MHz-Signal aus und fiihren es dem AM-Demodulator , An- 
schluS 13 des ZF-Verstarkers/Detektors N40 sowie dem FM-Demodula- 
tor N60 zu. Das im AM-Demodulator erzeugte NP-Signal wird tiber 
den NF-VerstSrker A72 und den Stecker X77 .B3 zur Bediengruppe 
ausgegeben. Das im PM-Demodulator entstehende NP-Signal gelangt 
zum NF-Verstarker A72, dessen Verstarkung der Schalter Sl-B ent- 
sprechend der gewahlten ZP-Bandbreite anpaBt. ttber den Stecker 
X77 .A3 wird dann auch dieses NP-Signal der Bediengruppe zugefuhrt. 

Die Betriebsspannungsversorgung fur den 11 ,7-MHz-0szillator V50, 
den kombinierten ZF-Verstarker/Detektor N40 und den PM-Demodula- 
tor N60 erfolgt uber eine getrennte Stabilisierungsschaltung, mit 
dem Spannungs regie r A77 • Dadurch wird eine Storeinstrahlung uber 
die Versorgungsspannung verhindert. 

Mit dem Fensterdiskriminator N3 erfolgt durch Auswertung der Dis- 
kriminatorgleichspannung eine tfberwachung der Frequenzablage des 
Empfangs signals . Mit der Spannungsteilerkette Rll ... R15 wird 
eine Ref erenzspannung gebildet, die der Ausgangsspannung des Dis- 
kriminators N60 bei der Mittenf requenz entspricht. Der Abgleich 
der Referenzspannung erfolgt mit dem Potentiometer R13 • Bei einer 
Abweichung von der Mittenf requenz erzeugt der Fensterdiskrimina- 
tor N3 die Signale ABL POS (Ablage positiv) , ABL NEG (Ablage ne- 
gativ) und ABL GSW (Ablage groBer als Schrittweite ) , die uber die 
Stecker X77.A8, ,A7 und ,B8 der Mikroprozessorsteuerung zur Aus- 
wertung zugefUhrt werden. 

Die Spannung fur die Pegelanzeige wird von dem Momentan-Logarith- 
mierer N10 abgeleitet und uber die als Gleichrichter geschalteten 
Operationsverstarker Nl— C und Nl-D an den Stecker X77 »B4 mit einen 
Pegel von 0,1 ... 3,5 V ausgegeben ist In der Schalterstellung 
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"150 kHz Puls" des Bandbreitenschalters wlrd der Glelchrichter als 
Spltzenglelchrichter geschaltet. Es 1st dadurch gew&hrleistet , daB 
die Anz e 1 ge s p annung auf kurzzeltige Eingangsspannungs&nderungen 
(Impulse) reagiert. In den Schalterstellungen 7,5 kHz, 25 kHz und 
150 kHz wlrd der Mittelwert des Pegels zur Anzelge gebracht. Das 
Potentiometer R101 dlent zur Normlerung des Pegels. Die Pegel- 
austastung bei Suchlauf erfolgt iiber den OP Nl-B, der den Schalt- 
FET V97 ansteuert. 

Am Kollektor von V70 wlrd der Pegel fur den ZP-Ausgang 10,7 MHz 
abgenommen von N20 verstclrkt und entkoppelt dem Stecker X20 zuge- 
fiihrt . 

Zur Erzeugung des Squelchsignals , das iiber den Stecker X77 .A5 
zur Verstimmplatte gelangt, vergleicht der Komparator A73 die 
Pegelspannung mit der am Squelchpotentiometer eingestellten 
Schwellenspannung, die iiber den Stecker X77 .B7 zugefiihrt wird. 
Unterschreitet die Pegelspannung die eingestellte Schwellenspan- 
nung, so sperrt das Squelchsignal den NF-VerstS.rker auf der Ver- 
stimmplatte . 

Mit dem Komparator A73 findet ein Vergleich der Pegelspannung mit 
einer am Potentiometer R30 eingestellten Schaltschwelle statt. 
Liegt die Pegelspannung iiber der Schaltschwelle, wird iiber den 
Stecker X77 .A4 das ENAPC-Slgnal ausgegeben, das die AFC-Regelung 
durch die Mikroprozessorsteuerung freigibt. Dadurch spricht die 
AFC-Regelung nur bei Empfangs signal en > -10 dByV an. 

Als Ref erenzoszillator, der die Mischf requenzen fiir den Tuner, 
den Synthesizer und das ZF-Teil liefert, dient der temperatursta- 
bilisierte Quarzoszillator V80 mit dem Quarz B80 , der auf 128 MHz 
schwingt. Das hier erzeugte Oszillatorsignal wird mit dem Verst&r- 
ker N80 auf einen Pegel von +5 dBm angehoben und dem Mischer N70 
zugefiihrt . tfber die Buchse X71 gelangt es mit einem Pegel von 
-6 dBm zum Synthesizer, wo es als Ref erenzsignal bendtigt wird. 

Die fiir den Synthesizer und Tuner benotigten 512 MHz werden durch 
Frequenzvervielf achung aus dem 128-MHz-Oszillatorsignal gewonnen. 
Dazu erzeugt die gekriimmte Kennlinie der Kapazit&tsdiode V8l aus 
dem mit dem Verst&rker N8l verstSrkten 128-MHz-Oszillatorsignal 
geradzahlige Oberwellen dieses Oszillatorsignals . Aus diesem Spek- 
trum filtern die Resonanzkreise L90/C100 , L91/C103 und L92/C102 



SH EB 100 



R 50173 - 26 



ROHDE&SCHWARZ 



die vierte Oberwelle des Oszillatorsignals aus. Dieses 512-MHz- 
Signal erfShrt in dem Verstfirker N90 eine Pegelanhebung auf 
+5 dBm. Mit diesem Pegel wird es iiber die Buchse X73 zum Tuner 
gefiihrt. Zum Synthesizer gelangt das 512-MHz-Signal iiber die 
Buchse X72 mit einem Pegel von -15 dBm. 



9 «3 Synthesizer 

(siehe hierzu Stromlaufplan 641 .8147S) 

Die zur Fiihrung des Oszillators benotlgte Abstimmspannung liefert 
die PLL-Schaltung D9 . Als Referenzwert dient das vom Quarzoszil- 
lator im ZF-Teil iiber die Buchse X51 zugeftihrte Oszillatorsignal 
von 128 MHz. Mit dem Transistor VI 6 erfolgt eine Pegelanpassung 
an den Teller DIO. Dieser teilt das Oszillatorsignal von 128 MHz 
durch 40 und fiihrt es der PLL-Schaltung D9 zu. Hier findet eine 
Teilung durch 640 statt, so daft der PLL-Schaltung intern ein Re- 
ferenzsignal von 5 kHz zur Verfiigung steht. 

Zur Erzeugung des Istwerts mischt der Mischer B1 das vom ZF-Teil 
iiber die Buchse X52 zugefiihrte 512-MHz-Signal mit der vom Haupt- 
oszlllator gelieferten Frequenz von 617,3 ••• 1129,3 MHz. Dabei 
dient der Verstfirker N1 zur Pegelanpassung des Oszillatorsignals 
an den Mischer. Das Ausgangssignal des Mischers B1 im Bereich von 
105,3 ••• 617,3 MHz erf&hrt in den Verst&rkern N2 und N4 eine Pe- 
gelanpassung an die folgende Teilerkette D2 , D3 , D4 und D8 . Hier 
erfolgt eine Teilung des Signals iiber variable Telle rfaktoren auf 
5 kHz und 500 Hz, die der PLL-Schaltung D9 als Istwerte an den An- 
schliissen 1 und 2 zugefiihrt werden. Aus den durch Vergleich des 
Ref erenzsignals und des Istwerts abgeleiteten Regelspannungen er- 
zeugt der Integrator N3 die Abstimmspannung fur den Hauptoszilla- 
tor. Die Betriebsspannung von N3 (26 V) wird mit Hilfe des Wand- 
lers U1 aus der +12-V-Spannung erzeugt. 

Die Umschaltung des programmierbaren Tellers D8 iibernimmt die Mi- 
kroprozessorsteuerung in der Bediengruppe entsprechend der Emp- 
fangsf requenz . 
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9.4 Bediengruppe 

(siehe hierzu Stromlaufplan 708.946l.01S Blatt 1 bis 3) 



Die Zentraleinheit der Bediengruppe 1st der Mikroprozessor D301 
vom Typ 80C39 • Er 1st ein 8-Bit-Prozessor mit zwei integrierten 
bidirektionalen 1/0-Ports und einem internen RAM mit einer Kapa- 
zitat von 128 Bytes. 

Das integrierte RAM dient zusammen mit dem RAM D306 zum Speichern 
von Betriebsdaten. Das Betriebsprogramm 1st in dem EPROM D305 ge- 
speichert. Die Selektierung der niederwertigen Adressen fur das 
RAM bzw. EPROM aus dem gemultiplexten Adrefi>-/Datenbus erfolgt mit 
Latch D307 • Da mit der 8-Bit-Adresse nicht das gesamte EPROM 
adressiert werden kann, werden bei einem Zugriff iiber das Port 2 
der CPU D301 die oberen 4 Bits der Adresse geliefert. Mit der so 
vorhandenen 12-Bit-Adresse lassen sich dann die unteren 4 kByte 
des EPROMs im Bereich von 0000H ... 0PPPH adressieren. Durch Um- 
stecken der Steckbriicke X301 in die Stellung 1-2 wird der Zugriff 
auf die oberen 4 kByte des EPROMs im Bereich von 1000H ... 1FFFH 
ermdglicht . 

Das Port PI der CPU D301 greift auf den internen Strobebus zu, fiber 
den die Ansteuerung der LCD-Anzeige sowie die Dateniibertragung zum 
Synthesizer erfolgt. Die hdherwertigen 3 Bits des Ports P2 der CPU 
D301 werden dem l-aus-8-Dekoder D302 zugefiihrt, der daraus ver- 
schiedene CS (chip select )-Signale generiert. Die niederwertigen 
4 Bits des Ports P2 werden mittels der 1/0-Expander D201 und D202 
in acht bidirektionale Ports zu je 4 Bits aufgesplittet . Die Aus- 
wahl,zu welchem Port die Dateniibertragung erfolgen soil, wird den 
I/O-Expandern D201 und D202 iiber ein 4-Bit-Steuerwort mitgeteilt, 
das vor den Daten iibermittelt wird. Die Unterscheldungsmoglich- 
keit zwischen dem Steuerwort und den Daten stellt das PROG-Signal 
dar, das mit seiner negativen Planke ein Steuerwort und mit der 
positiven Planke Daten kennzeichnet . 

Die Auswertung der Bedienelemente des Empf&ngers, wie Tastenfeld 
in der Bediengruppe, dem Abstimmknopf auf der Verstimmplatte und 
dem Bandbreitenumschalter im ZF-Tell erfolgt interruptgesteuert , 
d.h. beim Bet&tigen dieser Bedienelemente wird ein Interruptsig- 
nal erzeugt und an die CPU D301 weitergegeben. 

Die Auswertung der Tastaturmatrix iibernimmt der Key-Encoder D303 • 
Beim BetStigen einer Taste wird vom Key-Encoder D303 das IRKEY- 

< 8 > 
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Signal aktiviert, um bei der CPU D301 einen Interrupt auslSsen. 

Das D-Flip-Flop D205-B speichert dazu das IRKEY-Signal und er- 
zeugt mit dem NOR-Gatter D203 das Interruptsignal . Da verschie- 
dene Bedieneleraente elne Interruptanf orderung ausldsen konnen, 
wird nach dem Aktivieren des Interruptsignals fiber die Portlei- 
tungen 4.1, 4.2 und 5.0 des 1/0-Expanders D201 der Zustand der 
Interruptanf orderungsleitungen eingelesen und gleichzeitig ermit- 
telt, welches Bedienelement den Interrupt ausgelost hat. War der 
Ausloser der Key-Encoder D303 , wird fiber die Portleitung 7-0 des 
1/0-Expanders D201 das KEYACK-Signal ausgegeben, das das D-Flip- 
Plop D205-B zurficksetzt und so fur weitere Interruptanf orderungen 
vorbereitet. Gleichzeitig erfolgt fiber das ODER-Gatter D308 die 
Preigabe des KEY-Encoders D303, der dadurch die Information, wel- 
che Taste bet&tigt wurde, fiber die AusgS.nge DO ... D4 auf den Da- 
tenbus legt, von wo aus sie in die CPU D301 eingelesen werden. 

War der Ausldser des Interrupts der Bandbreitenumschalter im ZF- 
Teil, so wird fiber die Portleitung 7-1 des 1/0-Expanders D201 das 
BBUACK-Signal ausgegeben und damit die im D-Flip-Flop D205-A ge- 
speicherte Interruptanf orderung geldscht. fiber die Portleitungen 
5.1 ... 5*3 des 1/0-Expanders D201 erfolgt dann die fibernahme der 
Information fiber die neue Stellung des Bandbreitenumschalters im 
ZF-Teil . 

Beim Auslosen des Interrupts durch den Abstimmknopf auf der Ver- 
stlmmplatte gibt die Portleitung 7.2 des 1/0-Expanders D201 das 
TUNACK-Signal aus, das die Interruptanf orderung zuriicksetzt . fiber 
die Portleitungen 5.2 und 5*3 des 1/0-Expanders D202 erfolgt die 
fibernahme der Information, in welche Rlchtung der Abstimmknopf ge- 
dreht wird. 

Die Erzeugung der Abstimmspannung fur das mitlaufende Filter im 
Tuner erfolgt fiber den D/A-Wandler D304 . Er setzt das von der CPU 
D301 fiber den Datenbus gelieferte 8-Bit-Datenwort in eine analoge 
Spannung um. Die nachgeschalteten Operationsverst&rker N301 und 
N304 bewirken eine Pegelanpassung . Der Abgleich der Abstimmspan- 
nung erfolgt mit dem Potentiometer R322 . Die Generierung der wei- 
teren Steuersignale fiir den Tuner geschieht mit dem 3-zu-8-De- 
koder D206 aus den Portleitungen 6.0 ... 6.3 des 1/0-Expanders 
D202 . Das fibernahme signal hierffir (Port 1/D7) liefert die CPU 
D301 fiber Pin 34 . 

<%> 
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Der astabile Multivibrator D107 liefert die Taktf requenz ftir die 
LCD-Anzeige P110. Die Ansteuerung der LCD-Anzeige P110 erfolgt mlt 
den BCD zu 7-Segment-Dekodern/Treibern D101 ...D106. Die Ansteuer- 
signale werden tiber die Portleitungen 4.0 ... 4.3 des I/O-Expan- 
ders D202 ausgegeben. Die Ausgabe der Daten erfolgt byteseriell, 
d.h. die Daten ftir die einzelnen Dekaden der LCD-Anzeige P110 wer- 
den nacheinander tibertragen. Die Freigabeslgnale ftir die entspre- 
chenden Dekoder/Treiber D101 ... D106 kommen tiber die invertie- 
renden Treiber D112 vom Strobe-Bus des Synthesizers. Die Beleuch- 
tung der LCD-Anzeige P110 (z.B. bei Dunkelheit) erfolgt mit den 
Lampen H102 und H103 . Eingeschaltet werden sie mit dem Taster 
S120, der auch gleichzeitig die Lampe H104 zur Beleuchtung des 
Instruments B101 einschaltet. 

Mit dem Schalter S119 kann die Anzeige des Instruments umgeschal- 
tet werden. In der Stellung 2-3/8-9 wird der Signalpegel ange- 
zeigt, in der Stellung 3-4/7-8 erfolgt der Batterietest . Als 
Kriterium ftir den Ladezustand der Batterie dient die Spannungs- 
differenz zwisehen der Batteriespannung und der daraus abgeleite- 
ten 5-V-Betriebsspannung. 

Der Schalter SI 16 erzeugt das Logiksignal "AFC- El N " , das tiber den 
1/0-Expander D201 vom Mikroprozessor abgefragt wird und dann im 
aktivierten Zustand die AFC ermoglicht. Mit dem Schalter S121 
erfolgt im Tuner die Zuschaltung des 40-dB-Dtimpfungsglieds . 

Der Schalter S118 hat zwei Aufgaben. In der Stellung 2-3/5-6 
schaltet er das mit dem Schalter S117 ausgewtihlte NF-Signal zu 
dem Lautsttirkepotentiometer Rill und die Steuerspannung ftir den 
Anzeigebereich von 80 dB zum Instrument B101 durch, und in der 
Stellung 2-1/5-4 erfolgt die Durchschaltung des Pegeltons zum 
Lautstarkepotentiometer und der Steuerspannung ftir den gespreiz- 
ten Anzeigebereich von 30 dB ftir das Signalpegelinstrument . 



9 .5 Verstlmmplatte 

(siehe hierzu Stromlaufplan 708 .9484 .01S) 

Auf der Verstlmmplatte befindet sich die Auswertelogik ftir den 
Abstimmknopf , der NF-Verstarker ftir den Lautsprecher bzw. Horer, 
der Pegeltongenerator und die Spannungsstabilisierung fur die Be- 
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triebsspannung +5 V sowie der DC/DC-Wandler fur die ±12-V-Versor- 
gungsspannung . 

Der Abstimmknopf besteht aus zwei elektronischen Sehaltern mit 
magnetischer Rastung, die mit dem Halleffekt arbeiten und dadurch 
beim Bet&tigen Impulse abgeben. Die naehfolgende Logikschaltung er- 
kennt durch die zeitliche Folge der Impulse die Drehrichtung und 
setzt die D-Flip-Flops D4-A und D4-B. Gleichzeitig wird das 
IRQTUN-Signal erzeugt, das bei der Mikroprozessorsteuerung in der 
Bediengruppe einen Interrupt ausldst. Mit dem Schalter S2 kann 
die Ausgabe des IRQTUN-Signals unterbunden werden. Dadurch wird 
verhindert, dafi bei einem zuf&lligen BetStigen des Abstimmknopf s 
die bereits eingestellte Prequenz verstellt wird. 

Der NF-Verst&rker N1 dient zur Verst&rkung des von der Bedien- 
gruppe kommenden NP-Signals. Durch das Signal SQLEIN, das akti- 
viert wird, wenn der Empf angspegel einen eingestellten Schwell- 
wert unterschreitet , erfolgt elne Abschaltung des NF-Verst&rkers . 
Wenn an der Klinkenbuchse X5 kein H6rer angeschlossen ist, wird 
das NP-Signal iiber den Lautsprecher B3 wiedergegeben. Wird an der 
Klinkenbuchse X5 ein Horer angeschlossen, unterbricht der in die 
Klinkenbuchse lntegrierte Schalter den Signalweg zum Lautsprecher 
B5 , so daB das NF-Signal nur noch iiber den Horer zu horen Ist. 

Der Spannungs-Frequenz-Umsetzer N2 dient als Pegeltongenerator , 
der abhclngig vom angezeigten Empf angspegel ein Signal mit variab- 
ler Tonhdhe erzeugt. Dazu wird im ZF-Teil elne dem ZP-Pegel dB-. 
proportionale Regelspannung erzeugt, die dem Spannungs-Frequenz- 
Umsetzer iiber die Buchse X47 .14 zugefiihrt wird. Der aus der Re- 
gelspannung resultierende Pegelton wird iiber die Buchse X47 .15 
zur Bediengruppe ausgegeben und kann dort iiber einen Schalter in 
den NF-Signalweg eingeschleif t werden. 

Die im EmpfSnger bendtlgten Betriebsspannungen von +5 V und ±12V 
werden aus der 6-V-Batteriespannung erzeugt. Der Spannungs regie r 
U1 stabilisiert die +5-V-Betriebsspannung . Der DC/DC-Converter U2 
erzeugt die ±12-V-Betriebsspannung, wobei die Tiefp&sse LI, C3 , 

C4 und L2 , C6 , C7 die Siebung der Gleichspannung iibernehmen. 



i 

i 
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Fehlerlokallslerung und Instandsetzung In den 
Baugruppen 



10.1. Vorbemerkungen 

Bel HF-Messungen 1st auf Z-rlchtige Kabel und Anschliisse sowie 
kurze Verbindungen zu achten. 

In den Baugruppen befinden sieh unter anderem auch M0S-, MOSFET- 
und CMOS-Bauelemente . Dlese Bauelemente slnd SuBerst empfindllch 
gegen hohe Fremdspannungen. Statlsche Aufladungen fiihren unter Um- 
st&nden zu sehr hohen Entladungsspitzen, die dlese Bauelemente 
zerstoren kSnnen. 

Aus dlesem Grunde slnd bel Arbelten In der NShe dleser Bauele- 
mente - sofern kein spezieller CMOS-Arbeltsplatz zur Verfiigung 
steht - folgende Mindestanf orderungen zu beachten: 

- Leltende Tlsch- und Bodenbel&ge, 

- Arbeitsstuhl mlt leitenden Bezttgen, 

- geerdete metallische Arbeltsplatte , leltende Armbcinder mlt 
mlt elnem Schutzwiderstand > 200 kn, < 1 Ha und elner iso- 
llerten Zuleltung liber Steckkontakt, 

- schutzgeerdeter Lotkolben, 

- alle leitenden BelSLge, Armbfinder und Arbeltsplatten miissen uber 
Isollerte Leltungen mitelnander verbunden seln, 

- bel Lotarbeiten muB die Versorgungsspannung abgeschaltet seln. 



10.1.1 Ersatzteile 

Alle Bauteile und Baugruppen haben vor dem EInbau elne strenge 
Qualitfitskontrolle durchlaufen. 

Eln anhand von Messungen, Abgleicharbeiten und Funktlonsprufungen 
zwelfelsfrel als schadhaft ermitteltes Bauelement 1st nur in 
tiberelnstimmung mlt den Schaltteillisten gem&B Anhang dieses Ser- 
vice-Handbuchs auszutauschen. 

Nur so 1st die Einhaltung der im Betriebs-Handbuch Tell 1 ange- 
sprochenen Technischen Daten gewShrleistet . 
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Fiir Fremdf abrikate, z.B. WiderstSnde , Kondensatoren, Dioden, Tran- 
sistoren und integrierte bis hochintegrierte Bauteile bestehen 
fur die Bauteil-Hersteller spezielle durch R & S definierte Lie- 
fervorschrif ten, urn ein HochstmaB an Zuverl8ssigkeit zu gew8.hr- 
leisten. Aus diesem Grunde empfehlen wir, als Ersatz fur ein 
schadhaft gewordenes Bauelement, moglichst nur Originalteile zu 
ve rwenden. 

Bei der Bestellung elnes Ersatzteils bitten wir um folgende An- 
gaben: 

Typ, Bestell-Nummer und Fabrikationsnummer des Ger8ts, Sachnum- 
mer der Schaltteilliste sowie Kennzeichen und Sachnummer des Bau- 
teils . 

Alle diese Angaben sind aus den beigegebenen StromlaufplSnen, 
Schaltteillisten und BestUckungszelchnungen zu ersehen. 

Das Auswechseln von Bauteilen erfolgt nach allgemeiner werk- 
stattiiblicher Praxis. Es sind keine besonderen Anweisungen er- 
f orderlich . 



10.1.2 Erf orderllche Meftger£te und Hllfsmlttel 

Zur Durchfuhrung der in diesem Kapitel beschriebenen Messungen 
sind die nachfolgend aufgefiihrten Priifger8te erf orderlich. 
Gleichwertige PrGfgerate konnen verwendet werden, vorausgesetzt , 
die Technlschen Daten sind mindestens gleichwertig . 
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Pos . 


| + Ger&teart, erforderl. 
| Daten 


Typ 


Bestell-Nr. 


Anwendg. 

Abschn. 




1 

| * Empfohlenes R&S-Ger&t 








1 


+ HP-Mefisender 
0,1 ... 1000 MHz 
AM/PM modulierbar, 
-97 ... -27 dBm 

* Signalgenerator 


SMPD 


376 .8011 .52 


10 .3 .1 .1 
10 .3 .1 .2 
10 .3 .1 .4 
10 .3 .2 .1 
10 .3 .2 .3 
10.3.2.4 
10.3.3.3 


2 


+ Frequenzanalysator 
0 ... 1,4 GHz 






10 .3 .1 .1 
10 .3 .1 .2 
10 .3 .1 .4 
10 .3 .3 .1 
10 .3 .3 .2 


3 


+ WobbelmeBgerfit 
0,1 ... 1300 MHz 

* Polyskop mit log. 
Verst&rker 

* Skalarer Netzwerk- 
Analysator 


. 

SWOB 5 
SWOB 5- El 

ZAS 


333 .0019 .53 
333 .5610 .02 

393 .0015 .02 


10 .3 .1 .3 
10 .3 .1 .5 
10 .3 .1 .6 
10 .3 .1 .7 
10 .3 .1 .8 
10 .3 .1 .9 
10 .3 .1 .10 
10.3.1.11 
10 .3.1 .12 


4 


+ Oszllloskop 
DC ... 10 MHz 
Empf indlichkeit 1 mV 

* Oszllloskop 


BOP 


374 .0020 .02 


10 .3 .2 .1 

10.3.2.3 
10 .3 .5.1 

10.3.5.3 


5 


+ LelstungsmeBgerSt 
-10 ... 0 dBm 
20 ... 600 MHz 






10 .3.2.2 
10 .3 .2.5 




* HF-Millivoltmeter mit 
AbschluSkopf 


URV 5 
URV 5-Z5 


394 .8010 .02 

395 .2115 .55 




6 


+ Frequenzz&hler 
1 Hz ... 1500 MHz 
Empf indlichkeit 1 mV 






10 .3 .2 .2 

10.3.3.3 

10.3.3.4 


7 


+ NetzgerSt 
0 ... 30 V 






10.3.3.2 



* Netzger&t 



NGT 35 



191 .2019 .02 









Pos . 



+ Ger&teart, erforderl. 
Daten 

* Empfohlenes R8cS-GerS.t 



+ NF-Generator 
1 Hz ... 10 kHz 

* Generator 



+ Digitalmultimeter 
0 ... 30 V 

* Digitalmultimeter 



+ AbschluBwiderstand 2x 
50 a 

* AbschluBwiderstand 



+ Gleichstromtrennung 
* Gleichstromtrennung 



+ Rechteck/Puls-Generator 



* Function Generator 



+ MeBmischer 



UDL 33 



z .B . 

MD 108 



Bestell-Nr. 



336 .3019 .02 



272 .4510 .50 



708 .9026 .00 



377 .2100 .02 



Anwendg , 
Abschn. 



10 .3 .5 .2 



10.3.1.* 

10.3.5 



10 .3 .2 .5 

10 . 3 . 3.2 



10 .3.11 
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Fehlersuchanleltun; 



Zur Emittlung elnes schadhaften Bauteils wlrd empfohlen, mlt 
Hllfe der unter 10.2.1 ... 10.2.5 folgenden systematlschen An- 
weisungen den Fehler durch ttberprtlfen der angegebenen Sollwerte 
elnzukrelsen. 



10.2.1. Fehlersuchdlagramm Tuner 

Voraussetzungen zur Fehlersuche: 

- der Tuner 1st im Empf&nger adaptiert, 

- die Betrlebsspannungen sind vorhanden. 
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10 . 2.2 



Fehlersuehdiagramm ZF-Tell 



Voraussetzungen zur Fehlersuche: 

- das ZF-Tell 1st im Empf finger adaptiert, 

- die Betrlebsspannungen sind vorhanden. 



NF-Ausgang (AM) gemSB 
10.3.2.1 Punkt 1 
prdfen 




JA 


NF-Ausgang (FM) gemfiB 






priifen 









Betrlebsspannung am 
Me&punkt 7 iiberprvlfen 



6 




d> 



NF-Signal (f - 1 kHz, 
Uf^F = 10 raVss) am WeB- I 
punkt 1 elnspeisen. Ami 
MeB punkt 3 mit dem Os- | 
zllloskop das NF-Si- 
gnal iiberpriifen 




n6o 








A72 


schadhaft 



© 
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Fortsetzung Fehlersuehdiagramm ZF-Teil 



U = 5 ± 0,05 v 



A71 schadhaft 









Nach dem Auswechseln 
von Bauteilen die 
Betriebsspannung mlt 
dem Potentiometer auf 
5 ± 0,05 V abglelchen 



128-MHz-Oszillator ge- 
mSS 10.3*2.2 priifen 



B80 , V80, Oder N80 
schadhaft 



Ausgangsslgnal des 
11 ,7-MHz-0szillators 
am MeBpunkt 9 (iber- 
prQfen 



U ca. H Vgs 



B50 Oder V50 
schadhaft 
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X 













Fortsetzung Fehlersuchdiagramm ZF-Teil 
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Voraussetzung zur Fehlersuche: 



- Der Synthesizer 1st im EmpfSnger adaptiert. 

- Die Bet riebsspannungen sind vorhanden. 
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Fortsetzung Fehlersuchdiagramm Synthesizer 
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10.2.4 Fehlersuchdlagramm Bedlengru; 

Voraussetzungen zur Fehlersuche: 

- die Bediengruppe 1st 1m Empf anger adapt lert, 

- die Versorgungsspannungen slnd vorhanden. 
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3 




















Frequenzelnstellung 
> 500 MHz vornehmen. 
CS-Signal am AnschluB 
12 von D304 ilberprilfen 














Fortsetzung Fehlersuchdlagramm Bediengruppe 
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Fortsetzung Fehlersuchdiagramm Bediengruppe 
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Voraussetzungen zur Pehlersuche : 

- die Verstimmplatte 1st im EmpfS.nger adaptiert, 

- die Versorgungsspannung ist vorhanden. 
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Fortsetzung Fehlersuchdiagramm Verstimmplatte 
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10.3 Elektrlsche Priifung und Abglelch der Baugruppen 

Piir die elektrlsche Priifung und den Abglelch der Baugruppen ent- 
hM.lt das Service-Handbuch folgende Hilfsmlttel: 

Punktionsbeschreibungen (Kapitel 9) 
StromlaufplM.ne 
Schaltte lllis ten 
Bestiickungszelchnungen 

Die StromlaufplM.ne enthalten die Identnummern der ebenfalls lm 
Anhang beflndlichen Bestiickungszelchnungen, auf denen die Lage 
der Bauelemente und der Verlauf der Leiterbahnen zu erkennen 
sind. Die folgenden Abschnitte enthalten alle Angaben fur die 
elektrlsche Priifung und den Abglelch der einzelnen Baugruppen. 
Die Priifung der Datenblatt-Eigenschaf ten des GerMts wird gemS.B 
Kapitel 6 durchgef iihrt . 



10 . 3 . 1 » Tuner 

Bei den folgenden Messungen und Abgleicharbeiten muB der Tuner im 
Empf&nger EB 100 adaptiert sein. 



10.3.1.1 Priifung der Gesamtverstarkung 

Den MeBsender uber die Gleichstromtrennung mit einem Ausgangs- 
pegel von -60 dBm an die Buchse X66 und den Frequenzanalysator an 
die Buchse X64 anschlieBen. 



Am EB 100 und am MeBsender nacheinander folgende Prequenzen ein- 
stellen und die VerstM.rkung bei 629,3 MHz bzw. 117,3 MHz messen: 



Sollwerte: f E (MHz) 
(X66 ) 



f Z p(MHz) VerstSrkung 

(X64) 



20 — 
1 0 0 
200 
300 
400 

499.999 
500 
600 
700 
800 
900 

999.999 _l 



629,3 



117,3 




dB 

dB 




dB 

dB 
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10.3.1.2 Prtifung des 40-dB-D&mpfungsglleds 

Den MeBsender Uber die Gleichstromt rennung mit einem Ausgangspe- 
gel von -60 dBm an die Buchse X66 anschlieBen. 

Das Kabel Wll am AnschluB 8 des 40-dB-DSmpfungsglieds ab- und das 
PrUfkabel fiir den Frequenzanalysator anldten. Am MeBsender f=200 
MHz einstellen und am EB 100 den Schalter fiir das D&mpfungsglied 
von der Stellung 0 dB in die Stellung -40 dB schalten. 

Die Anzeige am Frequenzanalysator muB sich urn 40 dB verringern. 
Das Kabel Wll wieder anloten. 

10.3.1.3 Priifung des 1. VHF-/UHF-Verst&rkers und des 
1000-MHz-Tlef passes 

Das Kabel W62 vom AnschluS 5 des PIN-Dioden-Schalters D60 ablo- 
ten und mit dem Prufkabel verbinden. Verbindung vom 1000-MHz- 
TiefpaB zum Mischer auftrennen und zweites Prufkabel anloten. 
WobbelmeBgerUt an die Prufkabel anschlieBen und im Bereich 
20 ... 1300 MHz wobbeln lassen. 

Sollwerte: Verstfirkung 10 ±3 dB 

DUmpfung bei 1250 MHz >, 15 dB 

Mit den Trimmern C70 und C71 die DurchlaBkurve des 1000-MHz-Tief- 
passes so einstellen, daB bei 1000 MHz die Kurve noch nicht ab- 

failt. 

Prufkabel abldten und die ursprunglichen Verbindungen wiederher- 
stellen. 



10.3.1.4 Priifung des 1. Mischers 



Signalweg am AnschluB X des Mischers N80 auftrennen und Prufkabel 
anloten. 

Den MeBsender uber die Gleichstromtrennung an die Buchse X66 mit 
einem Ausgangspegel von -60 dBm und ans Prufkabel den Frequenzana- 



lysator anschlieBen. 

Mehrere Frequenzen im Bereich 20 ... 499,999 MHz am MeBsender und 



am EB 100 einstellen. 

Mit dem Frequenzanalysator 
messen. 

Sollwert der VerstSrkung : 



das Mischprodukt bei f = 629,3 MHz 



+4 dB 
-2 dB 
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Mehrere Frequenzen im Bereich 500 ... 999,999 MHz am MeBsender 
und am EB 100 einstellen. 

Mlt dem Frequenzanalysator das Mischprodukt bel f = 117,3 MHz. 
messen. 

„ +7 dB 

Sollwert der Verstarkung: ^ -4 dB 

Priifkabel abloten und die ursprtingliche Verbindung wiederher- 
stellen. 



10.3.1.5 Priifung des 2. VHF-/UHF-Verstarkers 

Slgnalweg vor dem Kondensator C93 auftrennen und Priifkabel an- 
16ten. 

WobbelmeBgerat ans Priifkabel und an die Buchse X64 anschlieBen 
und im Bereich 100 ... 130 MHz wobbeln lassen. Am EB 100 eine 
Frequenz im Bereich 500 ... 999,999 MHz einstellen. 

Sollwert der Verstfirkung bei 117,3 MHz: 6 ... 9 dB 

Symmetrische Filterkuppe des 117 ,3-MHz-Bandpasses evtl. gemfiB 
10.3.1.12 abgleichen. 

Priifkabel abldten und ursprtingliche Verbindung wiederherstellen. 



10.3.1-6 Priifung des Eingangsslgnalwegs ftir f = > 500 MHz 

Das Kabel W62 vom AnschluB 5 des PIN-Dioden-Schalters D60 ab- und 
daftir Priifkabel anloten. 

WobbelmeBgerat iiber die Gleichstromtrennung an die Buchse X66 und 
ans Priifkabel anschlieBen und im Bereich 500 ... 1000 MHz wobbeln 
lassen. 

Am EB 100 nachelnander Frequenzen von 500 ... 999,999 MHz in 
50-MHz-Schritten einstellen und die Verstarkung bei der einge- 
stellten Frequenz messen. 

Sollwert: 3 ±4 dB 

Zum Abgleich des mitlaufenden Filters die Verst&rkung in der Ein- 
stellung 999,999 MHz mit dem Potentiometer R2 auf Maximum 
trimmen. 

Priifkabel abldten und urspriingliche Verbindung wiederherstellen. 
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10.3.1.7 Priifung des UHF-VerstS.rkers 



Den Innenleiter des Kabels W40 von der Spule L51 abldten und mit 
deni Innenleiter des Priifkabels verbinden. ( AuBenleiter des Priif— 
kabels an die Schirmwand loten) . 

Am EB 100 eine Frequenz im Bereich 500 ... 999,999 MHz einstellen 
und den Schalter fur das 40-dB-Dampfungsglied in Stellung 0 dB 
schalten. 

WobbelmeSgerfit iiber die Gleichstromtrennung an die Buchse X66 und 
ans Priifkabel anschlieften und im Bereich 500 ... 999 *999 MHz wob- 
beln lassen. 

Sollwerte: Verst&rkung bei 500 MHz 11 ±2 dB 

Verst&rkung bei 1000 MHz 2 ±2 dB 

Priifkabel abloten und urspriingliche Verbindung wiederherstellen. 



10.3.1.8 Priifung des Elngangssignalwegs fiir f < 500 MHz 

Innenleiter des Kabels W62 vom AnschluS 5 des PIN-Dioden-Schal- 
ters D60 ab- und dafiir Priifkabel anldten. 

WobbelmeSgerSt iiber die Gleichstromtrennung an die Buchse X66 und 
ans Priifkabel anschlieBen und im Bereich 10 ... 600 MHz wobbeln 
lassen. 

Am EB 100 den Schalter fur das 40-dB-Dampfungsglied in Stellung 
0 dB schalten und nacheinander. je eine Frequenz aus den Bereichen 
20 ... 107,999 MHz, 108 ... 219,999 und 220 ... 499,999 MHz ein- 
stellen und die DurchlaBd&mpfung messen. 

Sollwerte: -4 ±1 dB 

Das Filter fiir den Bereich 108 ... 219,999 MHz kann durch Ver- 
biegen der Luftspulen L20 ... L23 und L25 abgeglichen werden, 
wobei L22 haupts&chlich fur die Bandbreite zustSndig 1st. Die 
Luftspulen L20, L21 und L25 bestimmen die DurchlaBgrenzen und die 
Welligkeit . 

Sollwert der D&npfung bei 60 MHz: -35 ±5 dB 

Sollwert der D&npfung bei 300 MHz: -35 ±5 dB 

Die ZF-Falle mit dem Trimmer C27 auf 629,3 ±1 MHz abgleichen. 

Das Filter fur den Bereich 220 ... 499,999 MHz kann durch Verbie- 
gen der Luftspulen L30 ... L33 und L35 abgeglichen werden. 
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Sollwert der DUmpfung bei 125 MHz: -35 ±10 dB 

Sollwert der DUmpfung bei 550 MHz: -15 ± 3 dB 

Die ZF-Falle mlt dem Trimmer C35 auf 629,3 ±1 MHz abgleichen. 



10.3.1.9 PrUfung des 2. Mlsehers und des nachfolgenden VerstUrkers 

Signalweg vor dem Kondensator C93 auftrennen und PrUfkabel 
anldten. 

Wobbe lme Bge rat ans PrUfkabel und an die Buchse X64 anschlieBen und 
1m Bereich 600 ... 650 MHz wobbeln lassen. 

Am EB 100 eine Frequenz im Bereich 20 ... 499,999 MHz einstellen. 

Sollwert der VerstSrkung bei 629,3 MHz: 5 ••• 11 dB 

Das 629 ,3-MHz-Filter evtl. gem&B 10.3.1.11 und den 117,3-MHz- 
BandpaB gemUB 10.3.1.12 abgleichen. 

PrUfkabel abloten und ursprUngliche Verbindung wiederherstellen. 



10.3.1.10 Abglelch des 650-MHz-Tiefpasses 

Signalweg zwlschen AnschluB X des Mischers N80 und dem Konden- 
sator C 89 auftrennen. 

Am Kondensator C 89 PrUfkabel anloten. 

Kondensator C93 ausloten und PrUfkabel an die Verbindung zwischen 
der Spule L91 und dem Kondensator C92 anlbten. 

Wobbe lme Bge rUt an die PrUfkabel anschlieBen und im Bereich 
20 ... 1000 MHz wobbeln lassen. 

Durch Verbiegen der Spulen L90 und L91 den DurchlaBbereich so ab- 
gleichen, daB bei 630 MHz die Kurve noch nicht abfUllt. 

Sollwert der DurchgangsdUmpfung 

bei 117,3 MHz: 1 ±0,5 dB 

Sollwert der DurchgangsdUmpfung 

bei 629,3 MHz: 1 ±0,5 dB 

PrUfkabel ablUten und ursprUngliche Verbindungen wiederher- 
stellen. 
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10.3.1.11 Abglelch des 629 ,3-MHz-Bandpasses 

Die Kondensatoren C100 und C101 aus- und dafiir zwei Priifkabel 
anloten. 

WobbelmeBgerSt an die Priifkabel anschliefien und im Bereich 
500 ... 700 MHz wobbeln lassen. 

Mit den Trimmern C103 und C104 die Mittenf requenz auf 629,3 MHz 
abgleichen. Im DurchlaBbereich muB eine symmetrische Pilterkuppe 
entstehen. 

Durch Verbiegen den Abstand zwischen den Spulen L100, L101 und 
der Leiterplatte Sndern und damit die 3-hB-Filterbandbreite auf 



5,8 MHz einstellen. 

Sollwerte: Mittenf requenz 629,3 MHz 

3-dB-Bandbreite 5,8 MHz ±10 % 

„ +0.5 dB 

DurchgangsdSmpfung ..... 4 



DSmpfung bei 700 MHz ... > 40 dB 

Priifkabel abloten und urspriingliehe Verbindungen wiederherstellen. 



10.3.1.12 Abglelch des 117 ,3-MHz-Bandpasses 

Den Innenleiter des Kabels W90 vom AnschluB 8 des PIN-Dioden- 
Schalters D100 ab- und dafiir Priifkabel anloten. 

WobbelmeBgerSt am Priifkabel und Buchse X64 anschlleBen und im Be- 
reich 100 ... 130 MHz wobbeln lassen. 

Am EB 100 eine Frequenz im Bereich 500 ... 999,999 MHz ein- 
stellen. 

Mittels der Spulenkerne von L112, L114 und L115 die Mittenf re- 
quenz auf 117,3 MHz abgleichen. Im DurchlaBbereich muB eine sym- 



metrische Filterkuppe entstehen. 

Sollwerte: Mittenf requenz 117,3 MHz ±20 kHz 

3-dB-Bandbreite 2 MHz ±15 % 

^ +0.5 dB 

DurchgangsdSmpfung 7 



DSmpfung bei 128 MHz ... >45 dB 
DSmpfung bei 138 MHz ... > 50 dB 

Priifkabel abldten und urspriingliche Verbindungen wiederherstellen. 
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10 . 3.2 



ZF-Teil 



Bel den folgenden Messungen und Abgleieharbeiten muB das ZF-Teil 
im EmpfSnger EB 100 adaptiert sein. 



10.3.2.1 Gesamtprtifung des ZF-Tells 

1) MeBsender an Buchse X74 anschlieBen und folgende Einstellungen 
vornehmen: 

f = 117,3 MHz mit einem Pegel von 40 dByV (-67 dBm). 

AM mit f mod = 1 kHz und m = 0,5 

Am EB 100 die ZF-Bandbreite auf 150 kHz einstellen. 

Mit dem Oszilloskop am MeBpunkt 3 das NF-Signal messen. 

Sollwerte: f = 1 kHz mit einem Pegel von 150 mV ss ±3 dB 

Zum Abgleich des NF-Signals den Ausgangspegel des MeBsenders 
auf 10 dB yV (-97 dBm) verringern. 

Mit dem Oszilloskop am AnschluB 15 von N40 das NF-Signal und 
mit dem Voltmeter am AnschluB 16 von N40 die ZF-Regelspannung 
messen. 

Mit der Spule L4l auf maximalen NF-Pegel und minimale ZF-Regel- 
spannung abglelchen. 

Sollwerte: Ufjp = 20 mV ss ±5 mV 

u Reg. = 2,3 V 



2) Den MeBsender auf FM umschalten und Ausgangspegel wieder auf 
40 dBuV (-67 dBm) erhdhen. 

Den Hub am MeBsender und die ZF-Bandbreite des EB 100 gemfiB 
nachf olgender Tabelle einstellen. 

Mit dem Oszilloskop am MeBpunkt 2 das NF-Signal messen. 



Sollwerte : 



Hub 


i ZF-Bandbreite 


NF-Spannung 


22 kHz 


150 


kHz 1 


300 ITlVgg 


6 kHz 


! 15 


kHz i 


200 mV g g 


2,2 kHz 


I 7,5 


kHz 


150 mV ss 



Zum Abgleich des FM-Dlskriminators den Hub am MeBsender auf 
40 kHz und die ZF-Bandbreite auf 150 kHz einstellen. 
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Oszilloskop an Mefipunkt 1 anschliefien und mit der Spule L6l 
das NP-Signal auf eine optimale Sinuskurve abgleichen. 

Das NP-Signal 1st einer Gleichspannung von 3,5 V uberlagert. 



10.3.2.2 Prufung des 128-MHz-Oszlllators 

¥ 

Leistungsmesser an die Buchse X71 anschliefien und den Ausgangs- 
pegel messen. 



Sollwert : 



-2 dBm 
+ 1 dBm 



Frequenzmesser an die Buchse X71 anschliefien und Frequenz des 
Oszillatorsignals messen. 

Sollwert: 128 MHz ±100 Hz 

Die Frequenz wird mit dem Trimmer im Oszillator B80 auf den 
Sollwert eingestellt. 



10.3.2.3 Prufung des Signalwegs 

1) Den Kondensator C4l ausloten und uber einen Koppelkondensator 
(C = 1 nF) mit dem Mefisender ein mit 1 kHz und m = 50 % ampli- 
tudenmoduliertes ZF-Signal von 10,7 MHz mit einem Pegel von 

40 dBjiV (-67 dBm) einspeisen. Mit dem Oszilloskop am Mefi- 
punkt 3 uberprufen, ob ein NF-Signal vorhanden ist. 

Sollwert: U NF = 150 mV ss ±3 dB 

2) Den Kondensator C42 ausloten und iiber einen Koppelkondensator 
(C = 1 nF) mit dem Mefisender (gleiche Einstellung wie unter 1)) 
ein ZF-Signal am Anschlufi 18 von N40 einspeisen. 

Mit dem Oszilloskop am Mefipunkt 3 uberprufen, ob ein NF-Signal 
vorhanden ist. 

Sollwert: U^p = 150 mY ss ±3 dB 

Kondensatoren C4l und C42 wieder einloten. 



\ 

l 
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3) Mit dem Mefisender ein NP-Signal von 1 kHz mit einem Pegel von 
10 mV ss am AnschluB 15 von N40 einspeisen. 

Mit dem Oszilloskop am Mefipunkt 3 iiberpriifen, ob das NF-Signal 
vorhanden 1st. 



10.3.2.4 Prufung der Ausgangs- und Steuerslgnale 

1) Frequenzablage 

MeBsender an die Buchse X74 anschlieBen und f = 117 ,3 MHz mit 
einem Pegel von 40 dBuV einspeisen. 

Am Stecker X77 *B8 mit dem Voltmeter den Logikpegel messen. 
Sollwert: L-Pegel (0 ... IV) 

Zum Abgleich des Pensterdiskriminators bei f = 117 ,3 MHz mit 
dem Potentiometer R13 den L-Pegel (0 ... IV) am Stecker X77 «B8 
einstellen. 

Den MeBsender in 100-Hz-Sehritten von der Sollfrequenz ver- 
stimmen, bis das Signal am Stecker X77 .B8 auf H-Pegel 
(3,5 ... 5 V) schaltet. 

Sollwert: Schaltpunkte < ±1,5 kHz von fpiitte 

2) Signalpegel (0 ... 80 dB) 

Mit dem MeBsender f = 117,3 MHz mit einem Pegel von 10 dBuV 
(-97 dBm) in die Buchse X74 einspeisen. 

Spannung am Stecker X77 .B4 messen. 

Sollwert: U = 0,47 V 

Eingangspegel auf 80 dByV (-27 dBm) erhdhen und Spannung am 
Stecker X77 .B4 messen. 

Sollwert: U = 3,50 V 

Der Abgleich auf die Sollwerte erfolgt mit dem Potentiometer 
R101 . Bei einem Eingangspegel von 40 dByV (-67 dBm) mit dem 
Potentiometer R101 eine Ausgangs spannung von 1,85 V einstel- 
len. Die Sollwerte bei 10 dByV und 80 dByV sind zu iiberpriifen. 
1st die Pegelkennlinie der ersten 20 dB zu flach, kann dies 
mit dem Potentiometer R37 ausgeglichen werden. Dieser Abgleich 
1st mehrmals zu wiederholen. 
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Bandbreitenschalter auf 150 kHz "Puls” stellen und obrige Mes- 
sung wlederholen. Beim ErhShen des Elngangspegels folgt die 
Skalenspannung rasch dem elngstellten Wert, belm Verringern 
des Elngangspegels (z.B. -10 dB) sinkt die Skalenspannung 
langsam auf den Sollwert ab. 

3) Pegelaustastung 

Bandbreitenschalter auf 150 kHz stellen, einen Eingangspegel 
von 50 dBpV einspeisen und an Stecker X77 .B4 Skalenpegel (ca. 
2,3 V) messen. 

Low-Pegel = 0 V an Stecker X77 .A2 . Der Skalenpegel bricht auf 
0 V zusammen. 

Hlgh-Pegel = 5 V an Stecker X77«A2. Der Soll-Skalenpegel wlrd 
angezelgt. 

4) AFC-Freigabe (ENAPC) 

Mlt dem MeBsender f = 117 ,3 MHz mit einem Pegel von 10 dBuV In 
die Buchse X74 einspeisen. 

Spannung am Stecker X77 .A4 messen. 

Sollwert : L-Pegel (0 ... IV) 

Zum Abglelch auf den Sollwert mlt dem Potentiometer R30 bel 
einem Eingangspegel von 10 dByV (-97 dBm) den L-Pegel 
(0 ... IV) am Stecker X77 *A4 elnstellen. 



10.3.2.5 Priifung der Oszillatorreferenzsignale 

Buchsen X71 und X72 mlt 50 a abschlieBen. Lelstungsmesser an 
Buchse X73 anschlleBen und Ausgangspegel bel 512 MHz messen. 

Sollwerte: _ . +2 dB 

Ausgangsleistung 5 dBm 

-1 dB 

Nebenwellenabstand < 75 dB 

Zum Abglelch mit den Trimmern C100 ... C102 die Ausgangsleistung 
auf Maximum elnstellen. 



10.3.3 Synthesizer 



Bel den folgenden Messungen 
EB 100 adaptiert seln. 



muB der Synthesizer im Empf&nger 
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10.3.3.1 Prttfung des Oszlllatorslgnals ‘ 



EB 100 auf 500,000 MHz einstellen. 

Mlt dem Frequenzanalysator an der Buchse X55 Frequenz und Pegel 
des Ausgangssignals messen. 

Sollwert : f = 617,3 MHz mlt -4 ±3 dBm 



10.3.3.2 Prtifung des Oszlllators und des 512-MHz-Mlschers 

1) Steckbriicke X5 abziehen. 

Abstlmmspannungszuf iihrung zum Oszillator vom Lotpunkt 7 ab- 
16ten. 

Netzger&t 0 ... 25 V am Lotpunkt 7 anschlieBen und Abstimm- 
spannung einspelsen. 

Mlt dem Frequenzanalysator an der Buchse X55 Frequenz und 
Pegel des Ausgangssignals messen. 

Sollwerte : 2,5 ±0,3 V > f = 617 MHz, -4 ±3 dBm 

23 ±0,5 V + f = 1129 MHz, -4 ±3 dBm 



2) Buchse X55 mlt 50 n abschlleBen. 

Durch Ver&nder n der Abstlmmspannung (2,5 . .. 23 V) den Oszil- 
lator liber den gesamten Frequenzberelch durchstimmen und dabel 
mlt dem Frequenzanalysator am Stecker X 5 .2 das Mlschprodukt 
messen (105 ... 617 MHz). 



Sollwert : 



+4 dBm 
-5 dBm 



3) Steckbriicke X4 abziehen. 

Durch Vercindern der Abstlmmspannung (2,5 ••• 23 V) den Oszil- 
lator liber den gesamten Frequenzberelch durchstimmen. 

Mlt dem Frequenzanalysator dabel Frequenz und Pegel des 0s- 
zillatorsignals messen. 



Sollwert : 



+2 dBm 
-4 dBm 



Netzgerfit vom Ldtpunkt 7 abklemmen und Abstlmmspannungszuf uh- 
rung wieder anldten. 

Steckbriicken X4 und X5 wieder aufstecken. 
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10.3»3»3 Priifung der Tellerkette 



1) Steckbriicke X5 abziehen. 

Widerstand R48 iiberbriicken, damit die Frequenzanzeige ver&n- 
dert werden kann. 

EB 100 auf 500.000 MHz einstellen. 

Uber einen Trennkondensator von C = 1 nP am Stecker X5 .3 nilt dem 
MeBsender f = 105,300 MHz mit einem Pegel von 0 dBm einspeisen. 
Mlt dem Frequenzz Shier am MeBpunkt 5 die Frequenz messen. 

Sollwert: f = 500 Hz 

2) Mlt dem FrequenzzShler am Stecker X6 die Frequenz messen. 

Sollwert: f = 52,650 MHz 

Steckbriicke X5 wieder aufstecken. 

10.3.3.4 Priifung der Referenzf requenzerzeugung 

Mlt dem Frequenzz&hler am MeBpunkt 4 die Frequenz messen. 

Sollwert: f = 3,2 MHz 



10.3.4 Bedlengruppe 

Bel den folgenden Messungen muB die Bedlengruppe im EmpfS.nger 
EB 100 adaptlert seln. 



10.3.4.1 Priifung des Systemtakts 

Mit dem Oszilloskop das Taktslgnal an den Anschliissen 2 und 3 der 
CPU D301 messen. 

Sollwert: f = 6 MHz 



10.3.4.2 Priifung der Lese- und Schreibslgnale 

Mlt dem Oszilloskop iiberpriifen, ob die Signale WR (AnschluB 21) 
und RD (AnschluB 20) von D306 aktiviert werden. 

Sollwerte : Low-Pegel beim Zugriff auf Speicher Oder 

externe Schaltungen 
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10.3.5 Verstlmmplatte 

Bel den folgenden Messungen mufi die Verstlmmplatte lm EmpfSnger 
EB 100 adaptlert seln. 



10.3.5.1 Prtifung der Abstlmmlmpulserzeugung 

Schalter S2 In Stellung n +r schalten. 

Abstimmknopf lm Uhrzelgerslnn drehen. 

Mlt dem Oszllloskop die Ausgangssignale an den Steckern X47 .8 
( IRQTUN ) , X47.7 (DOWN) und X47 .6 (UP) messen. 

Sollwerte: X47.8 Impulsfolge, Prequenz abhtingig von der 

Drehgeschwlndlgkeit 
X47 .7 L-Pegel 

X47 .6 Impulsfolge, Prequenz abhtingig von der 
Drehgeschwlndlgkeit 



10.3.5.2 Prilfung des NF-Verst&rkers 

Kondensator C12 ausloten und tiber einen Koppelkondensator 
(C = 2,2 uF) mlt dem NF-Generator eln NF-Slgnal mlt f = 1 kHz und 
elnem Pegel von 150 mV ss am AnschluB 1 von N1 elnspelsen. 
Schwellwert regie r an der Frontplatte des Empftingers auf Llnksan- 
schlag drehen. 

Das 1- kHz-Slgnal muB lm Lautsprecher hbrbar seln. 

Kondensator C12 wleder einlbten. 



10.3.5.3 Prtifung des Pegeltongenerators 
Wlderstand R26 ausloten. 

NetzgerSt tiber den Wlderstand R27 anschlieBen und Spannung von 
0,1 ... 3,5 V varileren. 

Mlt dem Oszllloskop das Ausgangs signal am MeBpunkt 5 tiberprtifen. 
Sollwert : f = 200 Hz ... 1 kHz bel elnem Pegel von 150 mV ss . 

Wlderstand R26 wleder elnldten. 
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5 



Maintenance 



5.1 Electrical Maintenance 

The overall design concept of the unit is such that it requires 
only a minimum of electrical maintenance. 

The periodic maintenance of switching contacts is superfluous due 
to the use of highly selected and tested switches and pushbuttons. 



5.2 Mechanical Maintenance 

Mechanical maintenance is limited to a minimum owing to the al- 
most complete absence of moving parts. 

The front panel of the unit is to be cleaned occasionally 
(depending on the degree of contamination by means of a soft 
cloth soaked in soap water. It must be remembered to clean the 
front panel only with a moist cloth (not wet!)) to prevent soap 
suds from penetrating the unit. 



5«3 Storage 

The unit may be stored in a temperature range of -40 to +85 °C. 

The built-in battery must be removed in compliance with section 
2.6 of the operating manual if the unit should be stored longer 
than 1 month. In order to minimize damage to the receiver, it 
must be wrapped in plastic sheet or wax paper. 

The unit must be dried out for several hours at an ambient tempe- 
rature ranging from +50 to +70 °C prior to switch-on should it 
have become moist despite having been wrapped thoroughly. 
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6 



Performance Test 



6.1 Preliminary Remarks 

The test set-up according to Pig. 11-1 is used for most of the 
performance tests (unless stated otherwise), the unit settings 
being as follows: 

Signal generator 

AM modulated (m = 0.5) or PM modulated (f = 150 MHz), modu- 
lated with a deviation of 6 kHz, f m0 d = 1 kHz. 

Receiver EB 100 

f = 150 MHz, IP bandwidth 15 kHz, AP MOD, attenuator = 0 dB, 
threshold = -10 dBpV, APC off. 



SM EB 100 



R 50174 - 6 



ROHDE&SCHWARZ 



6.2 



Required Measuring Equipment and Accessories 



Item| + Type of unit, 

j required specifications 

1 

I * Recommended R8cS unit 


Type | Order No. | Appli- 

j | cation 

! i 


1 


+ RF signal generator 
20 to 1760 MHz 
AM/PM can be modulated 
0 to 80 dBuV 
(-107 to -27 dBm) 

* Signal Generator 


1 ! 6.8 

1 I 6.9 

1 | 6.11 

| j . . . . 

| | 6.14 

| | 6.16 

SMG | 801 .0001 .52 | 

i | 6.18 


2 


+ AP voltmeter with 

CCITT weighting filter 
10 Hz to 100 kHz 

* Modulation Analyzer 


UPA 


| 6 .12 
| 6.17 

| 6.18 

1 

372.0010 .02 | 

I 


3 


+ Digital voltmeter 
0 to 30 V DC 

* Digital Multimeter 


UDL 33 i 


i 

| 6.8 
1 6.9 

| 6.11 

388 .8011 .02 | 6.12 
I 6.17 

J 


4 


+ Oscilloscope 
DC to 30 MHz 
sensitivity 1 mV 

* Oszilloscope 


BOP 


. 

374 .0020 .02 


6.12 


5 


+ Selective voltmeter 
600 to 1130 MHz 
-10 to +40 dBuV 

* Test Receiver 


ESV 


342 .4020 .53 


6.15 




6 


+ Resistor 4 ... 4.7 n 

0.5 w 






6 .17 


7 


+ Squarewave/puls 
generator 

* Function generator 


APG 


377 .2100 .02 


6 .20 
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Item | + Type of unit, 

required specifications 

* Recommended R&S unit 



Type 



Order No. 



Appli- 

cation 



+ Test mixer 



e.g. 

MD 108 



6 .20 



+ SWR Bridge 
* SWR Bridge 



ZRB 2 



373 .9017 .53 



6.9 



6 .3 Checking the Fuses FI and F2 

The receiver EB 100 is protected against overcurrent by two fuses 
(black plastic housing) . 

Fuse FI (1 A semi time-lag type) protects the internal receiver 
circuit . 

Fuse F2 (2.5 A time-lag type) protects the charging current 
circuit of the built-in battery. 



6.3.1 Changing the Fuses FI and F2 

The two fuses are located to left and right of the on/of f-switch 
SI on the tuning unit. The top and bottom cover must be removed 
(as described in section 8, preliminaries) to permit changing of 
the fuses. The faulty fuse can be removed from its holder and be 
replaced using the fuse tongs (691.0362) contained in the service 
box . 



6 . 4 Battery Check 

Switch on receiver and press pushbutton TEST. The pointer of the 
level meter should be within the green range. 



6.5 Illumination 

yiv 

Switch on receiver and press pushbutton . 

* i ' 

the LCD display are illuminated. 



The level meter and 
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6.6 



Checking Operation by means of the Keypad 



(See operating manual, section 2) 

6 .7 Tuning Knob 

Perform several frequency settings using the tuning knob located 
on the side of the receiver. The step size Af depends on the 
IP bandwidth B set on the receiver. 

a) Af = 1 kHz at B = 7.5 and 15 kHz 

b) Af = 10 kHz at B = 150 kHz 

c) Af = 10 kHz at B = 150 kHz (Pulse) 

Check function of locking switch: 

ii r corresponds to locked state, i.e. actuation of the tuning 
knob has no bearing on the frequency setting of the receiver. 



6.8 Function of Carrier Squelch 

(For test set-up, see Fig. 11-1) 

- Set the level threshold of receiver to 20 dBuV. 

- Apply modulated RF signal at 150 MHz. 

- The squelch switching point should be audible when changing 
the level threshold at a generator level of 20 dBuV (-87 dBm) 
±5 dB. 

- Check also the squelch switching point at the male connector 
X4 .5 as TTL level change . 



6 .9 Checking the IF Filter 

(For test set-up, see Fig. 11-1) 

a_)_ 3- dB_ bandwidth of_the filter 7.5 kHz_and_15_kHz 

- Apply unmodulated RF signal at 150 MHz and 40 dBuV (-67 dBm). 

- Measure and note DC voltage at male connector X4.3* 

- Increase RF level of signal generator by 3 dB and detune the 
signal generator frequency to both sides until noted DC voltage 
is obtained again. 

- The minimum and maximum frequencies set on the signal generator 
correspond to the 3-dB bandwidth. 

< 8 > 
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» 

b) 3-dB bandwidth 150 kHz 

(For test set-up, see Fig. 11-2) 

- Set signal generator (a) to: f = 150 kHz, level 60 dBpV 
m = 0 .5 , f* mo d - ^ 

- Set signal generator (b) to: f = 149*8 MHz, level 60 dBpV, 
without modulation. 

- Set EB 100 to: f in = 150 MHz, AM, bandwidth 150 kHz. 

- Measure AF level and normalize to 0 dB. 

- Detune signal generator (b) towards to 150 kHz until the AF 
level reaches the value of -3 dB and note frequency (lower 
band limit (Bl)). 

- Set signal generator (b) to 150.2 MHz; measure AF level and 
normalize to 0 dB. 

- Detune signal generator backwards to 150 MHz until the AF level 
reaches the value of -3 dB and note frequency (upper band limit 
(Bu)) . 

- B 3 dB = ^ 

c) Selection, _ 50- dB bandwidth 

- Apply unmodulated AF signal at 150 MHz and 60 dByV (-47 dBm) . 

- Detune signal generator by ±Af until level meter on receiver 
indicates 10 dBuV (check accuracy of level meter reading using 
the signal generator, if necessary). 



d) Nominal values 

_ — _ — — — — — — 



IF bandwidth 


1 


7.5 kHz 


I 15 kHz 


! 150 kHz 


B 3dB ( kHz ) 


1 

1 

| 


6 .5 to 10 


1 

| 13 to 20 


1 

| 110 to 200 

I 


B 50dB (kHz) 


1 


< 33 


1 

1 < 66 


1 

1 < 750 



6.io 



Frequency Accurac: 



The tolerance of the temperature-stabilized crystal oscillator 
cannot be measured when the receiver is closed. See section 
10.3.2.2 in this service manual for checking the frequency 
accuracy of the receiver. 
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6.11 Checking the Signal Level Display and the Level Tone 

(For test set-up, see Fig. 11-1) 

- Apply unmodulated AF signal at 150 MHz and 40 dByV (-67 dBm) . 

- Level meter should indicate 40 dByV ±5 dB. 

- DC voltage at the male connector X4 .3 is 2.35 ±0.3 V. 

- Increase signal generator level by 40 dB and switch on attenu- 
ator -40 dB on the receiver. The level meter should indicate 
40 dBpV ±5 dB. 

- Switch on level tone on receiver and turn threshold knob. 

The pitch must vary noticeably within a ±15 dB change (lower 
scale of level meter) . 



6.12 Sensitivity 

(For test set-up, see Fig. 11-1) 

- The (S+N)/N measurements are carried out with CCITT filter on 
the male connector X5 or X4.7, the RF input signal being 0 dBuV 
(-107 dBm) and the frequencies to be set on the signal genera- 
tor and receiver are as follows: 



20 MHz, 100 MHz, 200 MHz, 300 MHz etc. ... 999-999 MHz 



- Nominal values: for AM (S+N)/N > 10 dB 

for FM ( S+N)/N > 18 dB 

- The AF output at FM should be monitored on an oscilloscope 
starting at 500 MHz so as to make it easier to obtain the 

IF centre by slightly detuning the generator frequency. If ne- 
cessary. The IF centre is indicated by an optimum sinewave dis- 
played on the oscilloscope. 






B = 15 kHz 



6.13 Measuring the Image Frequency Rejection 

(For test set-up, see Fig. 11-1) 



Be 



*i 

*i 

fs 

f IF 



f s + 2 x fj p where 

image frequency = frequency of the signal generator 
frequency to be set on the receiver 
629 -3 MHz for f s < 500 MHz or 
117-3 MHz for f~ > 500 MHz 



SM EB 100 



R 50174 - 11 



ROHDE & SCHWARZ 



Three measured values are determined per sub-range, the crite- 
rion being compliance of both signal levels at the male con- 
nector X4 .3 referred to the applied signal fj_ of f s at an 
RP input level of approx. 0 dBpV (-107 dBm) . 

Nominal values: f s < 500 MHz ... > 80 dB 

f s > 500 MHz ... > 55 dB 



6.14 IF Rejection 

(For test set-up, see Fig. 11-1) 

- Apply intermediate frequency fj P at a level of 0 dBuV (-107 dBm) 
using an RF signal generator. 

f Ip = 629 .3 MHz for f s < 500 MHz 
f ip = 117.3 MHz for f s > 500 MHz 

- Tune receiver to f Ip . The indication of 0 dBuV on the receiver 
is the reference value for the following measurements. 

- Tune receiver to a centre frequency of a sub-range. 

- Increase level of signal generator until the level meter of 
the receiver indicates the value 0 dBuV. 

- The level difference on the RF signal generator is the 
IF rejection. 

Nominal value per sub-range: 

20 to 107 .999 MHz > 90 dB 

108 to 219 *999 MHz > 80 dB 

220 to 499 .999 MHz > 68 dB 

500 to 999 *999 MHz > 100 dB 



6.15 Oscillator Re-radiation at the Antenna 

Voltage measurement at the antenna connection XI of the receiver 
using the selective voltmeter or analyzer. 

- Tune selective voltmeter to oscillator frequency f 0 of re- 
ceiver. 

f Q = 649 .3 to 1129 .299 MHz for f s = 20 to 499 *999 MHz 
f 0 = 617.3 to 1117 .299 MHz for f s = 500 to 999 .999 MHz 

- Random check of three frequencies each below and above 500 MHz. 

- Nominal value: V < 5 uV into 50 fl 
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6.16 Checking the AP Function 

(For test set-up, see Fig. 11-1) 

- Apply RF signal at a level of 40 dBuV (-67 dBm). 

- Switch on AFC on receiver. 

- When the signal generator is detuned (detune frequency 

< bandwidth/2), the indicated frequency of the receiver is 
to follow the frequency of the signal generator in steps of 
1 kHz independent of the set bandwidth. 

- The frequency indications of both units must conform within 

< ±3 kHz. 



6 .17 AF Output 

(For test set-up, see Fig. 11-1) 

- Connect dummy load of 4 to 4.7 a to the headphone connector X5 . 

- Apply RF signal at 150 MHz at a level of 60 dBuV (-47 dBm), AM 

m = 0.8. 

a) Measure frequency output, referred to 1 kHz: 

At 0.3 or 3,3 kHz 6 ±3 dB 

b) Output voltage at 1 kHz and with the volume control on the 
receiver turned to maximum: 

Vmax. >0-7V 

6.18 AF S/N Ratio at V in = 1 mV 
(For test set-up, see Fig. 11-1) 

- Apply RF signal at a level of 1 mV (-47 dBm) . 

- Measure AF S/N ratio using AF voltmeter with CCITT weighting 



at the male connector X5 or X4 .7 (BW = 150 kHz). 

Nominal values: for AM (m = 0.8) > 40 dB 

for FM (dev. = 22 kHz) > 40 dB 



6 .19 Checking the Power-Down Logic for the CPU D301 

The display must be cleared when the unit is being switched off. 
Furthermore, the pointer of the level meter must at the same time 
deflect to the left-hand end of the scale. 



SM EB 100 



R 50174 - 13 



ROHDE&SCHWARZ 




6.20 Checking the Peak Rectifier 

(For test set-up, see Fig. 11-3) 

- Set function generator to 50 vs pulse width and a repetition 
time of 1 ms . 

- Set signal generator to f = 150 MHz, level 50 dBuV. 

- Measure the smallest pulse width causes an error in indication 
of -6 dB. 

- Nominal value: pulse width <,70 vs. 



6.21 IF Output 10.7 MHz 

(For test set-up, see Fig. 11-1) 

- Set signal generator to f = 150 MHz, level 50 dBvV . 

- Measure IF level at the IF output (X20) into 50 fl using a 
selective voltmeter. 

- Nominal values: f = 10 .7 MHz, 15 dB above the antenna level. 
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Troubleshooting of Subassembl: 




In the event of a system failure it is recommended to proceed 
in compliance with the following fault tracing chart to locate 
the faulty subassembly. Subsequently, the fault must be loca- 
lized using the fault tracing chart of the corresponding sub- 
assembly . 
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Continue with in 
the fault tracing 
cha rt , tune r (10.2.1) 
or fault tracing 
chart , synthesize r 
(10.2.3) or IF part 
( 10 . 2 . 2 ) 



Continue with fault 
tracing chart, IF 
part (10.2.2) or 
tuner (10.2.1) 
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8_. Removal of Subassemblies 

(See Pigs. 11-4 and 11-5) 



Preliminary remarks 

If the synthesizer (11-4/3) or the tuner (11-4/4) is established 
as faulty at the subassembly level the course of the trouble- 
shooting of subassemblies (section 7), further tracing of the 
fault and the subsequent repair can be performed in situ. 

After removing the top cover as well as a screw (11-4/21 and 
/20), the two subassemblies can be swung out of the receiver 
such that the components and test points are accessible with 
the unit being completely operational following the opening of 
the spring lids on both sides (see also Pig. 8-1); 




Pig. 8-1 EB 100 with swung-out subassemblies 
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Preliminaries : 



a) Remove six screws (11-4/1) and take off top cover (11-4/2). 

b) Remove six screws (11-4/15) and take off bottom cover 
(11-4/14) . 



8.1 Synthesizer 

Preliminaries : see a) 

- Remove two screws (11-4/21 and /19) • 

- Undo three RP cables (Wll , W12 , W15) and female connector X57 . 

- Remove synthesizer (11-4/3) from the top of the receiver. 



8.2 Tuning Unit 

Preliminaries : see a) and b) 

- Disconnect male connector X47 (11-4/12). 

- Unsolder two battery cables (11-4/6) from the terminals on 
the tuning unit (11-4/13). 

- Remove six screws (11-4/8) and take off tuning unit. 



8.3 Tuner 



Preliminaries : see a), 8.1 and 8.2 

- Remove screw (11-4/20). 

- Extract locking ring (11-4/11) from shaft (11-4/18) and 
withdraw completely at the side of the receiver. 

- Disconnect female connector X67 • 

- Disconnect four RF cables (W13 to Wl6). 

- Remove tuner (11-4/4) from the top of the receiver. 
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8.4 



IP Section 



Preliminaries : see a), b) and 8.2 

- Remove four screws (11-4/9) . 

- Remove battery brackets (11-4/5) from rear of receiver. 

- Undo hexagonal socket screw (11-4/16) from IF bandwidth switch 
and remove control knob (11-4/17). 

- Disconnect four RP cables (Wll to Wl4) . 

- Undo two screws (11-4/10). 

- Pull out IP section (11-4/7) from rear of receiver. 



8 .5 Control Unit 



Preliminaries : see a), b) and 8.1 to 8.4 

- Remove hexagonal socket screws (11-5/9) on the AF and level 
threshold controller (11-5/10) and pull off control knobs. 

- Take off four black rubber caps (11-5/11) from the toggle 
switches of the front panel. 

- Move front panel (11-5/8) toward the front. 

- Unsolder four wires (11-5/5) from the level meter. 

- Disconnect RF cable (11-5/6). 

- Remove six screws (11-5/7) . 

- Lift PC board (11-5/4) from the front panel. 

- Remove four screws (11-5/2) and swing out PC board (11-5/3). 

- Undo four screws (11-5/1). 
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uyb./byb-uiyj 



9. 



Circuit Description 



9 .1 Tuner 

(see circuit diagram 641.8124 sheet 1 and 2) 

The RF signal coming from the antenna is routed to the tuner 20 
to 1000 MHz via female connector X66 . The RF signal is trans- 
mitted to the PIN diode switches Dll and D12 via the 40-dB atte- 
nuator Nil wich can be switched on at high field strengths. 

The diode switches route the RF signal to the input selections 
via signals R1 to R4 depending on the receive frequency and go- 
verned by the microprocessor control. The signal path runs via 
one of the bandpass filters from 20 to 108 MHz (Lll to L15 , 

Cll to C15), 108 to 220 MHz (L20 to L23 , L25 , C20 to C23 , C25) 
or 220 to 500 MHz (L30 to L34, C30 to C34) for receive frequen- 
cies below 500 MHz. An IF trap each (L26, C27 or L35, C35), all 
tuned to 629.3 MHz, is connected following the bandpass filters 
of 108 to 220 MHz and 220 to 500 MHz in order to increase the 
IF rejection. The bandpass filter L40, C40 , C41 and the following 
UHF amplifier with the transistor V46 serve as a preselection for 
receive frequencies above 500 MHz with the transistor V45 provi- 
ding the operating point stabilization of transistor V46 . 

A tracking filter comprising the coils L51 to L53 and the tuning 
diodes V50 to V55 serves for oscillators re -radiation in this 
frequency range. The filter is tuned by the tuning voltage which 
is supplied by the microprocessor control via male connector 
X67 .6 depending on the receive frequency. 

The RF signal is routed to the broadband amplifier V66 via the 
PIN diode switch D60 or D6l following preselection. The operating 
point of V66 is stabilized by transistor V65 . The broadband 
amplifier compensates the attenuation of the preceding filters 
before the RF singal is routed to the first mixer N80 via a 
1000-MHz lowpass filter made up of the coils L70 to L74 and the 
capacitors C70 and C71 • Here, the RF signal is converted to the 
first IF by means of the oscillator signal supplied by the syn- 
thesizer via female connector X65 and amplified by the amplifier 
N8l in the range 617*3 to 1129.3 MHz. Receive signals below 
500 Hz are converted into an IF of 629 *3 MHz and those above 
500 MHz into an IF of 117.3 MHz. 
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The 117 .3-MHz or 629 .3-MHz IP signals are routed to the PIN 
diode switch D91 via the subsequent 650-MHz lowpass filter and 
the VHF/UHF amplifier V96 . The 650-MHz lowpass filter is made 
up of the colls L90 and L91 as well as the capacitors C90 , C91 
and C92 . The transistor V95 serves to stabilize the operating 
point of the VHF/UHF amplifier. The IF of 117.3 MHz is con- 
veyed to PIN diode switch D100 by means of the PIN diode switch 
D91 • The IF is routed from the diode switch D100 to the IF sec- 
tion via a 117 .3-MHz filter and the female connector X64 . The 
IF filter comprises the coils L112 to Lll6 and the capacitors 
Clll to Cl 15 . 

The IF of 629 *3 MHz produced by receive frequencies below 500 MHz 
is conveyed by the PIN diode switch D91 to the 629 .3-MHz filter 
made up of the coils L100, L101, L104, L105 and the capacitors 
C103 and C104 . The frequency conversion to 117 .3 MHz is performed 
in the subsequent mixer N100 using the 512-MHz signal derived by 
the crystal oscillator in the IF section. The mixer N100 has a 
broadband termination of 50 fl formed by the coils L102, resistor 
R101 and capacitor C105 . The transistor V106 serves as an ampli- 
fier for the 117.3 MHz. Its operating point is stabilized by 
means of the transistor V105 . The transistor V107 inhibits the 
IF amplifier V106 by Interrupting the operating voltage for re- 
ceive frequencies above 500 MHz. 

Having passed the IF amplifier, the IF signal is routed to the 
PIN diode switch D100 which applies the signal to the subsequent 
117 .3-MHz filter from where It Is routed to the IF section via 
female connector X64. 



9.2 IF Section 

(See circuit diagram 708 .9503 .01 S) 

The IF signal of 117 .3 MHz coming from the tuner is routed to 
the IF section via female connector X74. From there It is routed 
to mixer N70 where the signal is converted into an IF of 10 .7 MHz 
with the 128-MHz oscillator signal. The IF signal amplified with 
the IF amplifier V70 is then routed to an IF selection consisting 
of the IF filters Z1 to Z3 . The filters have bandwidths of 
7.5 kHz, 15 kHz and 150 kHz and are switched into the signal path 
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using switches SI -A and Sl-B. The IP signal is further amplified 
by means of transistor V40 which compensates the insertion loss 
of the IP filters. Filter Z40 whose bandwith is 150 kHz is de- 
signed for postselection and determines the maximum IP bandwidth. 
The IP signal is mixed with the oscillator signal of 11 .7 MHz 
produced in the crystal oscillator V50 in the combined IP ampli- 
fier/detector N40 . Coil L41 and capacitor C46 filter the 1-MHz 
signal from the mixture products at the output of the mixer, 
terminal 8 of the IF amplifier/detector N40 and route it to the 
AM demodulator, terminal 13 of the IP amplif ier/detector N40 as' 
well as to the PM demodulator N60 . The AP signal produced in the 
AM demodulator is sent to the control unit via the AP amplifier 
A72 and the male connector X77.B3. The AP signal produced in 
the PM demodulator is routed to the AP amplifier A72 whose gain 
is adjusted according to the selected IF bandwidth by switch 
Sl-B. This AP signal, too, is routed to the control unit via 
male connector X77 .A3 . 

The operating voltage supply for the 11 .7-MHz oscillator V50, 
the combined IP amplifier/detector N40 and the PM demodulator N60 
is performed via the separate regulating circuit A77 • This pre- 
vents noise pickup via the supply voltage . 

The frequency deflection of the receive signal is monitored by 
analyzing the discriminator DC voltage using the window discrimi- 
nator N3 • A reference voltage is generated by means of the volt- 
age attenuator chain Rll to R15 corresponding to the output volt- 
age of the discriminator N60 at the centre frequency. The refer- 
ence voltage is adjusted using the potentiometer R13 • If there is 
a deflection from the centre frequency, the window discriminator 
N3 produces the signals ABL POS (positive defelction) , ABL NEG 
(negative deflection) and ABL GSW (deflection exceeding step 
size) which are routed to the microprocessor control for evalu- 
ation via male connectors X77.A8, .A7 and .B8 . 

The level indicator voltage is derived from the instantaneous log 
device and distributed for plug X77 .B4 at a level of 0 .1 - 3 .5 V 
through the operational amplifiers Nl-C and Nl-D operating as 
rectifiers. On switch position "150 kHz Pulse" of the bandwidth 
control the rectifier is working as a peak rectifier. 

This ensures that the indicator voltage is reacting for tempo- 
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rary alterations of input voltages (pulses). On switch position 
7.5 kHz, 25 kHz, and 150 kHz the level mean value will be indi- 
cated. The potentiometer R101 is for standardization of the 
level. The level blanking at search run (automatic station finder) 
is performed by OP Nl-B which triggers the PET V97 . At V70 
collector the level for IP-output 10 .7 MHz is taped, amplified 
and decoupled by N20 and feed to plug X20 . 

For generating the squelch signal which is routed to the tuning 
unit via male connector X77.A5, comparator Nl-A compares the 
level voltage to the threshold voltage set on the squelch poten- 
tiometer which is provided by male connector X77 .B7 . The squelch 
signal inhibits the AP amplifier on the tuning unit if the level 
voltage is lower than the set threshold voltage. 

The amplified level voltage is compared to the switching 
threshold set on the potentiometer R30 using comparator A73 • 

If the level voltage is above the switching threshold, the ENAFC 
signal is sent via male connector X77 .A4 enabling AFC control by 
means of the microprocessor control. Thus, the AFC control only 
responds to receive signals > -10 dBjiV. 

The temperature -stabilized crystal oscillator V80 with the 
crystal B80 which oscillates at 128 MHz serves as a reference 
oscillator supplying the mixture frequencies for the tuner, 
the synthesizer and the IF section. The oscillator signal gene- 
rated is increased to a level of +5 dBm using amplifier N80 and 
directed to the mixer N70 . The signal is routed at a level of 
-6 dBm to the synthesizer via female connector X71 where it is 
required as a reference signal. 

The 512-MHz signal required for the synthesizer and the tuner 
are derived from the 128-MHz oscillator signal by multiplica- 
tion. For this, the characteristic of the tuning diode V8l 
produces even-numbered harmonics from the 128-MHz oscillator 
signal amplified by the amplifier N8l . The resonant circuits 
L90/C100, L91/C103 and L92/C102 filter out the fourth harmonic 
of the oscillator signal from this spectrum. The level of this 
512-MHz signal is increased in the amplifier N90 to +5 dBm. The 
signal is fed to the tuner at this level via female connector 
X73 and to the synthesizer at a level of -15 dBm via female con- 
nector X72 . 

<&> 
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9 ,3 Synthesizer 

(See circuit diagram 641.8147 S) 

The PLL circuit D9 provides the tuning voltage required for the 
control of the oscillator. The 128-MHz oscillator signal provi- 
ded by the crystal oscillator in the IP section via female con- 
nector X51 serves as a reference. The level is matched to the 
attenuator DIO using the transistor Vl6 . The attenuator divides 
the 128-MHz oscillator signal by 40 and routes it to the PLL 
circuit D9 where the signal is divided by 640 so that an internal 
reference signal of 5 kHz is available for the PLL circuit. 

To obtain the required frequency, the mixer B1 mixes the 512-MHz 
signal supplied by the IP section via female connector X52 with 
the frequency of 617 .3 to 1129 .3 MHz provided by the main oscil- 
lator. Amplifier N1 matches the level of the oscillator signal 
with that of the mixer. The level of the output signal of mixer 
B1 in the range 105 *3 to 617 .3 MHz is matched in the amplifiers 
N2 and N4 with the following divider chain D2 , D3 , D4 and D8 
where the signal is divided by variable divider factors to 5 kHz 
and 500 Hz which are fed to the PLL circuit D9 as actual value 
at the terminals 1 and 2. Integrator N3 generates the tuning 
volta'ge for the main oscillator from the control voltages deri- 
ved by comparison from the reference signal and the actual value. 
The operating voltage of N3 (26 V) is generated from the +12 V 
voltage using converter U1 . 

Switchover of the programmable divider D8 is performed by the 
microprocessor control In the control unit as a function of the 
receive frequency. 



9 .4 Control Unit 

(See circuit diagram 708 .9461 .01 S sheet 1 to 3) 

The core of the control unit Is the microprocessor D301, 
type 80C39 which is an 8-bit processor with two integrated 
bidirectional I/O ports and an internal RAM having a capacity 
of 128 bytes. 

The integrated RAM together with the RAM D306 serves to store 
operational data. The operating program is stored in the 
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EPROM D305 . Selection of low-order addresses for RAM or EPROM 
from the multiplexed address/data bus is performed using latch 
D307 . As it is not possible to address the entire EPROM by means 
of the 8-bit address, the top 4 bits of the address are supplied 
when accessing via port 2 of the CPU D301 . Using the 12-bit 
address which is thus available, the lower 4 Kbyte of the EPROM 
ranging from 0000H to 0FPPH can be addressed. 

Access is made possible to the upper 4 Kbyte of the EPROM in the 
range 1000 to 1FFFH by changing the plug-in jumpers X301 to posi- 
tion 1-2 . 

Port 1 of the D301 accesses the internal strobe bus via which 
the LCD display and the data transfer to the synthesizer are 
controlled. The 3 high-order bits of port P2 of the D301 are 
directed to the l-out-of-8 decoder D302 from which the various 
CS (chip-select) signals are generated. The 4 low-order bits of 
port 2 are split up into eight bidirectional ports of 4 bits 
each by means of the I/O expanders D201 and D202 which are in- 
formed via a 4-bit control word - transmitted prior to the data - 
to which port the data are to be transferred. The PROG signal is 
used to distinguish between the control word and data; the nega- 
tive edge of the signal denotes a control word and its positive 
edge marks data. 

The evaluation of the receiver operating elements such as keypad 
in the control unit, tuning knob on the tuning unit and bandwidth 
converter in the IF section is Interrupt-controlled, i.e. an in- 
terrupt signal is generated on actuating any of the operating 
elements and transferred to the D301 . 

The key encoder D303 evaluates the key matrix. The IRKEY signal 
is activated by the key encoder D303 on pressing a pushbutton 
triggering an interrupt of the D301. For this, the D flip-flop 
D205-B stores the IRKEY signal and generates the Interrupt signal 
using the NOR gate D203 • As various operating elements can trig- 
ger an interrupt request, the state of the interrupt request 
lines is read in following activation of the interrupt signal 
via the port lines 4.1, 4.2 and 5.0 of the I/O expander D201; 
at the same time it is determined which of the operating ele- 
ments triggered the interrupt. If triggering was performed by 
the key encoder D303, the KEYACK signal is issued via port line 
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7.0 of the I/O expander D201; the signal resets the D flip-flop 
D205-B thus preparing further interrupt request. At the same 
time, the key encoder D303 is enabled via the OR gate D308; 

the encoder places the information concerning the pressed push- 
button on outputs DO to D4 of the data bus from where they are 
read into the D301 . 

The BRUACK signal is issued via port line 7 .1 of the I/O expan- 
der D201 and thus the interrupt request stored in the D flip- 
flop D205-A is reset if the bandwidth changeover switch triggered 
the interrupt. Information on the new position of the bandwidth 
changeover switch in the IP section is read in via port lines 

5.1 to 5.3 of I/O expander D201. 

On triggering the interrupt by the tuning knob on the tuning 
unit, port line 7.2 of I/O expander C201 sends out the TUNACK 
signal resetting the interrupt request. The information on the 
direction the tuning knob is turned is read in by port lines 

5.2 and 5-3 of the I/O expander D202 . 

The tuning voltage for the tracking filter in the tuner is gene- 
rated via the D/A converter D304 . It converts the 8-bit data 
word supplied by the CPU D301 via the data bus into an analog 
voltage. The following operational amplifiers N301 and N304 serve 
for level matching. The tuning voltage is adjusted using poten- 
tiometer R322 . The rest of the control signals for the tuner are 
generated by the 3-to-8 decoder D206 from the port lines 6.0 to 

6.3 of the I/O expander D202 . The corresponding read-in signal 
(port 1/D7) is supplied by D301 via pin 34. 

The astable multivibrator D107 provides the clock frequency for 
the LCD display P110. The LCD display P110 is selected by means 
of the BCD to 7-segment decoders/drivers D101 to D106 . Select 
signals are output via port lines 4.0 to 4.3 of the I/O expander 
D202 . Data are output byte-serially, i.e. data for the separate 
decades of the LCD display PI 10 are transferred one after the 
other. The enable signals for the corresponding decoder/driver 
D101 to D106 arrive from the strobe bus of the synthesizer via 
the inverting driver D112. 
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The LCD display PI 10 (e.g. in the absence of ligth) is illumi- 
nated by the lamps H102 and H103 which are switched on using 
pushbutton S120 which simultaneously switches on lamp H104 for 
illuminating meter B101 . 

The indication can be switched over using switch S119 • Signal 
level is indicated in position 2-3/8-9 and battery test is per- 
formed in position 3-4/7-8 . The voltage difference between the 
battery voltage and the derived 5-V operating voltage serves as 
a criterion for the charging state of the battery. 

Switch Sll6 generates the logic signal AFC-ON which is interro- 
gated by the microprocessor via I/O expander D201 ensuring AFC 
(in the activated state). The 40-dB attenuator is connected in 
the tuner using switch SI 21 . 

Switch Sll8 has two tasks. In position 2-3/5-6 it turns on the 
AF signal selected by switch S117 to the volume potentiometer 
Rill and the control voltage for the display range of 80 dB to 
meter B101 and in position 2-1/5-4 the level tone is switched 
through to the volume potentiometer and the control voltage for 
the extended display range or 30 dB for the level meter. 



9 .5 Tuning Unit 

(See circuit diagram 708 .9484 .01 S) 

The evaluation logic for the tuning knob, the AF amplifier for 
the loudspeaker or headphone, the level tone generator and the 
voltage stabilization for the operating voltage +5 V as well as 
the DC/DC converter for the ±12 V supply voltage. 

The tuning knob consists of two electronic switches with magnetic 
locking which operate on the Hall effect, sending out pulses on 
actuation. The following logic circuit recognizes the direction 
of rotation from the pulse sequence and sets the D flip-flops 
D4-A and D4-B. At the same time, the IRQTUN signal is generated 
triggering an interrupt in the microprocessor control of the 
control unit. The output of the IRQTUN signal can be inhibited 
by means of switch S2 preventing inadvertent change of the set 
frequency by means of the tuning knob. 
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The AP amplifier N1 serves to amplify the AF signal coming from 
the control unit. The AP amplifier is switched off by the signal 
SQLEIN which is activated when the receive level falls short of 
a set threshold value. The AP signal is reproduced via loud- 
speaker B3 if no headphone is connected to the jack plug X5 . 

If a headphone is connected, the switch integrated into the jack 
plug interrupts the signal path to the loudspeaker B5 such that 
the AP signal can only be heard via the headphone . 

The voltage-frequency converter N2 serves as a level tone gene- 
rator which generates signals of variable pitch depending on the 
indicated receive level. A control voltage which is proportional 
to the IP level in dB is generated in the IP section; this volt- 
age is routed to the voltage -frequency converter via female 
connector X47 .14 . The level tone resulting from the control volt- 
age is directed to the control unit via female connector X47 .15 
and can there be inserted into the AP signal path via a switch. 

The operating voltages of +5 V and ±12 V required in the receiver 
are generated from the 6-V battery voltage. The voltage regulator 
U1 stabilizes the +5-V operating voltage. The DC /DC converter U2 
generates the ±12-V operating voltage with the low-pass filters 
LI, C3, C4 and L2 , C6 , C7 filtering the DC current. 
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10 



Troubleshooting and Repair of Subassemblies 



10 ,1 Preliminary Remarks 

When performing HP measurements make sure to use correctly 
matched cables and connectors as well as to employ short cable 
connections . 

Among others there are MOS, MOSFET and CMOS components Integrated 
In the subassemblies. These components are extremely sensitive to 
high external voltages. Static charges may lead to very high dis- 
charge surges which could destroy these components. 

For this reason, the following minimum requirements must be 
adhered to when working near these components. If no special 
working place for CMOS is available: 

- Conductive table and floor coverings, 

- Working chair with conductive coverings, 

- Grounded metallic working top, conductive wristbands with 

a protective Impedance of > 200 kn, < 1 Mn and an insulated 
lead via a plug, 

- Soldering irons with safety grounding, 

- All conductive coverings, wristbands and working tops must be 
interconnected via insulated lines, 

- Supply voltage must be switched off during soldering. 



10.1.1 Spare Parts 

All components and subassemblies have undergone a severe quality 
control prior to assembly. 

A component found to be faulty beyond any doubt by means of 
measurements, adjustments and operational tests is only to be 
exchanged in compliance with the parts lists in the annex of 
this service manual. 

This is the only way of guaranteeing the specifications laid 
down in the operating manual, part 1. 



SM EB 100 



R 50174 - 31 



ROHDE&SCHWARZ 



Component manufacturers have been provided with special specifi- 
cations defined by R & S to ensure maximum reliability for com- 
ponents such as resistors, capacitors, diodes, transistors, inte- 
grated and highly integrated components. That is why we recommend 
to replace faulty components whenever possible, by original ones. 

When ordering spare parts, please state the following specifica- 
tions : 

type, order no. and serial no. of the unit, part no. of the parts 
list as well as designation and part no. of component. 

All these details are stated in the attached circuit diagrams, 
parts lists and parts location drawings. 

The components will be changed according to common workshop 
practice with no particular Instructions being required. 



10.1.2 Required Measuring Equipment and Accessories 

The following test equipment Is required for performing the 
measurements described in this section. Similar test equipment 
may be used provided the specifications are at least of equal 
standing . 
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Item] + Type of unit, required 


Type | Order No. 


Appli- 


j specifications 
| 


1 


cation 


1 

| * Recommended R&S unit 


1 




1 

1 | + RF signal generator 


i 


10 .3 .1 .1 


| 0.1 to 1000 MHz 




10 .3 .1 .2 


j AM/PM can be modulated 




10 .3 .1 .4 


j -97 to -27 dBm 


1 


10 .3 .2 .1 


1 


1 


10 .3 .2 .3 




t 


10.3.2.4 


| * Signal Generator 
1 


SMPD | 376 .8011 .52 

I J 


10.3.3.3 

_ 


2 j + Frequency analyzer 


1 

i 


10 .3 .1 .1 


1 0 to 1.4 GHz 


i 


10 .3 .1 .2 




1 


10 .3 .1 .4 


1 


1 


10 .3 .3 .1 


1 


1 

1 


10 .3 .3 .2 


1 

3 | + Sweep tester 


1 

1 


10 .3 .1 .3 


| 0.1 to 1300 MHz 


1 


10 .3 .1 .5 


1 


1 


10 .3 .1 .6 


| * Polyskop with 


SWOB 5 I 333 .0019 .53 


10 .3 .1 .7 


j Log. Amplifier 


SWOB 5-El| 333 .5610 .02 


10 .3 .1 .8 


1 


1 


10 .3 .1 .9 




1 


10 .3 .1 .10 


j * Scalar Network 


1 


10 .3 .1 .11 


j Analyzer 

1 


ZAS | 393 .0015 -02 

1 


10 .3 .1 .12 


1 

4 | + Oscilloscope 


1 


10.3.2.1 


j DC to 10 MHz 


1 


10 .3 .2 .3 


j Sensitivity 1 mV 




10 .3 .5 .1 


1 




10.3.5.3 


| * Oscilloscope 

L 


BOP | 374 .0020 .02 

1 




1 

5 | + Power meter 




10 .3 .2 .2 


| -10 to 0 dBm 




10 .3.2.5 


| 20 to 600 MHz 






1 

j * RP Millivoltmeter 


| 

URV 5 | 394 .8010 .02 




i with terminated unit 

1 


URV 5-Z5 | 395 .2115 .55 
1 




1 

6 | + Frequency counter 




10 .3 .2.2 


| 1 Hz to 1500 MHz 




10.3.3.3 


1 Sensitivity 1 mV 

J J 


1 


10 .3 .3 .4 


1 

7 | + Power supply unit 




10 .3 .3 .2 


j 0 to 30 V 

| 


1 




1 

i * DC Power Supply 
1 


NGT 35 1 191 .2019 .02 

1 
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Item 


+ Type of unit, required 


Type | Order No. | Appli- 




specifications 


i | cation 

1 




* Recommended R&S unit 


j 1 


8 


+ AF Generator 


| | 10.3.5.2 




1 Hz to 10 kHz 


1 1 




* Generator 


| | 

SPN | 336 .3019 .02 | 

1. 1 


9 


+ Digital multimeter 


1 | 10.3.1... 




0 to 30 V 


| | 10.3.5 

| | 




* Digital Multimeter 


UDL 33 | 1 

1 1 


10 


+ Termination 2 x 


1 1 

| | 10.3.2.5 




50 £1 


| | 10.3.3.2 

I I 




* Termination 


RNA | 272 .4510 .50 | 

1 ! 


11 


+ DC isolation 


I ! 

| | 10 . 3.11 

1 1 




* DC Isolation 

_ 


1 1 

| 708 . 9026.00 | 
1 1 


12 


+ Squarewave/puls 


1 1 
1 1 




generator 


1 I 




* Function generator 


AFG | 377 .2100 .02 | 10.3.2.4 

L L 


13 


+ Test mixer 


1 1 

e.g. 1 1 






MD 108 | | 10.3.2.4 
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10 .2 Troubleshooting 

For .determining a defective component it is recommended to loca 
lize the error by checking the nominal values using the syste- 
matic instructions given under 10.2.1 to 10.2.5. 



10.2.1 Tuner Fault Tracing Chart 
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V50 to V55 
faulty 



D6l j 
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V105 to V107 faulty 
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10 . 2.2 



IP Section Fault Tracing Chart 












Adjust operational 
voltage to 5 * 0.05 V 
using potentiometer 
following the exchange 
of components 













(continued) IF Section 
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Check oscillator In 
compliance with 
10.3.3.2, item 1 













10 . 2.4 











(continued) Control Unit fault tracing chart 




< 8 > 

ROHDE & SCHWARZ 



SM EB 100 



R 50174 - 47 
















R 5017 



9 












(continued) Tunig Unit fault tracing chart 
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10.3 



Electrical Test and Adjustment of Subassemblies 



The service manual comprises the following accessories for the 
electrical test and adjustment of subassemblies: 

Circuit descriptions (section 9) 

Circuit diagrams 

Parts lists 

Parts location plans 

The circuit diagrams list the parts location plans which are 
also included in the annex. The plans Indicate the layout of 
the components and printed tracks. The following sections de- 
scribe electrical testing and adjustments of the individual 
subassemblies. Testing of the data sheet specifications is per- 
formed in compliance with section 6. 



10.3.1 Tuner 

The tuner must be adapted in the receiver EB 100 for the per- 
formance of the following measurements and adjustments. 



10.3.1«1 Checking the Overall Gain 

Connect signal generator having an output level of -60 dBm to 
female connector X66 via DC blocking and frequency analyzer to 
female connector X64. 



Set the following frequencies consecutively on the EB 100 and 
on the signal generator and measure gain at 629 *3 MHz or 
117 .3 MHz: 



Nominal values: f R (MHz) 

(X66 ) 



f Ip (MHz) 

(X64) 



20 

100 

200 

300 

400 

499.999 _J 
500 “ 
600 

700 

800 

900 

999.999 _ 



629,3 



117,3 



Gain 




dB 

dB 



+10 



+6 dB 
-5 dB 
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10.3.1.2 Checking the 40-dB Attenuator 

Connect signal generator having an output level of -60 dBm to 
female X66 via DC blocking. 

Unsolder cable Wll from terminal 8 of the 40-dB attenuator and 
solder test cable for frequency analyzer to terminal 8. 

Set f = 200 MHz on signal generator and move the switch for the 
attenuator from position 0 dB to -40 dB on the EB 100 . 

The indication on the frequency analyzer must decrease by 40 dB. 
Resolder cable Wll . 



10.3.1.3 Checking the 1st VHF/UHF Amplifier and 
1000-MHz Lowpass Filter 

Unsolder cable W62 from terminal 5 of the PIN diode switch D60 
and connect to test cable. Open line connecting 1000 MHz lowpass 
filter to mixer and solder second test cable. Connect sweep 
tester to test cables and sweep in the range 20 to 1300 MHz. 

Nominal values: gain 10 ±3 dB 

attenuation at 1250 MHz >, 15 dB 

Set passband characteristic of the 1000 MHz lowpass filter using 
trimmer C70 and C71 such that the passband characteristic does 
not decrease at 1000 MHz. 

Unsolder test cable and restore original connections. 



10.3.1.4 Checking 1st Mixer 



Open signal path at terminal X of mixer N80 and solder test cable 
to terminal X. 

Connect signal generator to female connector X66 via DC blocking 
having an output level of -60 dBm and frequency analyzer to test 
cable . 

Set several frequencies ranging from 20 to 499 .999 MHz on the 
signal generator and on the EB 100 . 

Measure mixture product at f = 629*3 MHz using frequency analyzer. 



Nominal value of gain: 



+4 dB 
-2 dB 
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Set several frequencies ranging from 500 to 999 .999 MHz on the 
signal generator and on the EB 100 . 

Measure mixture product at f = 117 .3 MHz using frequency analyzer 



Nominal value of gain: ^ -I dB 

Unsolder test cable and restore original connection. 



10.3.1.5 Checking 2nd VHF/UHF Amplifier 

Open signal path preceding capacitor C93 and solder test cable 
there . 

Connect sweep tester to test cable and to female connector X64 
and sweep in the range of 100 to 130 MHz. Set a frequency rang- 
ing from 500 to 999 *999 MHz on the EB 100 . 

Nominal value of gain at 117.3 MHz: 6 to 9 dB 

Adjust the top of the characteristic of the 117 .3-MHz bandpass 
filter for optimum symmetry in compliance with 10.3*1.12, if 
necessary . 

Unsolder test cable and restore original connection. 



10.3.1.6 Checking the Input Signal Path for f >_ 500 MHz 

Unsolder cable W62 from terminal 5 of PIN diode switch D60 and 
solder test cable in its place. 

Connect sweep tester to female connector C66 and to test cable 
via DC blocking and sweep in the range of 500 to 1000 MHz. 

Set frequencies consecutively from 500 to 999 *999 MHz in steps 
of 50 MHz and measure the gain of the set frequency. 

Nominal value: 3 ±4 dB 

Trim gain in the 999 .999 MHz setting to maximum using potentio- 
meter R2 for adjustment of tracking filter. 

Unsolder test cable and restore original connection. 
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10.3.1.7 Checking the UHP Amplifier 

Unsolder inner conductor of cable W40 from coil L51 and connect 
to inner conductor of test cable. (Solder outer conductor of 
test cable to shield) . 

Set a frequency in the range from 500 to 999 .999 MHz on the 
EB 100 and move the switch for the 40-dB attenuator in 0-dB posi- 
tion. 

Connect sweep tester to female connector X66 and to test cable 
via DC isolation and sweep in the range of 500 to 999*999 MHz. 

Nominal values: Gain at 500 MHz 11 ±2 dB 

Gain at 1000 MHz 2 ±2 dB 

Unsolder test cable and restore original connection. 



10.3.1.8 Checking the Input Signal Path for f < 500 MHz 

Unsolder Inner conductor of cable W62 from terminal 5 of PIN 
diode switch D60 and solder test cable in its place. 

Connect sweep tester to female connector X66 and to test cable 
via DC isolation and sweep in the range of 10 to 600 MHz. 

Move switch for 40-dB attenuator to the 0-dB position on the 
EB 100 and set consecutively one frequency each from the ranges 
20 to 107 .999 MHz, 108 to 219 .999, 220 to 499 .999 .MHz and to 
measure the passband attenuation. 

Nominal values: -4 ±1 dB 

The filter for the range of 108 to 219 -999 MHz can be adjusted 

by bending the air-cored coils L20 to L23 and L25 with L22 

being primarily used for the bandwidth. The air-cored coils 
L20 , L21 and L25 determine the edge of passband and the ripple. 

Nominal value of attenuation at 60 MHz: -35 ±5 dB 
Nominal value of attenuation at 300 MHz: -35 ±5 dB 

Adjust the IP trap to 629.3 ±1 MHz using trimmer C27 . 

The filter for the range of 220 to 499.999 MHz can be adjusted 

by bending the air-cored coils L30 to L33 and L35 • 
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Nominal value of attenuation at 125 MHz: -35 -1 dB 
Nominal value of attenuation at 550 MHz: -15 ±3 dB 

Adjust the IP trap to 629 .3 ±1 MHz using trimmer C35 • 



10.3.1.9 Checking 2nd Mixer and Subsequent Amplifier 

Open signal path preceding capacitor C93 and solder test cable. 

Connect sweep tester to test cable and to female connector X64 
and sweep in the range of 600 to 650 MHz. 

Set a frequency in the range of 20 to 499 .999 MHz on the EB 100 . 

Nominal value of gain at 629 .3 MHz: 5 to 11 dB 

Adjust the 629 .3-MHz filter in compliance with 10.3.1.11 and 
the 117 .3-MHz bandpass in compliance with 10.3.1.12. 

Unsolder test cable and restore original connection. 



10.3.1.10 Adjustment of the 650-MHz Lowpass Filter 

Open signal path between terminal X of the mixer N80 and the 
capacitor C89 . 

Solder test cable to capacitor C89 . 

Unsolder capacitor C93 and solder test cable to the connection 
between coil L91 and capacitor C92 . 

Connect sweep tester to test cable and sweep in the range of 
20 to 1000 MHz. 

Adjust passband by bending coils L90 and L91 such that the 
characteristic does not decrease at 630 MHz. 

Nominal value of transmission loss at 117.3 MHz: 1 ±0.5 dB 

Nominal value of transmission loss at 629 *3 MHz: 1 ±0.5 dB 

Unsolder test cable and restore original connections. 
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10.3.1.11 Adjustment of the 629»3-MHz Bandpass Filter 

Unsolder capacitors C100 and C101 and solder two test cables In 
their places. 

Connect sweep tester to test cable and sweep In the range of 
500 to 700 MHz. 

Adjust centre frequency to 629 *3 MHz using trimmers C103 and 
C104. The filter characteristic must have a symmetrical top. 

Change distance between coils L100, L101 and the PC board by 
bending and set 3-dB filter bandwidth to 5.8 MHz. 



Nominal values: Centre frequency 629*3 MHz 

3-dB bandwidth 5.8 MHz ±10 % 

Transmission loss 4 +( ? 



Attenuation at 700 MHz ... > 40 dB 
Unsolder test cable and restore original connections. 



10.3.1.12 Adjustment of 117.3-MHz Bandpass Filter 

Unsolder inner conductor of cable W90 from terminal 8 of PIN 
diode switch D100 and solder test cable in its place. 

Connect sweep tester to test cable and female connector X64 and 
sweep in the range of 100 to 130 MHz. 

Set a frequency in the range of 500 to 999 .999 MHz on the EB 100 . 

Adjust centre frequency to 117.3 MHz using cores of L112, L114 
and L115 • A symmetrical characteristic must be produced in the 
passband . 



Nominal values: Centre frequency 117.3 MHz ±20 kHz 

3-dB bandwidth 2 MHz ±15 % 

_ . . . „ +0 , 5 dB 

Transmission loss 7 

Attenuation at 128 MHz ... >45 dB 
Attenuation at 138 MHz ... > 50 dB 

Unsolder test cable and restore original connections. 
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10 . 3.2 



IF Section 



The IF section must be adapted in the receiver EB 100 for per- 
forming the following measurements and adjustments. 



10.3.2.1 Overall Check of IF Section 

1) Connect signal generator to female connector X74 and perform 
the following settings: 

f = 117.3 MHz at a level of 40 dByV (-67 dBm). 

AM with f moc 3 = 1 kHz and m = 0.5 

Set IF bandwidth to 150 kHz on the EB 100 . 

Measure the AF signal at test point 3 using oscilloscope. 

Nominal values: f = 1 kHz at a level of 150 mVpp ±3 dB 

Decrease output level of signal generator to 10 dBjiV (-97 dBm) 
to adjust AF signal. 

Measure AF signal at pin 15 of N40 using oscilloscope and 
IF control voltage at pin 16 of N40 using voltmeter. 

Adjust to maximum AF level and minimum IF control voltage 
using coil L41 . 

Nominal values: V^p = 20 mV p p ±5 mV 

V C on = 2.3 V 

2) Switch signal generator to FM and increase output level once 
more to 40 dBuV (-67 dBm) . 

Set deviation on signal generator and IF bandwidth of the 
EB 100 in compliance with the following table. 

Nominal values: 



Deviation 


I IF Bandwidth 


AF Voltage 


22 kHz 


1 150 kHz | 


300 mVpp 


6 kHz 


j 15 kHz 


200 mVpp 


2.2 kHz 


| 7 .5 kHz | 


150 mVpp 



Set deviation on signal generator to 40 kHz and IF bandwidth 
to 150 kHz for adjusting the FM discriminator. 
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Connect oscilloscope at test point 1 and adjust AF signal to 
obtain an optimum sine curve using coil L6l. 

The AF signal is superimposed upon a DC voltage of 3*5 V. 



10.3.2.2 Checking the 128-MHz Oscillator 

Connect power meter to female connector X71 and measure output 
level . 

, -2 dBm 

Nominal value: -6 

+1 dBm 

Connect frequency meter to female connector X71 and measure 
frequency of oscillator signal. 

Nominal value: 128 MHz ±100 Hz 

Set output frequency to the nominal value using the trimmer in 
the oscillator B80. 



10.3.2.3 Checking the Signal Path 

1) Unsolder capacitor C4l and apply an IF signal of 10.7 MHz at 
a level of 40 dB u V (-67 dBm) amplitude-modulated at 1 kHz and 
m = 5056 via a coupling capacitor (C = 1 nF) using a signal 
generator. Check at test point 3 using the oscilloscope 
whether an AF signal is available. 

Nominal value: U^p = 150 niVpp ±3 dB 

2) Unsolder capacitor C42 and apply an IF signal at pin 18 of 
N40 via a coupling capacitor (C = 1 nF) using the signal 
generator (same setting as for 1)). 

Check at test point 3 using the oscilloscope whether an 
AF signal Is available. 

Nominal value: U^p = 150 mVpp ±3 dB 

Resolder capacitors C4l and C42. 
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3) Apply an AF signal of 1 kHz at a level of iO mV pp at pin 15 
of N40 using signal generator. 

Check at test point 3 using the oscilloscope whether an 
AF signal is available . 



10.3.2.4 Checking the Output and Control Signals 

1) Frequency deviation 

Connect signal generator to female connector X74 and enter 
f = 117-3 MHz at a level of 40 dByV. 

Measure logic level at male connector X77 .B8 using voltmeter. 
Nominal value: L level (0 to 1 V) 

Set L level (0 to 1 V) at male connector X77 .B8 using poten- 
tiometer R13 for adjustment of window discriminator at 
f = 117 -3 MHz. 

Detune signal generator in steps of 100 Hz from nominal fre- 
quency until signal switches to H level (3-5 to 5 V) at male 
connector X77-B8. 

Nominal value: squelch switching point 

< ±1.5 kHz from f ce ntre 

2) Signal level (0 to 80 dB) 

Apply f = 117.3 MHz at a level of 10 dByV (-97 dBm) into the 
female connector X74 using the signal generator. 

Measure voltage at male connector X77 -B4 . 

Nominal value: V = 0.47 V 

Increase input level to 80 dByV (-27 dBm) and measure voltage 
at male connector X77 -B4 . 

Nominal value: V = 3-50 V 

Adjustment to the nominal values is to perform with poten- 
tiometer R101 . At an input level 40 dByV (-67 dBm) set an out- 
put voltage of I .85 V with potentiometer R101 . The nominal 
values must be checked at 10 dByV and 80 dByV. When the level 
characteristic of the first 20 dB is too flat it can be com- 
pensated with potentiometer R37 - This adjustment is to repeat 
several times. 
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Set bandwidth- control to 150 kHz "Pulse" and repeat the above 
measuring. When increasing the input level the indicator vol- 
tage is following quickly the Indexed value. When decreasing 
the input level (e.g. -10 dB) the indicator voltage declines 
slowly to the nominal value . 



3) Level blanking 

Set bandwidth control to 150 kHz, feed an input level 50 dBuV 
and measure a scale level (aprox. 2.3 V) at plug X77.B4. 

Low level = 0 V at plug X77 .A7 • 

Scale level breaks down to 0 V. 

High level = 5 V at plug X77 *A7 . The nominal scale level is 
indicated . 

4) AFC Enable (ENAFC) 

Apply f = 117 *3 MHz at a level of 10 dBuV into the female 
connector X74. 

Measure voltage at male connector X77 .A4 . 

Nominale value: L level (0 to 1 V) 

To adjust to nominal value, set L level (0 to IV) at male 
connector X77 .A4 using potentiometer R30 at an input level 
of 10 dByV (-97 dBm). 



10.3.2.5 Checking the Oscillator Reference Signals 



Terminate female connectors X71 and X72 into 50 ft. 

Connect power meter to female connector X73 and measure output 
level at 512 MHz. 



Nominal values: Output power 

Nonharmonics 



5 dBm 



+2 dB 



-1 dB 
< 75 dB 



Set output power to maximum using trimmers C100 to C102 for 
adjustment . 
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10 .3 .3 Synthesizer 

The synthesizer must be adapted in the EB 100 for performing the 
following measurements. 



10.3 .3 »1 Checking the Oscillator Signal 
Set EB 100 to 500 .000 MHz. 

Measure frequency and level of output signal at female connector 
X55 using frequency analyzer. 

Nominal value: f = 617.3 MHz at -4 ±3 dBm 



10.3.3.2 Checking the Oscillator and the 512-MHz Mixer 

1) Remove plug-in jumper X5 . 

Unsolder tuning voltage lead to oscillator from solder 
terminal 7* 

Connect power supply 0 to 25 V to solder terminal 7 and 
apply tuning voltage . 

Measure frequency and level of output signal at female 
connector X55 using the frequency analyzer. 

Nominal values: 2,5 ±0.3 V ♦ f = 617 MHz, -4 ±3 dBm 

23 ±0.5 V - f = 1129 MHz, -4 ±3 dBm 

2) Terminate female connector X55 into 50 R. 

Tune oscillator over the entire frequency range by changing 
the tuning voltage (2.5 to 23 V) and measure the mixture 
product (105 to 617 MHz) at male connector X5 .2 using the 
frequency analyzer. 

. T . , , n +4 dBm 

Nominal value: 0 

-2 dBm 



3) Remove plug-in jumper X4 . 

Tune oscillators over the entire frequency range by changing 
the tuning voltage (2.5 to 23 V). 

Measure frequency and level of oscillator signal using fre- 
quency analyzer. 
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Nominal value: 



+2 dBm 
-4 dBm 



Disconnect power supply from solder terminal 7 and resolder 
tuning voltage lead. 

Plug in jumpers X4 and X5 in position. 



10»3»3.3 Checking the Divider Chain 

1) Remove plug-in jumper X5 • 

Bridge resistor R48 permitting the frequency indication to 
be changed. 

Set EB 100 to 500.000 MHz. 

Apply f = 105 .300 MHz at a level of 0 dBm at male connector 
X5 .3 via an isolating capacitor of C = 1 nP using the signal 
generator . 

Measure frequency at test point 5 using frequency counter. 
Nominal value: f = 500 Hz 

2) Measure frequency at male connector X6 using frequency 
counter. 

Nominal value: f = 52 .650 MHz 

Plug in jumper X5 . 

10.3.3.4 Checking the Reference Frequency Generation 
Measure frequency at test point 4 using frequency counter. 
Nominal value: f = 3 .2 MHz 



10.3.4 



Control Unit 



The control unit must be adapted in the receiver EB 100 for per- 
forming the following measurements. 
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10.3.4.1 Checking the System Clock 

Measure clock signal at pins 2 and 3 of CPU D301 using the os- 
cilloscope . 

Nominal value: f = 6 MHz 



10. 3 .4.2 Checking the Reading and Writing Signals 

Check by means of the oscilloscope whether the signals WR 
(pin 21) and RD (pin 20) of D306 are activated. 

Nominal values: Low level when accessing a memory 

or external circuits 



10 .3 .5 Tuning Unit 

The tuning unit must be adapted in the receiver EB 100 for per- 
forming the following measurements . 



10.3.5.1 Checking the Tuning Pulse Generation 

Move switch S2 in position tit. 

Turn tuning knob clockwise. 

Measure the output signals at male connectors X47 .8 (IRQTUN), 



X47 .7 (DOWN) and 


X47 .6 (UP). 






Nominal values: 


X47 .8 


Pulse sequence, frequency 
on rotating speed 


depends 




X47 .7 


L level 






X47 .6 


Pulse sequence, frequency 
on rotating speed 


depends 



10.3.5.2 Checking the AF Amplifier 

Unsolder capacitor C12 and apply an AF signal of f = 1 kHz and 
a level of 150 mV pp at pin 1 of N1 via a coupling capacitor 
(C = 2.2 uF) using the AP generator. 

Turn threshold controller on front panel of receiver fully to 
the left. 
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The 1-kHz signal must be audible in the loudspeaker 
Resolder capacitor C12 . 



10»3»5«3 Checking the Level Tone Generator 
Unsolder resistor R26 . 

Connect power supply via resistor R27 and vary voltage from 
0.1 to 3.5 V. 

Check output signal at test point 5 using the oscilloscope. 
Nominal value: f = 200 Hz to 1 kHz at a level of 150 mV p p . 

Resolder resistor R26 . 
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XX ZUGEH.STROML. 

CIRC. DIAGR. 

641.8018 S 

XX VARIANTENERKLAERUNG 

IDENTIFICATION OF MODELS 

VAR 02 = DEUTSCH 

MOD 02 = GERMAN 

VAR 04 = ENGLISCH 

MOD 04 = ENGLISH 

VAR 06 = MIT IMPULSMESSUNG 












DEUTSCH 












MOD 06 = WITH IMPULSEMEA- 












SUREMENT GERMAN 












VAR 08 = MIT IMPULSMES- 












SUNG - ENGLISCH 












MOD 08 = WITH IMPULSE- 












MEASUREMENT 

ENGLISCH 












VAR 10 = POST SIGNALTON 












DEUTSCH 












MOD 10 = POST SIGNALTON 












GERMAN 










A 1 


EE EB100-B8 BEDIENGRUPPE 
CONTROL UNIT 
NUR VAR/ONLY MOD: 02 04 
HIERZU STROML. 708.9461 S 
SEE CIRC. DIAGR. 708. 9461 S 


0708.9461 .02 








A 1 


EE EB100-B8 BEDIENGRUPPE 
CONTROL UNIT 

NUR VAR/ONLY MOD: 06 08 10 
HIERZU STROML. 708. 946 IS 
SEE CIRC. DIAGR. 708. 9461S 


0708.9461 .06 








A4 


EE EB100-B2 VERSTIMMPLAT . 
TUNING UNIT 

NUR VAR/ONLY MOD: 02 04 
HIERZU STROML. 641.8182 S 
SEE CIRC. DIAGR. 641 .8182 S 


0641.8182.02 








A4 


EE EB100-B7 VERSTIMMPLAT. 
TUNING UNIT 

NUR VAR/ONLY MOD: 06 08 
HIERZU STROML. 708. 9484S 
SEE CIRC. DIAGR. 708. 9484S 


0708.9484.02 








A4 


EE EB100-B7 VERSTIMMPLAT. 
EB100-B7 TUNING BOARD 
NUR VAR/ONLY MOD: 10 
HIERZU STROML. 708. 9484S 
SEE CIRC. DIAGR. 708. 9484S 


0708.9484. 10 








A5 


EE EB100-B3 SYNTHESIZER 
SYNTHESIZER 

HIERZU STROML. 641.8147 S 
SEE CIRC. DIAGR. 641 .8147 S 


0641.8147.02 








A6 


EE EB100-B4 TUNER 20-1000 
TUNER 20 TO 1000MHZ 
HIERZU STROML. 641.8124 S 
SEE CIRC. DIAGR. 641 .8124 S 


0641.8124.02 








A7 


EE EB100-B5 ZF-TEIL 
IF SECTION 

NUR VAR/ONLY MOD: 02 04 
HIERZU STROML. 641.8160 S 
SEE CIRC. DIAGR. 641 .8160 S 


0641.8160.02 








A7 


EE EB100-B6 ZF-TEIL -PULS 
EB100-B6 IF SECTION PULSE 
NUR VAR/ONLY MOD: 06 08 
HIERZU STROML. 708.9503 S 
SEE CIRC. DIAGR. 708. 9503 S 


0708.9503.02 








A7 


EE 100-B6 ZF-TEIL-PULS 
EB100-B6 IF-UNIT-PULS 
NUR VAR/ONLY MOD: 10 
HIERZU STROML. 708. 9503S 
SEE CIRC. DIAGR. 708. 9503S 


0708.9503.10 








G1 


EB 6V 3AH BLEIAKKU 
ACCUMULATOR 6V 
ENTHALTEN IN 690.9850 
CONTAINED IN 690.9850 


0690.9572.00 


ACCILSONNE 


0719031000 A206/3.0U 






1+ 
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RF CABLE 

W14 DX HF-KABEL 
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RF CABLE W16 

X6 FJ EINBAUADAPTER BNC/MCX 

BNC-SOCKET 



Sachnummer Hersteller Bezeichnung 

Stock No. Manufacturer Designation 



enthalten in 
contained in 



0690.9589.00 AMS 

0709.0251.00 AMS 

0690.9514.00 

0690.9520.00 

0690.9537.00 

0690.9543.00 

0690.9550.00 

0690.9566.00 

0690.9366.00 SUHNER 



P 35 GK 



P 35 GK 



0691.0710.00 
0691 .0710.00 
0691.0710.00 
0691 .0710.00 
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B301 


EQ 6,000 MHZ CL30PF HC43U 


EQ 


0302.7186.00 


ITT-SEMICO 


N. R&S SACHNUMMER 






CRYSTAL 6.000MHZ 














C101 


CE 1 ,0UF+-20°/.35V 5X 4X 7 
ELECTROLYTIC CAPACITOR 


CE 


0022.8185.00 


KEMET 




T340 A105M040 AS 




Cl 02 


CK 47NF+-5”/.63V RD2 , 5H7MKT 
CAPACITOR 


CK 


0099 .2917.00 


ERO 




MKR 1826-347-06-4 




Cl 03 


CK 220NF+-5'/.63VRD3 , 5H9MKT 


CK 


0099.2952.00 


ROEDERSTEI 


MKT 1826-422-06-4 






CAPACITOR 














C201 


CE 1 UF +-205435V 4X 8TA 
ELECTROLYTIC CAPACITOR 


CE 


0006.3230.00 


SPRAGUE 




150D 105 X9 035A2 




C301 


CC 8 , 2PF+-0, 25PF3X4NP0 
CAPACITOR 


CC 


0087.6412.00 


VALVO 




2222 678 




C302 


CC 8 , 2PF+-0, 25PF3X4NP0 
CAPACITOR 


CC 


0087.6412.00 


VALVO 




2222 678 




C303 


CE 1 ,0UF+-20°/.35V 5X 4X 7 
ELECTROLYTIC CAPACITOR 


CE 


0022.8185.00 


KEMET 




T340 A 1 05M040 AS 




C304 


CK 10NF+-5%63V RD2 , 5H7MKT 


CK 


0099.2869.00 


ROEDERSTEI 


MKT 1826-310-014W 






CAPACITOR 














C305 


CC 1OOPF+-2%6X9NP0 
CAPACITOR 


CC 


0087.6541 .00 


PHILIPS. 


_C0 


2222 678 




C306 


CE 15 UF+-20”/.20V 7X 5X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8127.00 


KEMET 




T340 C156M020 AS 




C307 


CE 33 UF+-20/.10V 7X 5X11 
ELECTROLYTIC CAPACITOR 


CE 


0087.0343.00 


KEMET 




T340 C336M010 AS 




C308 


CC 10NF-20+50°/.7X8R4000 


CC 


0087.7525.00 


VALVO 




2222 640 51103 




. .312 


CAPACITOR 














D 101 


BL MC14543BCP BCD/7S . DRIV 




0303.9253.00 


HARRIS 




CD4543BE 




. . 106 


7-SEGMENT DRIVER 














D107 


BL CD4047BE MULTIVIBR. 

MULTIVIBRATOR 




0349.2980.00 


RCA 




CD4047BE 




D108 


BL CD4030BE 4X21 N . EXORG 

EXOR GATE 




0086 .7173.00 


RCA 




CD4030BE ( CD4070BE ) 




D 1 1 2 


BL CD4049UBE 6XINVERTER 
HEXINVERTER 




0086.7244.00 


HARRIS 




CD4049UBE 




D201 


BC MSM82C43RS I/O EXPAND 
I/O EXPANDER 


BC 


0006.9580.00 


OKI 




M82C43(RS) 




D202 


BC MSM82C43RS I/O EXPAND 
I/O EXPANDER 


BC 


0006.9580.00 


OKI 




M82C43( RS ) 




D203 


BL CD4002BE 2X4INP.N0RG 

NOR GATE 




0086.6977.00 


RCA 




CD4002BE 




D205 


BL MM74HC74N 2XD-FLIPFL 

DUAL D FLIP-FLOP 




0571.3171.00 


PHILIPS. 


_SE 


( PC)74HC74N( P ) 




D206 


BL MM74HC237N 3T08 L . DEC 




0379.8741.00 


TEXAS INST 


SN74HC237N 






LINE DECODER 














D301 


BC UPD80C39C 8B.MCU 

CPU 


s 


0392.5371.40 


NEC 




(UP)D80C39HC(D) 




D302 


BL MM74HC138N 3/8L. DECOD 
3-T0-8 LINE DECODER 




0571.3165.00 


PHILIPS. 


_SE 


(PC)74HC138N(P) 




D303 


BL MM54C923J 20KEY ENCOD 
20KEY ENCODER 




0641.9072.00 


NSC 




MM54C923J 




D304 


BJ AD7524AQ 1X8B-DAC 


BJ 


0568.7663.00 


ANALOG DEV 


AD7524AQ 






D/A-CONVERTER 














D305 


HS E-PROM 
EPROM 

NUR VAR/ONLY MOD: 02 




0691.0591.00 










D305 


HS E-PROM 
EPROM 

NUR VAR/ONLY MOD: 06 




0709.0068.00 










D306 


BC HM6116LP-3 2KX8 SRAM 
SRAM 


BC 


0624. 1302.00 


SHARP 




LH5116-15 




D307 


BL MM74HC573N 8XD-LATCH 
OCTAL D-LATCH TRISTATE 




0099.9805.00 


PHILIPS. 


_SE 


(PC ) 74HC573N( P ) 




D308 


BL MC74HC32N 4X2INP-0R-G 
QUAD 2-INPUT OR GATE 




0571.3220.00 


PHILIPS. 


_SE 


( PC)74HC32N( P ) 




D309 


BL MM74HC243N 4XTRANSC 
QUAD TRANSCEIVER 




0691.0556.00 


PHILIPS. 


_SE 


( PC)74HC243N( P ) 




H102 


EF T 1 5V 0.06A 0 . SOCKEL 
GLOW LAMP 


EF 


0234.4375.00 


OSH I NO 




OL-683 




H 103 


EF T1 5V 0.06A 0. SOCKEL 
GLOW LAMP 


EF 


0234.4375.00 


OSH I NO 




OL-683 
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N301 


BO 0P2OGZ LP OPAMP 

OPERATIONAL AMPLIFIER 




0691.0562.00 


ANALOG_DEV 


0P20GP 




N302 


BO ICL8211 VOLT. DETECT 

VOLTAGE SUPERVISOR 




0343.8835.00 


INTERSIL 


ICL821 1MTY 




N303 


BO ICL8211 VOLT. DETECT 

VOLTAGE SUPERVISOR 




0343.8835.00 


INTERSIL 


ICL821 1MTY 




N304 


BO 0P2OGZ LP OPAMP 

OPERATIONAL AMPLIFIER 




0691 .0562.00 


ANALOG_DEV 


0P2OGP 




POI 


VL STECKLOETOESE 7,5X1, 1 
PLUG-IN SOLDERING LUG 


VL 


0078.2747.00 


- 


R&S-ZCHNG. 078. 2747 




P02 


VL STECKLOETOESE 7,5X1, 1 
PLUG-IN SOLDERING LUG 


VL 


0078.2747.00 


— 


R&S-ZCHNG. 078. 2747 




P03 


VL STECKLOETOESE 7,5X1, 1 
PLUG-IN SOLDERING LUG 


VL 


0078.2747.00 


— 


R&S-ZCHNG. 078. 2747 




P04 


VL STECKLOETOESE 7,5X1, 1 
PLUG-IN SOLDERING LUG 


VL 


0078.2747.00 


— 


R&S-ZCHNG. 078. 2747 




P101 


VL STECKLOETOESE 7,5X1, 1 


VL 


0078.2747.00 


- 


R&S-ZCHNG. 078. 2747 




. . 104 


PLUG-IN SOLDERING LUG 












PI 05 


VL STECKLOETOESE 7,5X1, 1 


VL 


0078.2747.00 


- 


R&S-ZCHNG. 078. 2747 




. . 108 


PLUG-IN SOLDERING LUG 












P1 10 


BP VI601-DP-FH-H-HV 
LC-DISPLAY 




0691.0579.00 


VARITRONIX 


R&S 69 1 . 0579 




R101 


RL 0, 60W 7 , 5OK0HM+ - 1 54TK50 
RESISTOR 


RL 


0083.1 197.00 


RESISTA 


MK2 




R102 


RL 0, 60W 3 , 32K0HM+- 1 %TK50 
RESISTOR 


RL 


0083.0990.00 


RESISTA 


MK2 




R103 


RL 0, 60W 22, 1K0HM+-1°/.TK5O 
RESISTOR 


RL 


0083.1545.00 


RESISTA 


MK2 




R104 


RL 0,60W 221 K0HM+~1°/.TK5O 
RESISTOR 


RL 


0083.2270.00 


RESISTA 


MK2 




R105 


RL 0, 60W 121 0HM+-1°/.TK5O 
RESISTOR 


RL 


0082.9859.00 


RESISTA 


MK2 




R106 


RL 0, 60W 1 ,33K0HM+-1%TK50 
RESISTOR 

TRIMMWERT/SELECTED 


RL 


0083.0684.00 


RESISTA 


MK2 




R107 


RL 0, 60W 150 OHM+- 1%TK50 
RESISTOR 


RL 


0082.9942.00 


RESISTA 


MK2 




R108 


RL 0, 60W 4 , 75K0HM+- 1%TK50 
RESISTOR 


RL 


0083. 1097.00 


RESISTA 


MK2 




R109 


RL 0, 60W 6,81 KOHM+- 1 %TK50 
RESISTOR 


RL 


0082.2560.00 


RESISTA 


MK2 




R 1 1 1 


MB POTENTIOMETER 
POTENTIOMETER 




0708.9055.00 








R112 


MB POTENTIOMETER 
POTENTIOMETER 




0708.9049.00 








R201 


RL 0 , 60W 22, 1K0HM+-1%TK5O 
RESISTOR 


RL 


0083 .1545. 00 


RESISTA 


MK2 




R202 


RL 0 , 60W 150 OHM+- 1%TK50 
RESISTOR 


RL 


0082.9942.00 


RESISTA 


MK2 




R203 


RL 0.60W 22, 1K0HM+-V/.TK5O 
RESISTOR 


RL 


0083. 1545.00 


RESISTA 


MK2 




R204 


RL 0, 60W 22, 1K0HM+-1%TK50 
RESISTOR 


RL 


0083. 1545.00 


RESISTA 


MK2 




R205 


RL 0, 60W 22, 1K0HM+-1"/.TK50 
RESISTOR 


RL 


0083.1545.00 


RESISTA 


MK2 




R206 


RL 0.60W 22, 1K0HM+~1%TK50 
RESISTOR 


RL 


0083. 1545.00 


RESISTA 


MK2 




R207 


RL 0.60W 150 OHM+- 1%TK50 
RESISTOR 


RL 


0082.9942.00 


RESISTA 


MK2 




R208 


RL 0, 60W 22, 1KOHM+-T/.TK50 
RESISTOR 


RL 


0083.1545.00 


RESISTA 


MK2 




R209 


RL O-OHM-WIDERST. 0204 

O-OHM RESISTOR 

NUR VAR/ONLY MOD: 06 


RL 


0069 . 0000 . 00 


DRALORIC 


OMA 0204 




R210 


RL O-OHM-WIDERST. 0204 

O-OHM RESISTOR 

NUR VAR/ONLY MOD: 02 


RL 


0069 . 0000 . 00 


DRALORIC 


OMA 0204 




R21 1 


RL O-OHM-WIDERST. 0204 
O-OHM RESISTOR 


RL 


0069.0000.00 


DRALORIC 


OMA 0204 




R301 


RL 0 , 40W 75 , OKOHM+- 1%TK50 
RESISTOR 




0092.0477.00 


RESISTA 


MK1 




R302 


RL 0 , 40W 75 , OKOHM+- 1%TK50 
RESISTOR 




0092.0477.00 


RESISTA 


MK1 




R303 


RL 0.40W 191 K0HM+-1%TK50 
RESISTOR 




0099.3288.00 


RESISTA 


MK1 
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Fur diese Untertage behalten 

095.0026-0693 wir uns alia Rechte vor. 



Kennz. 




Benennung 




Sachnummer 


Hersteller 


Bezeichnung 




enthalten in 


Comp. No. 




Designation 




Stock No. 


Manufacturer 


Designation 




contained in 


R304 


RL 0, 40W 
RESISTOR 


1 8 , 2K0HM+- 1 %TK50 


RL 


0092. 1596.00 


RESISTA 


MK1 


18K2 1% 


TK50 




R305 


RL 0, 40W 
RESISTOR 


22, 1 KOHM+- 1 %TK50 


RL 


0092. 1609.00 


RESISTA 


MK1 


22K1 1% 


TK50 




R306 


RL 0, 40W 
RESISTOR 


68, 1K0HM+-T/.TK50 


RL 


0092.1667.00 


RESISTA 


MK1 


68K10 


1% TK50 




R307 


RL 0, 40W 
RESISTOR 


33,2K0HM+-1%TK50 


RL 


0092.1621 .00 


RESISTA 


MK1 


33K2 1% 


TK50 




R308 


RL 0, 40W 
RESISTOR 


191 K0HM+- 1%TK50 




0099.3288.00 


RESISTA 


MK1 








R309 


RL 0, 40W 
RESISTOR 


1 8 , 2K0HM+- 1 %TK50 


RL 


0092. 1596.00 


RESISTA 


MK1 


18K2 1 % 


TK50 




R310 


RL 0, 40W 
RESISTOR 


47 , 5K0HM+- 1 %TK50 


RL 


0092. 1644.00 


RESISTA 


MK1 


47K5 1% 


TK50 




R31 1 


RL 0, 40W 
RESISTOR 


47 , 5K0HM+- 1 %TK50 


RL 


0092. 1644.00 


RESISTA 


MK 1 


47K5 1% 


TK50 




R312 


RL 0.60W 
RESISTOR 


4 , 75K0HM+- 1%TK50 


RL 


0083.1097.00 


RESISTA 


MK2 








R313 


RL 0,40W 
RESISTOR 


47 , 5K0HM+- 1%TK50 


RL 


0092. 1644.00 


RESISTA 


MK1 


47K5 1% 


TK50 




R314 


RL 0, 40W 
RESISTOR 


47 , 5K0HM+- 1 %TK50 


RL 


0092. 1644.00 


RESISTA 


MK1 


47K5 1% 


TK50 




R315 


RL 0, 40W 
RESISTOR 


47 , 5K0HM+- 1 %TK50 


RL 


0092. 1644.00 


RESISTA 


MK1 


47K5 1% 


TK50 




R316 


RL 0 , 40W 
RESISTOR 


39 , 2K0HM+ - 1 %TK50 


RL 


0092. 1638.00 


RESISTA 


MK1 


39K2 1% 


TK50 




R317 


RL 0.40W 
RESISTOR 


47 , 5K0HM+- 1%TK50 


RL 


0092.1644.00 


RESISTA 


MK1 


47K5 1% 


TK50 




R318 


RL 0.40W 
RESISTOR 


150 KOHM+- 1%TK50 


RL 


0092. 1709.00 


RESISTA 


MK1 








R319 


RL 0, 40W 
RESISTOR 


200 K0HM+-T/.TK5O 




0092.0531.00 


RESISTA 


MK1 








R320 


RL 0, 40W 


56 , 2K0HM+- 1%TK50 


RL 


0092.1650.00 


RESISTA 


MK1 










RESISTOR | 
















R32 1 


RL 0, 40W 
RESISTOR 


1O,OK0HM+-1°/.TK50 


RL 


0092. 1567.00 


RESISTA 


MK1 


10K0 1% 


TK50 




R322 


RS O.5W1OK0HM+- 10% 10X10X5 


RS 


0247 . 7526 . 00 


SPECTROL 


63X 


... T010 ! 






CERMET POTENTIOMETER T 
















R323 


RL 0 , 40W 
RESISTOR 


47 , 5K0HM+- 1 %TK50 


RL 


0092. 1644.00 


RESISTA 


MK1 


47K5 1% 


TK50 




R324 


RL 0.40W 


100 K0HM+-1"/.TK5O 


RL 


0092. 1680.00 


RESISTA 


MK1 


100K 10% TK50 






RESISTOR 


















R325 


RL 0.40W 


150 0HM+-1'/.TK5O 


RL 


0092.1344.00 


RESISTA 


MK1 


1 500HM 


1% TK50 




. .328 


RESISTOR 


















R330 


RN 4X 15K0HM+-2°/.SIL 8 H5 


RN 


0092.7065.00 


BOURNS 


4308R-T 10-153 






RESISTOR 


NETWORK 
















R33 1 


RL 0, 40W 
RESISTOR 


47 , 5K0HM+- 1%TK50 


RL 


0092. 1644.00 


RESISTA 


MK1 


47K5 1% 


TK50 




R332 


RN 7X 22K0HM+-2"/.SIL 8 H5 


RN 


0540.5720.00 


BI TECHNOL 


L 08 1 S 223 


! M* 






RESISTOR 


NETWORK 
















R333 


RL 0, 40W 
RESISTOR 


22, 1K0HM+-1%TK50 


RL 


0092.1609.00 


RESISTA 


MK 1 


22K1 1% 


TK50 




R334 


RL 0, 60W 
RESISTOR 


5,62K0HM+-1%TK50 


RL 


0082.2190.00 


RESISTA 


MK2 








R335 


RL 0, 40W 
RESISTOR 


150 KOHM+- 1%TK50 


RL 


0092.1709.00 


RESISTA 


MK1 










TRIMMWERT/SELECTED 
















R340 


RL 0,40W 
RESISTOR 


1 5 , OKOHM+- 1 %TK50 


RL 


0092.1580.00 


RESISTA 


MK1 


15K 1% 


TK50 




S101 


SB KONT AKTMODULE 30 




0691.0585.00 


SHIN-ETSU 


BM-I 


R 






. . 115 


CONTACT MODULE 
















S 1 16 


SK KIPPSCH. 1P0L.UM GEDR.S 




0641 .9143.00 


ALCOSWITCH 


TT1 1DG-PC-1 








TOGGLE SWITCH 
















S1 17 


SK KIPPSCH. 2P0L.UM GEDR-S 




0641 .9137.00 


ALCOSWITCH 


TT21NG-PC-1 








TOGGLESCWITCH 
















S1 18 


SK KIPPSCH. 2P0L.UM GEDR-S 




0641.9137.00 


ALCOSWITCH 


TT21NG-PC-1 








TOGGLESCWITCH 
















S1 19 


SB DRUCKT ASTER 2P0L. 




0641.8524.00 


KNITTER 


AP : 


2R + AZ 0003 






PUSHBUTTON 
















SI 20 


SB DRUCKTASTER 2P0L. 




0641.8524.00 


KNITTER 


AP : 


2R + AZ 0003 






PUSHBUTTON 
















S 1 2 1 


SK KIPPSCH. 2P0L.UM GEDR-S 




0641 .9137.00 


ALCOSWITCH 


TT21NG-PC-1 








TOGGLESCWITCH 
















V101 


AE BZX55/B5V 1 0.5W ZDI 


AE 


0262.5837.00 


VALVO 


BZX79B5V1 








ZENER DIODE 
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Fur diese Unterlage behalten 

095.0026-0693 wir uns alls Rechte vor. 



Kennz. 
Comp. No. 


Benennung 

Designation 


VI 02 


AD 1N4151 50V 0A2 UDI 

DIODE 


V301 


AE 5082-2800 SCHOTTKY 


. .311 


DIODE 


V312 


AD 1N4448 75 V UDI 

DIODE 


V313 


AD 1N4448 75V UDI 

DIODE 


V314 


AD 1N4448 75V UDI 

DIODE 


V315 


AE BZV86/1V4 STABISTOR 
ZENER DIODE 


V316 


AE 5082-2800 SCHOTTKY 

DIODE 


V317 


AE 5082-2800 SCHOTTKY 

DIODE 


X47 


FP STIFTLEISTE 10P.GER. 
CONNECTOR 10P 


X57 


FP BUCHSENLEISTE 10P.GER. 
CONNECTOR 10P 


X67 


VL WIRE-WRAP PIN L=8,7 
WIRE-WRAP PIN 


X77 


FP BUCHSENLEISTE 22P0L. 
CONNECTOR 22P0L. 


X101 


FR LEISTE25P .F.D.I.L.FAS. 
CONNECTOR 


X 102 


FR LEISTE25P. F.D.I.L.FAS. 
CONNECTOR 


X200 


FP STIFTL.WIN 36P.R2.54 
ANGLE PIN CONNECTOR 
8-POLIG 


X301 


FP STIFTL.WIN 36P.R2.54 
ANGLE PIN CONNECTOR 
3-POLIG 


X500 


FP BUCHSENLEISTE 10P.GER. 
CONNECTOR 10P 



Sachnummer 
Stock No. 



AD 0012.0723.00 
AE 0012.9066.00 
AD 0012.0700.00 
AD 0012.0700.00 
AD 0012.0700.00 
AE 0086.9176.00 
AE 0012.9066.00 
AE 0012.9066.00 



Hersteller 

Manufacturer 



Bezeichnung 

Designation 



enthalten in 
contained in 



VALVO 1N4151 GEGURTET 

HEWLETT_PA 5082-2800 
PHILIPS_SE 1N4448 
PHILIPS_SE 1N4448 
PHILIPS_SE 1N4448 
PHILIPS BZV86-1V4 

HEWLETT_PA 5082-2800 
HEWLETT PA 5082-2800 



0691.0527.00 BINDER 750-5-11-7811-00-10 

0691.0533.00 BINDER 750-6-11-7812-00-10 

0088.4507.00 DUPONT CON 75403-001/75401-001 
FP 0641.8547.00 DUPONT CON 76325-211 

0209.2350.00 EMC BL1-025-S660-22 

0209.2350.00 EMC BL1-025-S660-22 

FP 0243.3578.00 BINDER 742-5-11-0187-00-36 

FP 0243.3578.00 BINDER 742-5-11-0187-00-36 

0691.0533.00 BINDER 750-6-11-7812-00-10 
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Fur diese Unterlage behalten 

095.0026-0693 wir uns alls Rechte vor. 



Kennz. 


Benennung 




Sachnummer 


Hersteller 




Bezeichnung 


enthalten in 


Comp. No. 


Designation 




Stock No. 


Manufacturer 


Designation 


contained in 




XX ZUGEH.STROML. 
CIRC. DIAGR. 
641.8124 S 














C2 


CE 6.8UF+-20 0 /. 6V 5X 4X 7 
ELECTROLYTIC CAPACITOR 


CE 


0087.9270.00 


KEMET 




T340 A685M006 AS 




C3 


CE 6,8UF+-20°/.35V 7X 5X11 
ELECTROLYTIC CAPACITOR 


CE 


0087.9392.00 


KEMET 




T340 C685M040 AS 




Cl 1 


CC 30PF+-5 0 /. 500V PELL 

CAPACITOR 




0580.9504.00 


TEKELEC 




501 CHB 300 J WL 




Cl 2 


CC 100PF+-1/.50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8415.00 


MURATA 




GRM42-6C0G 101 F 50PT 




C13 


CC 56PF+- 1%50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8809.00 


MURATA 




GRM42-6C0G 560F 50PT 




C14 


CC 4 , 7PF+-0 , 25 50VNP01206 
CERAMIC CHIP CAPACITOR 


CC 


0007.8213.00 


MURATA 




GRM42-6C0G 4R7C 50PT 




C15 


CC 100PF+-1%50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8415.00 


MURATA 




GRM42-6C0G 101 F 50PT 




C16 


CC 30PF+-5 0 /. 500V PELL 

CAPACITOR 




0580.9504.00 


TEKELEC 




501 CHB 300J WL 




C20 


CC 30PF+-5 0 /. 500V PELL 

CAPACITOR 




0580.9504.00 


TEKELEC 




501 CHB 300 J WL 




C21 


CC 18PF+-1"/. 50V NPO 1206 

CERAMIC CHIP CAPACITOR 


CC 


0099.8767.00 


MURATA 




GRM42-6C0G 180F 50PT 




C22 


CC 39PF+-1%50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8796.00 


MURATA 




GRM42-6C0G 390F 50PT 




C23 


CC 2 , 7PF+-0 , 25 50VNP01 206 
CERAMIC CHIP CAPACITOR 


CC 


0007.8188.00 


MURATA 




GRM42-6C0G 2R7 C50PT 




C25 


CC 18PF+- 1% 50V NPO 1206 

CERAMIC CHIP CAPACITOR 


CC 


0099.8767.00 


MURATA 




GRM42-6C0G 180F 50PT 




C26 


CC 30PF+-5% 500V PELL 

CAPACITOR 




0580.9504.00 


TEKELEC 




501 CHB 300 J WL 




C27 


CT TRIMM-C 1.5PF-5PF 
TRIMMER 




0527.2650.00 


KYOCERA 




TSR-3P-150 




C29 


CT TRIMM-C 1.5PF-5PF 
TRIMMER 




0527.2650.00 


KYOCERA 




TSR-3P-150 




C30 


CC 8,3PFO,25PF NPO 0805 

CERAMIC CHIP CAPACITOR 


CC 


0099.8309.00 


PHILIPS, 


_co 


2222 861 18828 




C31 


CC 6 , 2PF0 , 25PF50V NP01206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8709.00 


MURATA 




GRM42-C0G6R2 C 50PT 




C32 


CC 12PF+-1”/. 50V NPO 1206 

CERAMIC CHIP CAPACITOR 


CC 


0099.8744.00 


MURATA 




GRM42-6C0G 120 F50PT 




C33 


CC 6 , 2PF0, 25PF50V NP01206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8709.00 


MURATA 




GRM42-C0G6R2 C 50PT 




C34 


CC 10PF+-0.25 50VNP0 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8480.00 


MURATA 




GRM42-6C0G 100 C50PT 




C35 


CT TRIMM-C 1.5PF-5PF 
TRIMMER 




0527.2650.00 


KYOCERA 




TSR-3P-150 




C40 


CC 3 , 9PF+-0 , 25PF500VPELL 
CAPACITOR 


CC 


0580.9491.00 


TEKELEC 




501 CHB 3R9 BWL 




C41 


CC 3 , 9PF+-0 , 25PF500VPELL 
CAPACITOR 


CC 


0580.9491.00 


TEKELEC 




501 CHB 3R9 BWL 




C42 


CC 2 , 2NF+- 10%50VX7R 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8444.00 


PHILIPS, 


CO 


2222 581 16618 




C43 


CC 820PF+-5”/. 50V PELL 

CAPACITOR 


CC 


0552. 1690.00 


TEKELEC 




500CHB82 1 JVLE 




C44 


CC 390PF+-5"/. 200V PELL 

CAPACITOR 




0556.8630.00 


TEKELEC 




201 CHB 391 JWL 




C45 


CC 390PF+-5”/. 200V PELL 

CAPACITOR 




0556.8630.00 


TEKELEC 




201 CHB 391 JWL 




C46 


CC 100PF+-1”/.50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8415.00 


MURATA 




GRM42-6C0G 101 F 50PT 




C61 


CC 100PF+-1%50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8415.00 


MURATA 




GRM42-6C0G 101 F 50PT 




C62 


CC 820PF + -5 0 /. 50V PELL 

CAPACITOR 


CC 


0552. 1690.00 


TEKELEC 




500CHB821 JVLE 




C63 


CC 1 NF+- 10%50VX7R 1206 

CERAMIC CHIP CAPACITOR 


CC 


0099.8438.00 


MURATA 




GRM42-6 X7R 102 K50 




C65 


CC 390PF+-5"/. 200V PELL 

CAPACITOR 




0556.8630.00 


TEKELEC 




201 CHB 391 JWL 




C66 


CC 390PF+-5”/. 200V PELL 

CAPACITOR 




0556.8630.00 


TEKELEC 




201 CHB 391 JWL 




C70 


CT 0,35/3, 5PF RD3,6XL14,3 
AIR-TYPE TRIMMER 


CT 


0037.9553.00 


TRONSER 




60-0404-10003-903 




C71 


CT 0,35/3, 5PF RD3,6XL14,3 
AIR-TYPE TRIMMER 


CT 


0037.9553.00 


TRONSER 




60-0404-10003-903 




C80 


CC 1NF+-20% 50V PELL 

CAPACITOR 


CC 


0456.7579.00 


TEKELEC 




500 CHB 102 MW(V)L 
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Fur diese Unterlage behalten 
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Kennz. 
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Sachnummer 


Hersteiler 


Bezeichnung 


enthalten in 


Comp. No. 


Designation 




Stock No. 


Manufacturer 


Designation 


contained in 


C82 


CC 100PF+-1%50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8415.00 


MURATA 


GRM42-6C0G 101 F 50PT 




C83 


CC 100PF+-5% 500V PELL 

CAPACITOR 


CC 


0556.8699.00 


TEKELEC 


501 CHB 101 JWL 




C89 


CC 150PF+-1°/.50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8509.00 


PHILIPS_CO 


2238 863 18151 




C90 


CC 8,2PF+~5% 500V PELL 

CAPACITOR 




0570 . 9447 . 00 


ATC 


ATC100B 8R2 JW500XR 




C91 


CC 8,2PF+-5% 500V PELL 

CAPACITOR 




0570.9447.00 


ATC 


ATC100B 8R2 JW500XR 




C92 


CC 5, 1PF+-0, 1PF500V PELL 
CAPACITOR 




0456.4534.00 


TEKELEC 


501 CHB 5R1 BVL 




C93 


CC 470PF+-1%50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8515.00 


PHILIPS_CO 


2238 863 18471 




C94 


CC 2 , 2NF+- 10%50VX7R 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099 . 8444 . 00 


PHILIPS_CO 


2222 581 16618 




C95 


CC 470PF+- 1%50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8515.00 


PHILIPS_CO 


2238 863 18471 




C96 


CC 150PF+-1"/.50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099 . 8509 . 00 


PHILIPS_CO 


2238 863 18151 




C97 


CC 470PF+-1%50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8515.00 


PHILIPS_CO 


2238 863 18471 




C98 


CC 100PF+-10%400V N4700 
CAPACITOR 




0086.7467.00 


DRALORIC 


TEFK 7 




C99 


CC 150PF+-1%50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8509.00 


PHILIPS_CO 


2238 863 18151 




CIOO 


CC 1 NF+- 10%50VX7R 1206 

CERAMIC CHIP CAPACITOR 


CC 


0099.8438.00 


MURATA 


GRM42-6 X7R 102 K50 




C101 


CC 1NF+-10%50VX7R 1206 

CERAMIC CHIP CAPACITOR 


CC 


0099.8438.00 


MURATA 


GRM42-6 X7R 102 K50 




Cl 03 


CT 9PF TAUCHTR. 7RDX13 
AIR-TYPE TRIMMER 


CT 


0249.5095.00 


TRONSER 


60-0722-15010-906 




Cl 04 


CT 9PF TAUCHTR. 7RDX 13 
AIR-TYPE TRIMMER 


CT 


0249.5095.00 


TRONSER 


60-0722-15010-906 




Cl 05 


CC 10PF+-5 0 /. NPO TRAPEZ 
CERAMIC CAPACITORS 




0099.4584.00 


STETTNER 


TEFK 7 




Cl 06 


CC 22PF+-1%50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8396.00 


MURATA 


GRM42-6C0G 220F 50PT 




Cl 07 


CC 2 , 2NF+- 10%50VX7R 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099 . 8444 . 00 


PHILIPS_CO 


2222 581 16618 




Cl 08 


CC 1 NF+- 10%50VX7R 1206 

CERAMIC CHIP CAPACITOR 


CC 


0099 . 8438 . 00 


MURATA 


GRM42-6 X7R 102 K50 




Cl 09 


CC 100PF+~10%400V N4700 
CAPACITOR 




0086.7467.00 


DRALORIC 


TEFK 7 




C110 


CC 390PF+-1%50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8880.00 


PHILIPS_CO 


2238 863 18391 




Cl 1 1 


CC 30PF+-5 0 /. 500V PELL 

CAPACITOR 




0580.9504.00 


TEKELEC 


501 CHB 300 J WL 




Cl 12 


CC 0, 4PF+-0 , 1 PF 500V 
PORCELAIN CAPACITOR 




0690.9208.00 


ATC 


ATC100B 0R4 BW500XR 




Cl 13 


CC 39,0PF+-1% 500V PELL 

CAPACITOR 




0456.4670.00 


TEKELEC 


501 CHB 390 FVL 




Cl 14 


CC 0, 4PF+-0 , 1 PF 500V 
PORCELAIN CAPACITOR 




0690.9208.00 


ATC 


ATC100B 0R4 BW500XR 




Cl 15 


CC 30PF+-5 0 /. 500V PELL 

CAPACITOR 




0580.9504.00 


TEKELEC 


501 CHB 300J WL 




Dll 


BM PSW1211 PIN SPDTSWITCH 
PIN-DIODE SWITCH 




0690.9020.00 


MINI-CIRCU 


PSW121 1 




D12 


BM PSW1211 PIN SPDTSWITCH 
PIN-DIODE SWITCH 




0690.9020.00 


MINI-CIRCU 


PSW121 1 




D60 


BM PSW1211 PIN SPDTSWITCH 
PIN-DIODE SWITCH 




0690.9020.00 


MINI-CIRCU 


PSW121 1 




D61 


BM PSW1211 PIN SPDTSWITCH 
PIN-DIODE SWITCH 




0690.9020.00 


MINI-CIRCU 


PSW121 1 




D91 


BM PSW1211 PIN SPDTSWITCH 
PIN-DIODE SWITCH 




0690.9020.00 


MINI-CIRCU 


PSW121 1 




D100 


BM PSW1211 PIN SPDTSWITCH 
PIN-DIODE SWITCH 




0690.9020.00 


MINI-CIRCU 


PSW121 1 




L2 


LD 8 , 2UH 10% 0, 13A 1210 




0009.9552.00 


SIEMENS 


B82422-A1822-K100 




. .7 


SMD INDUCTOR 












L8 


LD 680NH 10% 0, 14A 1210 

CHIP COIL 


LD 


0690.9195.00 


SIEMENS 


B82422-A3681-K100 




L9 


LD 8.2UH 10% 0, 13A 1210 

SMD INDUCTOR 




0009.9552.00 


SIEMENS 


B82422-A1822-K100 




LI 1 


LD 0 , 39UH10%0 , 300HM0, 7 10A 
CHOKE 


LD 


0067.2811.00 


DALE 


I M2 
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L12 


LD 0, 12UH10%0,090HM1 ,300A 
CHOKE 


LD 0067.2757.00 


DALE 


I M2 




L13 


LD O, 18UH10°/.0, 120HM1 , 120A 
CHOKE 


LD 0067.2770.00 


DALE 


I M2 




L14 


LD 0, 12UH10%0,090HM1 , 300A 
CHOKE 


LD 0067.2757.00 


DALE 


I M2 




L15 


LD 0 , 39UH 1 0%0 , 3O0HMO , 7 1 OA 
CHOKE 


LD 0067.2811.00 


DALE 


I M2 




L20 


LL SPULE 25NH 
COIL 25NH 


0690.9037.00 






0691 .0679.00 


L21 


LL SPULE 92NH 
COIL 92NH 


0690.9043.00 






069 1 . 0679 . 00 


L22 


LL SPULE 16NH 
COIL 16NH 


0690.9050.00 






0691 .0679.00 


L23 


LL SPULE 92NH 
COIL 92NH 


0690.9043.00 






0691 .0679.00 


L25 


LL SPULE 25NH 
COIL 25NH 


0690.9037.00 






0691.0679.00 


L26 


LL SPULE 50NH 
COIL 50NH 


0690.9089.00 






069 1 . 0679 . 00 


L29 


LL SPULE 50 NH 


0691 .0740.00 






069 1 . 0679 . 00 


L30 


LL SPULE 25 NH 
COIL 25 NH 


0690.9108.00 






069 1 . 0679 . 00 


L31 


LL SPULE 92NH 
COIL 92NH 


0690.9043.00 






069 1 . 0679 . 00 


L32 


LL SPULE 15NH 
COIL 1 5NH 


0690.9072.00 






069 1 . 0679 . 00 


L33 


LL SPULE 28NH 
COIL 28NH 


0690.9066.00 






069 1 . 0679 . 00 


L34 


LL SPULE 25 NH 
COIL 25 NH 


0690.9108.00 






069 1 . 0679 . 00 


L35 


LL SPULE 50NH 
COIL 50NH 


0690.9089.00 






0691 .0679.00 


L40 


LL SPULE 16 NH 
COIL 16 NH 


0690.9095.00 






0691 .0679.00 


L41 


LD 100NH10%0R21 660IV1A1206 
CERAMIC CHIP COIL 


0691.0733.00 


STETTNER 


5503 00404 




L42 


LL SPULE 60 NH 
COIL 60 NH 


0690.9150.00 






0691.0679.00 


L43 


LD 1 2 , 0UH10%2 , 700HMO, 160A 
CHOKE 


LD 0067.2992.00 


DALE 


I M2 




L51 


XX BESTEHT AUS 
CONSISTING OF 










L52 


XX BESTEHT AUS 
CONSISTING OF 










L53 


XX BESTEHT AUS 
CONSISTING OF 
DD025.0156 
LAENGE 21 MM 










L54 


XX BESTEHT AUS 
CONSISTING OF 
DD026. 2875 
LAENGE 27MM 










L60 


LD 3 , 90UH 1 0% 1 , OOOHMO , 263A 
CHOKE 


LD 0067.2934.00 


DALE 


IM2 




L61 


LL SPULE 60 NH 
COIL 60 NH 


0690.9150.00 






0691.0679.00 


L70 


LL SPULE 6NH BIS 7 NH 
COIL 6NH TO 7 NH 


0690.9114.00 






069 1 . 0679 . 00 


L71 


LL SPULE 10NH 
COIL 10NH 


0690.9120.00 






069 1 . 0679 . 00 


L72 


LL SPULE 2NH BIS 4 NH 
COIL 2NH TO 4 NH 


0690.9137.00 






0691.0679.00 


L73 


LL SPULE 2NH BIS 4 NH 
COIL 2NH TO 4 NH 


0690.9137.00 






0691.0679.00 


L74 


LL SPULE 6NH BIS 7 NH 
COIL 6NH TO 7 NH 


0690.9114.00 






069 1 . 0679 . 00 


L80 


LD 100NH10%0R21 660MA1206 
CERAMIC CHIP COIL 


0691.0733.00 


STETTNER 


5503 00404 




L89 


LD 0 , 47UH 1 0%0 , 350HM0 , 660A 
CHOKE 


LD 0067.2828.00 


DALE 


IM2 




L90 


LL SPULE 10NH 
COIL 10NH 


0690.9189.00 






0691 .0679.00 


L91 


LL SPULE 1 5NH 
COIL 15NH 


0690.9220.00 






0691 .0679.00 


L92 


LD 100NH 10% 0.080HM 1 , 4 A 
CHOKE 


LD 0067.2740.00 


DALE 


I M2 
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L93 


LD 100NH 10"/. 0,080HM 1 , 4A 
CHOKE 


LD 0067.2740.00 


DALE 


I M2 




LI 00 


XX BESTEHT AUS 
CONSISTING OF 
DD025.0156 
LAENGE 30 MM 










L101 


XX BESTEHT AUS 
CONSISTING OF 
□D025.0156 
LAENGE 30 MM 










LI 02 


LD 100NH 10°/. 0.080HM 1,4A 
CHOKE 


LD 0067.2740.00 


DALE 


IM2 




LI 03 


LD 1 , OOUH 1 0°/. 1 , OOOHMO , 390A 
CHOKE 


LD 0067.2863.00 


DALE 


I M2 




LI 04 


LL SPULE 
COIL 


0690.9237.00 






069 1 . 0679 . 00 


LI 05 


LL SPULE 
COIL 


0690.9237.00 






069 1 . 0679 . 00 


L1 1 1 


XX ENTHALTEN IN 
INCLUDED IN 
641.8130 










LI 12 


LD 54NH 2 , 5W CM51P FE-K 

COIL 


0690.9214.00 


TOKO 


E 520 HN 2000023 




LI 13 


LL SPULE 7NH 
COIL 7NH 


0690.9172.00 






0691 .0679.00 


L1 14 


LD 54NH 2 , 5W CM51P FE-K 

COIL 


0690.9214.00 


TOKO 


E 520 HN 2000023 




L1 15 


LD 54NH 2 , 5W CM51P FE-K 

COIL 


0690.9214.00 


TOKO 


E 520 HN 2000023 




L1 16 


LL SPULE 7NH 
COIL 7NH 


0690.9143.00 






069 1 . 0679 . 00 


LI 17 


XX BESTEHT AUS 
CONSISTING OF 
DD025.0133 










L88A 


LL SPULE 3NH 
COIL 3NH 


0690.9166.00 






069 1 . 0679 . 00 


L88B 


LL SPULE 3NH 
COIL 3NH 


0690.9166.00 






0691.0679.00 


N1 1 


BD D.-SCHALTER 40 DB 
ATTENUATION SWITCH 40DB 


0914.0306.00 








N80 


BM MD149 MIXER 1 . 5GHZ 

MIXER 


BM 0334.5320.00 


ANZAC 


MD149 




N81 


BM GPD420 HYBRID AMPL 

BROAD BAND AMPLIFIER 


0691.0840.00 


AVANTEK 


GPD420 




N 100 


BM TFM2 MIXER 1.0GHZ 

MIXER 


BM 0302.6080.00 


MINI-CIRCU 


TFM-2 




R1 


RG 82 , 5K0HM+- 1%TK 100 1206 
CHIP RESISTOR 


RG 0007. 1925.00 


ROEDERSTEI 


DC2 82 , 5K0HM I'/.TKIOO 




R2 


RS 0,5W20KOHM+-20"/.KURVE1 
DEPOS. -CARBON POTENTIOMET 


RS 0069.8075.00 


BOURNS 


3329H-1 




R3 


RG 8 2 , 5K0HM+ - I'/TK 1 00 1206 
CHIP RESISTOR 


RG 0007.1925.00 


ROEDERSTEI 


DC2 82 , 5K0HM I'/.TKIOO 




R4 


RG 1 6 , 2K0HM+- 1%TK 100 1206 
CHIP RESISTOR 


RG 0007.0870.00 


ROEDERSTEI 


DC2 16, 2K0HM I'/.TKIOO 




R5 


RG 1 6 , 2K0HM+- 1%TK 100 1206 
CHIP RESISTOR 


RG 0007.0870.00 


ROEDERSTEI 


DC2 16, 2K0HM 1"/.TK100 




R6 


RG 1 6 , 2K0HM+- 1%TK 100 1206 
CHIP RESISTOR 


RG 0007.0870.00 


ROEDERSTEI 


DC2 16, 2K0HM 1"/.TK100 




R1 1 


RL 0.40W 1 ,21K0HM+-1'/.TK5O 
RESISTOR 


RL 0092. 1450.00 


RESISTA 


MK1 1K21 1% TK50 




R40 


RG 1,0 KO +-1"/.TK100 1206 

CHIP RESISTOR 


RG 0006.7271.00 


ROEDERSTEI 


DC2 1 ,OKOHM I'/.TKIOO 




R41 


RG 8,25K0HM+-1"/.TK1OO 1206 
CHIP RESISTOR 


RG 0007.0770.00 


ROEDERSTEI 


DC2 8 , 25K0HM I'/.TKIOO 




R42 


RG 4 , 64K0HM+ - 1 %TK 1 00 1206 
CHIP RESISTOR 


0007 .0712.00 


RESISTA 


DC 2 




R44 


RG 38,3 OHM+- 1%TK 100 1206 
CHIP RESISTOR 


0006.8784.00 


RESISTA 


DC 2 




R45 


RL 0.40W 390 0HM2"/. UNGEW. 
RESISTOR 


RL 0092.6023.00 


RESISTA 


MK1 3900HM 2% UNGEW. 




R46 


RG 4 , 750HM+- 1%TK 100 1206 

CHIP-RESISTOR 


RG 0007.8420.00 


PHILIPS 


RC 02 




R47 


RG 4,750HM+-1'/.TK100 1206 

CHIP-RESISTOR 


RG 0007.8420.00 


PHILIPS 


RC 02 




R50 


RL 0.40W 47 , 5K0HM+- 1"/.TK50 
RESISTOR 


RL 0092. 1644.00 


RESISTA 


MK1 47K5 1% TK50 
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R51 


RL 0, 40W 47 , 5K0HM+- 1%TK50 


RL 


0092. 1644.00 


RESISTA 


MK1 47K5 1% TK50 






RESISTOR 














R55 


RL O, 40W 47 , 5K0HM+ - 1 %TK50 


RL 


0092. 1644.00 


RESISTA 


MK1 47K5 1°/. TK50 






RESISTOR 














R60 


RG 1,0 KO +-1%TK100 
CHIP RESISTOR 


1206 


RG 


0006.7271 .00 


ROEDERSTEI 


DC2 1 , OKOHIVI 1%TK 100 




R61 


RG 8 , 25K0HM+- 1°/TK100 
CHIP RESISTOR 


1206 


RG 


0007.0770.00 


ROEDERSTEI 


DC2 8 , 25K0HM 1%TK100 




R62 


RG 38,3 0HM+-1“/.TK1OO 
CHIP RESISTOR 


1206 




0006.8784.00 


RESISTA 


DC 2 




R63 


RL 0.40W 390 0HM2”/. UNGEW. 


RL 


0092.6023.00 


RESISTA 


MK1 3900HN1 2% UNGEW. 






RESISTOR 














R64 


RG 4, 750HIVH — 1%TK100 
CHIP-RESISTOR 


1206 


RG 


0007.8420.00 


PHILIPS 


RC 02 




R65 


RG 4,750HM+-1%TK100 
CHIP-RESISTOR 


1206 


RG 


0007.8420.00 


PHILIPS 


RC 02 




R66 


RG 46 , 4K0HM+- 1%TK100 
CHIP RESISTOR 


1206 




0007. 1860.00 


RESISTA 


DC 2 




R67 


RG 4 , 64K0HM+ - 1 %TK 1 00 
CHIP RESISTOR 


1206 




0007 .0712.00 


RESISTA 


DC 2 




R68 


RG 1 0 , OKOHM+ - 1 %TK 1 00 
RG CHIP RESISTOR 


1206 


RG 


0007.0793.00 


ROEDERSTEI 


DC2 10, OKOHIVI 1%TK100 




R69 


RG 4 , 64K0HM+- 1 %TK 1 00 
CHIP RESISTOR 


1206 




0007 .0712.00 


RESISTA 


DC 2 




R80 


RG 1 ,82K0HM+-1%TK1OO 
RESISTOR CHIP 


1206 


RG 


0007.5720.00 


ROEDERSTEI 


DC2 1 , 82K0HM 1%TK100 




R81 


RG 2 , 740HIVH — 1%TK 100 
CHIP-RESISTOR 


1206 


RG 


0007.8365.00 


PHILIPS 


RC 02 




R82 


RG 1 ,82K0HM+-1°/.TK100 
RESISTOR CHIP 


1206 


RG 


0007.5720.00 


ROEDERSTEI 


DC2 1 , 82K0HM 1%TK100 




R83 


RL 0, 40W 82,5 OHM+- 1 %TK50 


RL 


0092. 1315.00 


RESISTA 


WIK 1 82 , 50HIVI 1% TK50 






RESISTOR 














R88 


RG 46,4 0HM+-1%TK100 
CHIP RESISTOR 


1206 




0006.8803.00 


RESISTA 


DC 2 




R89 


RG 46,4 0HM+-1"/.TK100 
CHIP RESISTOR 


1206 




0006 . 8803 . 00 


RESISTA 


DC 2 




R90 


RG 1,0 KO +-1"/.TK100 
CHIP RESISTOR 


1206 


RG 


0006.7271 .00 


ROEDERSTEI 


DC2 1, OKOHIVI 1%TK100 




R91 


RG 8 , 25K0HM+- 1%TK 100 
CHIP RESISTOR 


1206 


RG 


0007.0770.00 


ROEDERSTEI 


DC2 8 , 25K0HIVI 1%TK100 




R92 


RG 4,64K0HM+-1%TK1OO 
CHIP RESISTOR 


1206 




0007.0712.00 


RESISTA 


DC 2 




R93 


RG 562 0HM+-1%TK1OO 
CHIP RESISTOR 


1206 


RG 


0006.9068.00 


ROEDERSTEI 


DC2 5620HM 1%TK100 




R94 


RG 4,750HM+-1"/.TK100 
CHIP-RESISTOR 


1206 


RG 


0007.8420.00 


PHILIPS 


RC 02 




R95 


RG 4, 750HM+-1%TK100 
CHIP-RESISTOR 


1206 


RG 


0007.8420.00 


PHILIPS 


RC 02 




R96 


RG 23 , 70HM+- 1%TK100 
CHIP RESISTOR 


1206 




0006.8732.00 


RESISTA 


DC 2 




R97 


RG 464 0HM+-1%TK1OO 
CHIP RESISTOR 


1206 




0006 . 9045 . 00 


RESISTA 


DC 2 




R98 


RG 10,0 OHM+- 1%TK 100 
CHIP -RESISTOR 


1206 


RG 


0006 . 8649 . 00 


DRALORIC 


CR(B) 1206... 




R99 


RG 464 OHM+- 1°/.TK100 
CHIP RESISTOR 


1206 




0006 . 9045 . 00 


RESISTA 


DC 2 




R101 


RG 56,2 OHM+- 1%TK100 
CHIP RESISTOR 


1206 


RG 


0006.8826.00 


ROEDERSTEI 


DC2 56 , 20HM 1”/.TK100 




R102 


RG 1,0 KO +-1"/»TK100 
CHIP RESISTOR 


1206 


RG 


0006.7271 .00 


ROEDERSTEI 


DC2 1, OKOHIVI 1%TK100 




R103 


RG 8,25K0HM+-1%TK100 
CHIP RESISTOR 


1206 


RG 


0007.0770.00 


ROEDERSTEI 


DC2 8 , 25K0HM 1%TK100 




R104 


RG 4 , 64K0HM+- 156TK100 
CHIP RESISTOR 


1206 




0007.0712.00 


RESISTA 


DC 2 




R105 


RG 511 0HM+-1”/.TK1OO 
CHIP RESISTOR 


1206 


RG 


0006.9051 .00 


ROEDERSTEI 


DC2 5110HM 1”/oTK100 




R106 


RG 26, 10HM+-1%TK100 
CHIP RESISTOR 


1206 




0006.8749.00 


RESISTA 


DC 2 




R107 


RG 10,0 OHM+- 1%TK100 
CHIP -RESISTOR 


1206 


RG 


0006.8649.00 


DRALORIC 


CR(B) 1206... 




R108 


RG 10,0 0HM+-1"/.TK1OO 
CHIP -RESISTOR 


1206 


RG 


0006.8649.00 


DRALORIC 


CR( B) 1206... 




R109 


RG 464 0HM+-1"/.TK1OO 
CHIP RESISTOR 


1206 




0006.9045.00 


RESISTA 


DC 2 




R1 10 


RG 10,0 0HIV1+- 1%TK 100 
CHIP -RESISTOR 


1206 


RG 


0006.8649.00 


DRALORIC 


CR( B) 1206... 




R1 1 1 


RG 464 OHM+- 1%TK 100 
CHIP RESISTOR 


1206 




0006.9045.00 


RESISTA 


DC 2 
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R1 12 


RG 1 6 , 2K0HM+- 1 %TK 1 00 1206 
CHIP RESISTOR 


RG 


0007.0870.00 


ROEDERSTEI 


DC2 16 , 2K0HM 1‘/.TK100 




R1 1 3 


RG 162 KOHM+-1°/.TK100 1206 
CHIP RESISTOR 


RG 


0007.1990.00 


ROEDERSTEI 


DC2 162K0HM 1V.TK100 




R1 14 


RG 422 OHM+- 1%TK100 1206 

CHIP RESISTOR 




0006.9039.00 


RESISTA 


DC 2 




VI 


AK BCX70H N 45V 200MA 

TRANSISTOR 


AK 


0007.3105.00 


VALVO 


BCX 70 H 




V2 


AK BCX71J P 45V 200MA 

TRANSISTOR 


AK 


0007 . 2096 . 00 


VALVO 


BCX71J GEGURTET 




V40 


AD BAS32 75V UDI 

DIODE 


AD 


0006.7288.00 


PHILIPS 


BAS32 (L) 




V45 


AK BCX71J P 45V 200MA 

TRANSISTOR 


AK 


0007 . 2096 . 00 


VALVO 


BCX71J GEGURTET 




V46 


AK HXTR3101 N 18V 50W1A 

TRANSISTOR 




0690.9250.00 


HEWLETT_PA 


HXTR3101 




V50 


AE BB405B 11/ 2PF CDI 


AE 


0596.6839.00 


PHILIPS 


BB405B 




. .55 


TUNING DIODE 












V60 


AD BAS32 75V UDI 

DIODE 


AD 


0006.7288.00 


PHILIPS 


BAS32 (L) 




V65 


AK BCX71J P 45V 200MA 

TRANSISTOR 


AK 


0007.2096.00 


VALVO 


BCX71J GEGURTET 




V66 


AK HXTR3101 N 18V 50MA 
TRANSISTOR 




0690.9250.00 


HEWLETT_PA 


HXTR3101 




V67 


AK BCX71J P 45V 200MA 

TRANSISTOR 


AK 


0007.2096.00 


VALVO 


BCX71J GEGURTET 




V90 


AD BAS32 75V UDI 

DIODE 


AD 


0006.7288.00 


PHILIPS 


BAS32 (L) 




V95 


AK BCX71J P 45V 200MA 

TRANSISTOR 


AK 


0007.2096.00 


VALVO 


BCX71J GEGURTET 




V96 


AK HXTR3101 N 18V 50IV1A 
TRANSISTOR 




0690.9250.00 


HEWLETT_PA 


HXTR3101 




VIOO 


AD BAS 3 2 75V UDI 

DIODE 


AD 


0006.7288.00 


PHILIPS 


BAS32 (L) 




VI 05 


AK BCX71J P 45V 200MA 

TRANSISTOR 


AK 


0007 . 2096 . 00 


VALVO 


BCX71J GEGURTET 




VI 06 


AK HXTR3101 N 18V 50IVIA 
TRANSISTOR 




0690.9250.00 


HEWLETT_PA 


HXTR3101 




VI 07 


AK BCX71J P 45V 200MA 

TRANSISTOR 


AK 


0007.2096.00 


VALVO 


BCX71J GEGURTET 




W1 1 


DX HF-KABEL 
RF CABLE 




0690.9266.00 






0691.0685.00 


W12 


DX HF-KABEL 
RF CABLE 




0690.9272.00 






0691.0685.00 


W20 


DX HF-KABEL 
RF CABLE 




0690.9337.00 






0691.0685.00 


W40 


DX HF-KABEL 
RF CABLE 




0690.9289.00 






0691.0685.00 


W60 


DX HF-KABEL 
RF CABLE 




0690.9350.00 






0691.0685.00 


W61 


DX HF-KABEL 
RF CABLE 




0690.9295.00 






0691.0685.00 


W62 


DX HF-KABEL 
RF CABLE 




0690.9343.00 






0691.0685.00 


W81 


DX HF-KABEL 
RF CABLE 




0690.9308.00 






0691.0685.00 


W90 


DX HF-KABEL 
RF CABLE 




0690.9314.00 






0691.0685.00 


W100 


DX HF-KABEL 
RF CABLE 




0690.9320.00 






0691.0685.00 


X64 


FJ EINBAUBUCHSE SYST.MCX 
HF CONNECTOR 




0455.8259.00 


IMS 


005.01.2212. 191 




X66 


FJ EINBAUBUCHSE SYST.MCX 
HF CONNECTOR 




0455.8259.00 


IMS 


005.01.2212. 191 




X67 


FP STIFTLEISTE 10P.GER. 
CONNECTOR 10P 




0691.0527.00 


BINDER 


750-5-11-7811-00-10 




Z1 1 


LD 10GHZ 50DB 1 00V 1 0A4RDX9 


LD 


0451.4636.00 


SPECTRUM 


51-713-036 




. . 16 


LEAD-THROUGH FILTER 












Z40 


LD 10GHZ 50DB 1 00V 1 0A4RDX9 
LEAD-THROUGH FILTER 


LD 


0451.4636.00 


SPECTRUM 


51-713-036 




Z50 


LD 10GHZ 50DB 1 00V 1 0A4RDX9 
LEAD-THROUGH FILTER 


LD 


0451.4636.00 


SPECTRUM 


51-713-036 




Z51 


LD 10GHZ 50DB 1 00V 1 0A4RDX9 
LEAD-THROUGH FILTER 


LD 


0451.4636.00 


SPECTRUM 


51-713-036 
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Fur diese Unterlage behalten 
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Kennz. 
Comp. No. 



Benennung 

Designation 



Sachnummer 
Stock No. 



enthalten in 
contained in 



LD 10GHZ 50DB 1 OOV 1 0A4RDX9 
LEAD-THROUGH FILTER 
LD 10GHZ 50DB 1 OOV 1 OA4RDX9 
LEAD-THROUGH FILTER 
LD 10GHZ 50D B 1 0OV 1 0A4RDX9 
LEAD-THROUGH FILTER 
LD 10GHZ 50DB 1 OOV 1 0A4RDX9 
LEAD-THROUGH FILTER 
LD 10GHZ 50DB 1 OOV 1 0A4RDX9 
LEAD-THROUGH FILTER 
LD 10GHZ 50DB 1 OOV 1 0A4RDX9 
LEAD-THROUGH FILTER 
LD 10GHZ 50DB 1 OOV 1 OA4RDX9 
LEAD-THROUGH FILTER 
LD 10GHZ 50D B 1 0OV 1 0 A 4 RDX9 
LEAD-THROUGH FILTER 



LD 0451.4636.00 
LD 0451.4636.00 
LD 0451.4636.00 
LD 0451.4636.00 
LD 0451.4636.00 
LD 0451.4636.00 
LD 0451 .4636.00 
LD 0451 .4636.00 



Hersteller 

Manufacturer 


Bezeichnung 

Designation 


SPECTRUM 


51-713-036 


SPECTRUM 


51-713-036 


SPECTRUM 


51-713-036 


SPECTRUM 


51-713-036 


SPECTRUM 


51-713-036 


SPECTRUM 


51-713-036 


SPECTRUM 


51-713-036 


SPECTRUM 


51-713-036 
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Designation 


contained in 




XX ZUGEH . STROML . 
CIRC. DIAGR. 
641.8147 S 












A51 


ZE OSZILLATOR 
OSCILLATOR 

HIERZU STROML. 641.8418 S 
SEE CIRC. DIAGR. 641 .8418 S 




0641.8418.02 








B1 


BM TFM4 MIXER 1 . 2GHZ 

MIXER 




0691.0291.00 


MINI-CIRCU 


TFM4( - 1 2 ) 




Cl 


CC 27PF+-2%4X5NP0 


CC 


0087.6470.00 


PHILIPS CO 


2222 678 






CAPACITOR 












C2 


CC 27PF+-2%4X5NP0 
CAPACITOR 


CC 


0087.6470.00 


PHILIPS_CO 


2222 678 




C3 


CE 4,7UF+-20"/.10V 5X 4X 7 
ELECTROLYTIC CAPACITOR 


CE 


0022.8056.00 


KEMET 


T340 A475M010 AS 




C4 


CC 1NF + -20 0 /. 50V PELL 

CAPACITOR 


CC 


0456.7579.00 


TEKELEC 


500 CHB 102 MW(V)L 




C5 


CC 390PF+-5"/. 200V PELL 

CAPACITOR 




0556.8630.00 


TEKELEC 


201 CHB 391 JWL 




C6 


CC 1 NF+- 10%50VX7R 1206 

CERAMIC CHIP CAPACITOR 


CC 


0099.8438.00 


MURATA 


GRM42-6 X7R 102 K50 




C8 


CC 100PF+-T/.50V NPO 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8415.00 


MURATA 


GRM42-6C0G 101 F 50PT 




C9 


CC 2.7PF+-0, 1PF500V PELL 
UHF -CAPACITOR 


CC 


0570.9430.00 


TEKELEC 


501 CHB 2R7 BWL 




CIO 


CC 100PF+-2“/.4X5N750 
CAPACITOR 


CC 


0087.6906.00 


PHILIPS_CO 


2222 678 58101 




C11 


CC 1NF+-20 0 /. 50V PELL 

CAPACITOR 


CC 


0456.7579.00 


TEKELEC 


500 CHB 102 MW ( V ) L 




C13 


CE 150UF+-20’/. 6V12X 7X11 
CE 150UF+-20 0 /. 6V12X 7X11 


CE 


0087.9286.00 


KEMET 


T340 D157M006 AS 




C14 


CE 47 UF + -20”/. 6V 7X 5X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8040.00 


KEMET 


T340 C476M006 AS 




C15 


CC 1NF+-10°/.63V K2000 
CERAMIC CAPACITOR 


CC 


0022.0784.00 


PHI LI PS_CO 


2222 630 




C16 


CC 1NF+-20"/. 50V PELL 

CAPACITOR 


CC 


0456.7579.00 


TEKELEC 


500 CHB 102 MW ( V ) L 




C18 


CC 100PF+-2°/.4X5N750 
CAPACITOR 


CC 


0087.6906.00 


PHILIPS_CO 


2222 678 58101 




C19 


CC 100PF+-2°/.4X5N750 
CAPACITOR 


CC 


0087.6906.00 


PHILIPS_CO 


2222 678 58101 




C20 


CC 100PF+-2%4X5N750 
CAPACITOR 


CC 


0087.6906.00 


PHILIPS_CO 


2222 678 58101 




C21 


CE 2 , 2UF+-20”/.20V 5X 4X 7 
ELECTROLYTIC CAPACITOR 


CE 


0022.8104.00 


KEMET 


T340 A225M025 AS 




C22 


CC 1 0N F - 20+ 50% 7 X8 R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C23 


CC 390PF+-5 0 /. 200V PELL 

CAPACITOR 




0556.8630.00 


TEKELEC 


201 CHB 391 JWL 




C24 


CC 10NF~20+50%7X8 R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C25 


CC 10NF~20+50%7X8 R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C26 


CC 82PF+-2%6X7NP0 
CAPACITOR 


CC 


0087.6535.00 


PHILIPS_CO 


2222 678 10 829 




C27 


CC 1 0NF - 20+50%7X8 R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C28 


CC 100NF+-10%50V5K1200VIE 
CAPACITOR 


CC 


0084.5350.00 


UNION_CARB 


CK 05 BX 104K 




C29 


CK 33NF+-5'/.63V RD2 , 5H7MKT 
CAPACITOR 


CK 


0099.2900.00 


ROEDERSTEI 


MKT 1826-333/014 




C30 


CK 2.2NF +-1% 100V RM5 KP 
POLYPROPYLENE CAPACITOR 


CK 


0007.7617.00 


ROEDERSTEI 


KP1830-222 01 1 3 W 




C31 


CK 4.7NF +-1% 63V RM5 KP 

POLYPROPYLENE CAPACITOR 




0007.7630.00 


ROEDERSTEI 


KP1830-247 06 1 3 W 




C32 


CE 3,3UF+-20%16V 5X 4X 7 
ELECTROLYTIC CAPACITOR 


CE 


0087.9311 .00 


KEMET 


T340 A335M016 AS 




C33 


CC 10NF-20+50%7X8 R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C34 


CC 1NF+-10"/.63V K2000 
CERAMIC CAPACITOR 


CC 


0022.0784.00 


PHILIPS_CO 


2222 630 




C35 


CC 1NF+-10%63V K2000 
CERAMIC CAPACITOR 


CC 


0022.0784.00 


PHILIPS_CO 


2222 630 




C36 


CC 100NF+- 10%50V5K1 200VIE 
CAPACITOR 


CC 


0084.5350.00 


UNION_CARB 


CK 05 BX 104K 
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C37 


CC 1NF+-10°/.63V K2000 


CC 


0022.0784.00 


PHILIPS 


CO 


2222 630 






CERAMIC CAPACITOR 














C38 


CE 47 UF+-20%35V 12X1 2X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8233.00 


KEMET 




T340 E476M040 AS 




C39 


CK 680NF+-5 0 /. 50VRD5H10MKT 
CAPACITOR 


CK 


0099.2981.00 


ERO 




MKT 1826-468/064-R 




C40 


CK 680NF+-5% 50VRD5H10MKT 
CAPACITOR 


CK 


0099.2981.00 


ERO 




MKT 1826-468/064-R 




C41 


CK 680NF+-5% 50VRD5H10MKT 
CAPACITOR 


CK 


0099.2981.00 


ERO 




MKT 1826-468/064-R 




C42 


CK 680NF+-5"/. 50VRD5H10MKT 
CAPACITOR 


CK 


0099.2981.00 


ERO 




MKT 1826-468/064-R 




C43 


CK 680NF+-5 0 /. 50VRD5H10MKT 
CAPACITOR 


CK 


0099.2981.00 


ERO 




MKT 1826-468/064-R 




C44 


CK 680NF+-5% 50VRD5H10MKT 
CAPACITOR 


CK 


0099.2981.00 


ERO 




MKT 1826-468/064-R 




C45 


CE 100UF+-20%10V12X 7X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8062.00 


KEMET 




T340 D107M010 AS 




C46 


CC 100NF+- 1 0%50V5K 1 200V I E 


CC 


0084.5350.00 


UNION CARB 


CK 05 BX 104K 






CAPACITOR 














C47 


CE 2,2UF+-20%35V 7X 5X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8191.00 


KEMET 




T340 B225M040 AS 




C48 


CE 2,2UF+-20%35V 7X 5X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8191.00 


KEMET 




T340 B225M040 AS 




C49 


CE 330UF+-20 0 /. 6V12X12X11 
ELECTROLYTIC CAPACITOR 


CE 


0087.9292.00 


KEMET 




T340 E337M006 AS 




C50 


CC 2,2NF+-10°/=50VX7R 1206 
CERAMIC CHIP CAPACITOR 


CC 


0099.8444.00 


PHILIPS. 


.CO 


2222 581 16618 




C51 


CC 1NF+-10"/.50VX7R 1206 

CERAMIC CHIP CAPACITOR 


CC 


0099.8438.00 


MURATA 




GRM42-6 X7R 102 K50 




C52 


CC 10NF-20+50%7X8 R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 




2222 640 51103 




C53 


CC 100NF+-10°/.50V5K1200VIE 


CC 


0084.5350.00 


UNION CARB 


CK 05 BX 104K 






CAPACITOR 














D2 


BL SP8607AC 2:1UHF PRESC 
IC PRESCALER 




0302.5490.00 


PLESSEY 




SP8607A(CM) 




D3 


BL SP8643ADG10: 1UHF PRESC 
IC PRESCALER 




0691 .0304.00 


PLESSEY 




SP8643A(DG) 




D4 


BL SP8695BDG10: 1UHF PRESC 




0303.8970.40 


GEC-PLESSY 


SP8695ADG 






IC PRESCALER 














D5 


BL 54F02DM 4X2 IN NORGATE 




0691.0627.00 


FAIRCHILD 


54F02DM 






NOR GATE 














D6 


BL SN54S20J 2/4INP . NAND 
IC NAND GATE SN54S20J 




0468.5924.00 


TEXAS 




SN54S20J 




D7 


BL 54F192DM U/D-DEC . COUNT 




0691.0633.00 


FAIRCHILD 


54F192DM 






UP/DOWN DECADE COUNTER 














D8 


BL HEF4751VD UNIV. DIVID 
UNIVERSAL DIVIDER 




0343.0057.00 


VALVO 




HEF4751VD 




D9 


BL HEF4750VD FREQU. SYNTH 
FREQUENCY SYNTHESIZER 




0343 . 0063 . 00 


VALVO 




HEF4750VD 




DIO 


BL SP8793DP8 40:1 PRESC 

IC PRESCALER 




0691.0310.00 


PLESSEY 




SP8793(DP8) 




LI 


LD 0,10 UH 10% 935 MIA 
CHOKE 


LD 


0092.3030.00 


DELEVAN 




0819/100K 




L2 


LD 1 , OOUH 1 0% 1 , OOOHMO , 390A 
CHOKE 


LD 


0067.2863.00 


DALE 




I M2 




L3 


LD 0, 39UH10%0, 300HMO, 7 10A 
CHOKE 


LD 


0067.2811.00 


DALE 




I M2 




L4 


LL LUFTSPULE 
AIR-CORED COIL 




069 1 . 0004 . 00 










L5 


LD 1 , OOUH 1 0% 1 , OOOHMO , 390A 
CHOKE 


LD 


0067.2863.00 


DALE 




I M2 




L9 


LD 1 , OOUH 1 0% 1 , OOOHMO , 390A 
CHOKE 


LD 


0067.2863.00 


DALE 




I M2 




LIO 


LD 100NH 10% 0.080HM 1,4A 
CHOKE 


LD 


0067.2740.00 


DALE 




I M2 




L1 1 


LD 100 UH 10%8, OOOHMO, 084A 
CHOKE 


LD 


0067.3101 .00 


DALE 




IM2 




L12 


LD 0,10 UH 10% 935 MIA 
CHOKE 


LD 


0092.3030.00 


DELEVAN 




0819/100K 




L47 


LD 180 UH 1 0% 1 7 , OOHMO , 057 A 
CHOKE 


LD 


0067.3130.00 


DALE 




I M2 




L65 


LD SPULE 
COIL 




0691.0279.00 
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N1 


BM PC1651G MMIC 

BROADBAND AMPLIFIER 




0691.0285.40 


NEC 


PC-1651G 






N2 


BM PC1651G MMIC 

BROADBAND AMPLIFIER 




0691.0285.40 


NEC 


PC-1651G 






N3 


BO 0P2OGZ LP OPAMP 

OPERATIONAL AMPLIFIER 




0691.0562.00 


ANALOG_DEV 


0P2OGP 






N4 


BM PC1651G MMIC 

BROADBAND AMPLIFIER 




0691.0285.40 


NEC 


PC-1651G 






N5 


BM GPD310 HYBRID AMPL 

BROADBAND AMPLIFIER 




0691.0456.00 


AVANTEK 


SM88-7763 






R1 


RL 0.40W 274 0HM+- 1°/.TK50 

RESISTOR 


RL 


0092. 1373.00 


RESISTA 


MK1 2740HM 


I'/. TK50 




R2 


RL 0, 40W 120 0HM2% UNGEW. 
RESISTOR 


RL 


0092.5962.00 


RESISTA 


MK1 1200HM 


2 % UNGEW. 




R3 


RG 121 OHM+- 1%TK 100 1206 

CHIP RESISTOR 


RG 


0006.8903.00 


ROEDERSTEI 


DC2 1210HM 


1%TK100 




R4 


RL 0, 60W 82,5 0HM+-1°/.TK50 
RESISTOR 


RL 


0082.9707.00 


RESISTA 


MK2 






R5 


RL 0, 60W 1 ,50KOHM+-1“/.TK50 
RESISTOR 


RL 


0083.0732.00 


RESISTA 


MK2 






R6 


RL 0,40W 47,5 OHM+- 1%TK50 
RESISTOR 


RL 


0092. 1267.00 


DRALORIC 


SMA0204 






R15 


RL 0 , 40W 100 0HM2 0 /. UNGEW. 
RESISTOR 


RL 


0092.5956.00 


RESISTA 


MK1 1000HM 


2% UNGEW. 




R16 


RL 0 , 40W 100 0HM2% UNGEW. 
RESISTOR 


RL 


0092.5956.00 


RESISTA 


MK1 1000HM 


2 % UNGEW. 




R17 


RL 0.60W 47,5 OHM+- 1°/.TK50 
RESISTOR 


RL 


0082.9507.00 


RESISTA 


MK2 






R19 


RL 0, 60W 22, 1K0HM+-1%TK5O 
RESISTOR 

TRIMMWERT/SELECTED 


RL 


0083.1545.00 


RESISTA 


MK2 






R20 


RL 0.60W 1 0 , OKOHM+- 1 %TK50 
RESISTOR 


RL 


0083.1297.00 


RESISTA 


MK2 






R21 


RL 0, 60W 2 , 74K0HM+- 1%TK50 
RESISTOR 


RL 


0083.0926.00 


RESISTA 


MK2 






R22 


RL 0, 60W 3 , 32K0HM+- 136TK50 
RESISTOR 


RL 


0083.0990.00 


RESISTA 


MK2 






R23 


RL 0, 60W 3 , 32K0HM+- 1%TK50 
RESISTOR 


RL 


0083.0990.00 


RESISTA 


MK2 






R24 


RL 0, 60W 681 OHM+- 1%TK50 
RESISTOR 

TRIMMWERT/SELECTED 


RL 


0083.0490.00 


RESISTA 


MK2 






R25 


RL 0, 40W 464 0HM+-1"/.TK50 

RESISTOR 

TRIMMWERT/SELECTED 




0092.5391.00 


RESISTA 


MK1 






R26 


RL 0, 60W 3 , 92K0HM+- 1%TK50 
RESISTOR 


RL 


0083. 1039.00 


RESISTA 


MK2 






R27 


RL 0, 60W 357 0HM+-1°/.TK50 
RESISTOR 


RL 


0083.0284.00 


RESISTA 


MK2 






R29 


RL 0, 35W 511 OHM+- 1%TK50 
RESISTOR 


RL 


0083.0426.00 


RESISTA 


MK2 






R30 


RL 0, 60W 562 0HM+-1%TK50 
RESISTOR 


RL 


0083.0461 .00 


RESISTA 


MK2 






R31 


RL 0.60W 3 , 92K0HM+- 154TK50 
RESISTOR 


RL 


0083. 1039.00 


RESISTA 


MK2 






R32 


RL 0.60W 357 OHM+- 1"/.TK50 
RESISTOR 


RL 


0083.0284.00 


RESISTA 


MK2 






R33 


RL 0.60W 357 0HM+-1%TK50 
RESISTOR 


RL 


0083.0284.00 


RESISTA 


MK2 






R34 


RL 0, 35W 511 OHM+- 1%TK50 
RESISTOR 


RL 


0083.0426.00 


RESISTA 


MK2 






R35 


RL 0.60W 2,21K0HM+-1”/.TK50 
RESISTOR 


RL 


0082.2477.00 


RESISTA 


MK2 






R36 


RL 0, 35W 511 OHM+- 1%TK50 
RESISTOR 


RL 


0083.0426.00 


RESISTA 


MK2 






R37 


RL 0 , 60W 1 0 , OKOHM+ - 1 %TK50 


RL 


0083. 1297.00 


RESISTA 


MK2 






. .40 


RESISTOR 














R41 


RL 0.60W 33 , 2K0HM+- 1°/TK50 
RESISTOR 


RL 


0083. 1674.00 


RESISTA 


MK2 






R42 


RL 0, 60W 33 , 2K0HM+-154TK50 
RESISTOR 


RL 


0083.1674.00 


RESISTA 


MK2 






R43 


RL 0, 60W 68, 1K0HM+-1°/.TK50 
RESISTOR 


RL 


0082.2602.00 


RESISTA 


MK2 






R44 


RL 0, 60W 2,21 KOHM+- 1 %TK50 
RESISTOR 


RL 


0082.2477.00 


RESISTA 


MK2 






R45 


RL 0.60W 4 , 75K0HM+- 1%TK50 
RESISTOR 


RL 


0083.1097.00 


RESISTA 


MK2 
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R46 


RL 0, 60W 1 OOKOHM+- 1 %TK50 
RESISTOR 


RL 


0082. 1764.00 


RESISTA 


MK2 




R47 


RL 0, 60W 2 , 74K0HM+- 1°/.TK50 
RESISTOR 


RL 


0083.0926.00 


RESISTA 


MK2 




R48 


RL 0,60W 1 KOHM+ - 1 %TK50 
RESISTOR 


RL 


0082.2160.00 


RESISTA 


MK2 




R50 


RL 0.60W 6,81K0HM+-1‘/.TK50 
RESISTOR 


RL 


0082.2560.00 


RESISTA 


MK2 




R51 


RL 0, 60W 27 , 4K0HM+- 1%TK50 
RESISTOR 


RL 


0082.2583.00 


RESISTA 


MK2 




R52 


RL 0, 60W 1 0 , OKOHM+- 1 %TK50 
RESISTOR 


RL 


0083.1297.00 


RESISTA 


MK2 




R53 


RL 0,60W 47 , 5K0HM+- 1%TK50 
RESISTOR 


RL 


0083. 1800.00 


RESISTA 


MK2 




R54 


RL 0.60W 47 , 5K0HM+- 1%TK50 
RESISTOR 


RL 


0083. 1800.00 


RESISTA 


MK2 




R55 


RL 0, 60W 475 OHM+- 1%TK50 
RESISTOR 


RL 


0083.0390.00 


RESISTA 


MK2 




R56 


RL 0,60W 100 OHM+- 154TK50 
RESISTOR 


RL 


0082.6543.00 


RESISTA 


MK2 




R57 


RL 0,60W 2,21 KOHM+- 1%TK50 
RESISTOR 

TRIMMWERT / SELECTED 


RL 


0082.2477.00 


RESISTA 


MK2 




R58 


RL 0, 60W 10 , OKOHM+- 1%TK50 
RESISTOR 


RL 


0083. 1297.00 


RESISTA 


MK2 




R59 


RL 0, 60W3 , 32M0HM+- 1%TK50 
METALFILMRESISTOR 
TRIMMWERT / SELECTED 


RL 


0099.8215.00 


RESISTA 


MK2 




R60 


RL 0 , 40W 27 , 4K0HM+- 1%TK50 
RESISTOR 


RL 


0092. 1615.00 


RESISTA 


MK1 27K4 1% TK50 




R61 


RL 0, 40W 27 , 4K0HM+- 1%TK50 
RESISTOR 


RL 


0092.1615.00 


RESISTA 


MK 1 27K4 1% TK50 




R62 


RL 0, 60W 562 OHM+- 1%TK50 
RESISTOR 

TRIMMWERT / SELECTED 


RL 


0083.0461 .00 


RESISTA 


MK2 




R63 


RN 9X47 K0HM+-2"/. SIL10 H5 
RESISTOR NETWORK 


RN 


0341.9286.00 


BOURNS 


4610X-T09-473 




R65 


RL 0.60W 681 0HM+-1%TK5O 
RESISTOR 


RL 


0083.0490.00 


RESISTA 


MK2 




R66 


RG 147 0HM+-1"/.TK1OO 1206 

CHIP RESISTOR 




0006.8926.00 


RESISTA 


DC 2 




R67 


RG 68,1 0HM+-1°/.TK1OO 1206 
CHIP RESISTOR 


RG 


0006.8849.00 


ROEDERSTEI 


DC2 68,1 OHM 1%TK100 




R68 


RG 68,1 OHM+- 1%TK100 1206 
CHIP RESISTOR 


RG 


0006.8849.00 


ROEDERSTEI 


DC2 68,1 OHM r/.TK100 




R69 


RG 3, 16K0HM+-1”/.TK100 1206 
CHIP RESISTOR 




0007.0670.00 


RESISTA 


DC 2 




R70 


RL 0.60W 1 8 , 2K0HM+- 1 %TK50 
RESISTOR 


RL 


0083. 1480.00 


RESISTA 


MK2 




U1 


BV TCA720 DC/DC CONV 




0691.0327.40 


ITT-SEMICO 


TCA-720 




V13 


AK BFT66 N 15V 30MA 

TRANSISTOR 


AK 


0252.5728.00 


SIEMENS 


BFT66 


F 


V13 


AK BFT66 N 15V 30MA 

TRANSISTOR 


AK 


0252.5728.40 


SIEMENS 






V14 


AK BCY59IX N 45V 200MA 
TRANSISTOR 


AK 


0010.5163.00 


VALVO 


BCY59IX 




V15 


AK BCY59IX N 45V 200MA 
TRANSISTOR 


AK 


0010.5163.00 


VALVO 


BCY59IX 




V16 


AK 2N918 N 15V 50MA 

TRANSISTOR 




0010.4515.00 


MOTOROLA 


2N918 




V 17 


AD 1N4151 50V 0A2 UDI 

DIODE 


AD 


0012.0723.00 


VALVO 


1N4151 GEGURTET 




V 1 8 


AD 1N4151 50V 0A2 UDI 

DIODE 


AD 


0012.0723.00 


VALVO 


1N4151 GEGURTET 




V19 


AD 1N4151 50V 0A2 UDI 

DIODE 


AD 


0012.0723.00 


VALVO 


1N4151 GEGURTET 




V20 


AD 1N4151 50V 0A2 UDI 

DIODE 


AD 


0012.0723.00 


VALVO 


1N4151 GEGURTET 




V21 


AE BZX79/B6V8 0,5W ZDI 
ZENER DIODE 


AE 


0586.9906.00 


PHILIPS 


BZX79B6V8 




V22 


AE BZV86/2VO STABISTOR 
ZENER DIODE 


AE 


0086.8270.00 


PHILIPS 


BZV86C2VO 




X4 


FP STIFTLEISTE 36P.R2.54 
PIN CONNECTOR 


FP 


0242.3600.00 


BINDER 


742-1 1-0179-00-36 
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Fur diese Unterlage behalten 

095.0026-0693 wir uns aile Rechte vor. 



Kennz. 
Comp. No. 



Benennung 


Sachnummer 


Hersteller 


Bezeichnung 


Designation 


Stock No. 


Manufacturer 


Designation 



enthalten in 
contained in 



3-POLIG 

FP STIFTLEISTE 36P.R2.54 

PIN CONNECTOR 

3-POLIG 

FP STIFTLEISTE 36P.R2,54 

PIN CONNECTOR 

2-POLIG 

FJ EINBAUBUCHSE SYST.MCX 
HF CONNECTOR 
FJ EINBAUBUCHSE SYST.MCX 
HF CONNECTOR 
FP STIFTLEISTE 10P.GER. 
CONNECTOR 10P 

LD 10GHZ 50DB 1 OOV 1 0A4RDX9 
LEAD-THROUGH FILTER 
LD 10GHZ 50DB 1 OOV 1 0A4RDX9 
LEAD-THROUGH FILTER 
LD 10GHZ 50DB 1 OOV 1 0A4RDX9 
LEAD-THROUGH FILTER 



FP 0242.3600.00 BINDER 742-11-0179-00-36 

FP 0242.3600.00 BINDER 742-11-0179-00-36 



0455.8259.00 IMS 

0455.8259.00 IMS 

0691.0527.00 BINDER 



005.01.2212. 191 
005.01.2212.191 
750-5-11-7811-00-10 



LD 0451.4636.00 SPECTRUM 51-713-036 
LD 0451.4636.00 SPECTRUM 51-713-036 
LD 0451.4636.00 SPECTRUM 51-713-036 




Datum 


Schaltteiiliste fur 


Sachnummer 


Blatt-Nr. 


Date 


Parts list for 


Stock No. 


Page 


14. 1 1 .97 


EE EB100-B3 SYNTHESIZER 
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5- 

















Fur diese Unterlage behollen 
wir uns alle Rechte vor 












Kenn2. 
Comp. No. 


Benennung 

Designation 


Sachnummer 
Stock No. 


A 


XX ZUGEH.STROML. 
CIRC . DIAGR. 
641.8418 S 




Cl 


CC 110PF+-5 0 /. 300V PELL 


0580.9485.00 


C2 


CC 3.2PF+-0, 1PF500V PELL 
CAPACITOR 


0456.4528.00 


C3 


CC 1 ,8PF+-0, 1PF500V RRIB 
CAPACITOR 


0561.3740.00 


C4 


CC 47PF+-2%5X6NP0 
CAPACITOR 


CC 0087.6506.00 


C5 


CC 2.7PF+-0, 1PF500V PELL 
UHF -CAP AC I TOR 


CC 0570.9430.00 


LI 
. .5 
L6 


LD 0,10 UH 10% 935 MIA 
CHOKE 

XX BESTEHT AUS 
CONSISTING OF 
ANSCHLUSS ANODE VI 
WIRE ANODE VI 


LD 0092.3030.00 


R1 


RL 1 ,78KOHIV11%TK50IV1ELF0204 
RESISTOR-MELF 


0006.7859.00 


R2 


RL 0 , 40W 2 , 74K0HM+- 1%TK50 
RESISTOR 


RL 0092. 1496.00 


R3 


RL 0 , 40W 47 0HM2% UNGEW. 

RESISTOR 


RL 0092.5910.00 


R4 


RL 0.40W 110 OHM+- 1%TK50 
RESISTOR 


0092.0131 .00 


R5 


RL 0, 40W 150 OHM+- 1%TK50 
RESISTOR 


RL 0092.1344.00 


R6 


RL 0, 40W 47 0HM2% UNGEW. 

RESISTOR 


RL 0092.5910.00 


R7 


RL 0, 40W 150 OHM+- 1%TK50 
RESISTOR 


RL 0092. 1344.00 


R8 


RL 0 , 40W 150 OHM+- 1%TK50 
RESISTOR 


RL 0092.1344.00 


R9 


RL 0.40W 27 0HM2% UNGEW. 

RESISTOR 


RL 0092.5885.00 


RIO 


RL 0.40W 150 OHM+- 1%TK50 
RESISTOR 


RL 0092.1344.00 


R11 


RL 0, 40W 47 0HM2% UNGEW. 

RESISTOR 


RL 0092.5910.00 


VI 
. .4 


AE BB405B 11/ 2PF CDI 

TUNING DIODE 


AE 0596.6839.00 


V5 


AK BFR96 N 15V 75MA 

TRANSISTOR 


AK 0093.2738.00 


W1 


DX HF-ROHRKABEL W1 
RF CABLE W1 


0641.9050.00 


W2 


DX HF-ROHRKABEL W2 
RF CABLE W2 


0641 .9066.00 


Z1 


LD 10GHZ 50DB 1 00V 1 0A4RDX9 
LEAD-THROUGH FILTER 


LD 0451.4636.00 


Z2 


LD 10GHZ 50DB 1 00V 1 0A4RDX9 
LEAD-THROUGH FILTER 


LD 0451.4636.00 



Hersteller 

Manufacturer 


Bezeichnung 

Designation 


enthalten in 
contained in 


TEKELEC 


301 CHB 111 JVL 




ATC 


ATC100B 3R2 BW500XR 




TEKELEC 


501 CHB 1R8 B3L 




PHILIPS_CO 


2222 678 




TEKELEC 


501 CHB 2R7 BWL 




DELEVAN 


0819/100K 




RESISTA 


MSI 1,78 KOHM 1%TK50 




RESISTA 


MK1 2K74 1% TK50 




RESISTA 


MK1 470HM 2% UNGEW. 




RESISTA 


MK1 




RESISTA 


MK1 1500HM 1% TK50 




RESISTA 


MK 1 470HM 2% UNGEW. 




RESISTA 


MK1 1500HM 1% TK50 




RESISTA 


MK1 1500HM 1% TK50 




RESISTA 


MK1 270HM 2% UNGEW. 




RESISTA 


MK1 1500HM 1% TK50 




RESISTA 


MK 1 470HM 2% UNGEW. 




PHILIPS 


BB405B 




VALVO 


BFR96 


0691.0727.00 

0691.0727.00 


SPECTRUM 


51-713-036 




SPECTRUM 


51-713-036 





MENP3 
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Fur diese Unterlage behalten 

095.0026-0693 wir uns alia Rechte vor. 



Kennz. 


Benennung 




Sachnummer 


Herstallar 


Bezeichnung 


enthalten in 


Comp. No. 


Designation 




Stock No. 


Manufacturer 


Designation 


contained in 




XX ZUGEH.STROML. 
CIRC. DIAGR. 

708 . 9503S 












A71 


BD SPANNUNGSREGLER 
BD VOLTAGE CONTROL 
HIERZU STROML . 708 . 9555S 
SEE CIRC. DIAGR. 708. 9555S 




0708.9555.00 








M2 


BD NF-VERSTAERKER 
BD AF AMPLIFIER 
HIERZU STROML. 708. 9578S 
SEE CIRC. DIAGR. 708. 9578S 




0708.9578.00 








M3 


BD SQUELCH 
SQUELCH 

NUR VAR/ONLY MOD: 02 
HIERZU STROML. 708. 9603S 
SEE CIRC. DIAGR. 708. 9603S 




0708.9603.02 








M3 


BD SQUELCH 

NUR VAR/ONLY MOD: 10 
HIERZU STROML. 708. 9603S 
SEE CIRC. DIAGR. 708. 9603S 




0708.9603. 10 








B50 


EQ 1 1 , 700MHZ CL30 HC-45/U 
QUARTZ CRYSTAL 1 1 , 700MHZ 




0950.7342.00 


QUARZKERAM 


EQ 0950.7342 




B80 


EO 1 28MHZ-QU OSZ.TCXO 5V 
CRYSTAL OSCILLATORTCXO 




0709.0380.00 


TELEQUARZ 


CCO 103-28 




C4 


CK 100NF+-5%63VRD2 , 5H7MKT 
CAPACITOR 


CK 


0099.2930.00 


ROEDERSTEI 


MKT 1826-410-06-4W 




C6 


CK 220NF+~5%63VRD3 , 5H9MKT 
CAPACITOR 


CK 


0099.2952.00 


ROEDERSTEI 


MKT 1826-422-06-4 




C7 


CE 22 UF+-20%16V 7X 5X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8091.00 


KEMET 


T340 C226M016 AS 




C9 


CK 220NF+-5°/.63VRD3 , 5H9MKT 
CAPACITOR 


CK 


0099.2952.00 


ROEDERSTEI 


MKT 1826-422-06-4 




C11 


CC 5 , 6NF+- 10%100V5K 1 200VI 
CERAMIC CAPACITOR 




0082.7427.00 


UNION_CARB 


CK 05 BX 562K 




C 1 2 


CC 10NF-20+50°/.7X8R4000 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




. .24 


CAPACITOR 












C25 


CC 10NF-20+50%7X8 R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C26 


CC 10NF-20+50"/.7X8 R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C27 


CC 10NF-20+50"/.7X8 R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C39 


CC 1NF+-10°/.63V K2000 


CC 


0022.0784.00 


PHILIPS CO 


2222 630 




. .44 


CERAMIC CAPACITOR 












C45 


CC 10NF-20+50°/.7X8R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C46 


CC 390PF+-5% NPO VI EL 
CERAMIC CAPACITOR 


CC 


0060.0842.00 


AVX 


MR051A391JTA TR 




C47 


CC 1NF+-10°/.63V K2000 
CERAMIC CAPACITOR 


CC 


0022.0784.00 


PHILIPS_CO 


2222 630 




C48 


CE 47 UF+-20”/. 6V 7X 5X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8040.00 


KEMET 


T340 C476M006 AS 




C49 


CK 100NF+-5%63VRD2 , 5H7MKT 
CAPACITOR 


CK 


0099.2930.00 


ROEDERSTEI 


MKT 1826-410-06-4W 




C50 


CE 22 UFH — 20% 16V 7X 5X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8091.00 


KEMET 


T340 C226M016 AS 




C51 


CC 1 50PF+-2%6X9N 1 50 
CAPACITOR 


CC 


0087.6735.00 


PHILIPS_CO 


2222 678 34151 




C52 


CE 47 UF+-20”/. 6 V 7X 5X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8040.00 


KEMET 


T340 C476M006 AS 




C53 


CC 4,7NF+-10%100V5K1200VI 
CERAMIC CAPACITOR 


CC 


0068 . 4053 . 00 


UNION_CARB 


CK 05 BX 472K 




C54 


CK 100NF+~5%63VRD2 , 5H7MKT 
CAPACITOR 


CK 


0099.2930.00 


ROEDERSTEI 


MKT 1826-410-06-4W 




C55 


CC 39PF+-2"/=4X5NP0 
CAPACITOR 


CC 


0087.6493.00 


PHILIPS_CO 


2222 678 




C56 


CC 22PF+-2"/.4X5NP0 
CAPACITOR 


CC 


0087.6464.00 


PHILIPS_CO 


2222 678 




C57 


CC 33PF+-2"/.4X5NP0 
CAPACITOR 


CC 


0087.6487.00 


PHILIPS_CO 


2222 678 




C58 


CC 18PF+-2%3X4NP0 
CAPACITOR 


CC 


0087 . 6458 . 00 


PHILIPS_CO 


2222 678 




C60 


CE 22 UF+-205416V 7X 5X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8091.00 


KEMET 


T340 C226M016 AS 
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C61 


CK 100NF+-5°/.63VRD2,5H7MKT 
CAPACITOR 


CK 0099.2930.00 


ROEDERSTEI MKT 1 826-4 10-06-4W 




C62 


CC 56PF+-2°/.5X6NP0 
CAPACITOR 


CC 0087.6512.00 


PHILIPS CO 2222 678 




C63 


CC 390PF+-5 0 /. NPO VIEL 
CERAMIC CAPACITOR 


CC 0060.0842.00 


AVX MR051A391JTA TR 




C64 


CK 100NF+-5/463VRD2 , 5H7MKT 
CAPACITOR 


CK 0099.2930.00 


ROEDERSTEI MKT 1 826-4 10-06-4W 




C65 

C66 


CC 56PF+-2%5X6NP0 
CAPACITOR 

CC 1 NF+- 5% 1 00V NPO VIEL 
CERAMIC CAPACITOR 


CC 0087.6512.00 
0060.0894.00 


PHILIPS CO 2222 678 

AVX MR 061 A 102 JAA 




C67 


CC 10NF-20+50°/.7X8R4000 
CAPACITOR 


CC 0087.7525.00 


VALVO 2222 640 51103 




C68 


CC 10NF-20+50%7X8R4000 
CAPACITOR 


CC 0087.7525.00 


VALVO 2222 640 51103 




C70 


CK 1 00NF+-5°/.63VRD2 , 5H7MKT 
CAPACITOR 


CK 0099.2930.00 


ROEDERSTEI MKT 1 826-4 10-06-4W 




C71 


CC 1NF+-10%63V K2000 
CERAMIC CAPACITOR 


CC 0022.0784.00 


PHILIPS_CO 2222 630 




C72 


CC 330PF+-2%6X9N750 
CERAMIC CAPACITOR 


CC 0087.6964.00 


PHILIPS_CO 2222 678 58331 




C73 

C74 


CC 1NF+-10“/.63V K2000 
CERAMIC CAPACITOR 
CC 82PF+- 10%400V N4700TRA 
CAPACITOR 


CC 0022.0784.00 
0086.7450.00 


PHILIPS_CO 2222 630 
DRALORIC TEFK 7 




C77 


CC 1 ONF -20+50%7X8R4000 
CAPACITOR 


CC 0087.7525.00 


VALVO 2222 640 51103 




C78 


CC 1 ONF ~20+50%7X8 R4000 
CAPACITOR 


CC 0087.7525.00 


VALVO 2222 640 51103 




C86 


CC 1 NF+- 10%63V K2000 
CERAMIC CAPACITOR 


CC 0022.0784.00 


PHILIPS_CO 2222 630 




C87 


CC 1NF+-10%63V K2000 
CERAMIC CAPACITOR 


CC 0022.0784.00 


PHILIPS_CO 2222 630 




C88 


CC 1NF+-10°/.63V K2000 
CERAMIC CAPACITOR 


CC 0022.0784.00 


PHILIPS_CO 2222 630 




C89 


CC 10NF-20+50°/.7X8R4000 
CAPACITOR 


CC 0087.7525.00 


VALVO 2222 640 51103 




C90 


CC 10NF-20+50°/.7X8R4000 
CAPACITOR 


CC 0087.7525.00 


VALVO 2222 640 51103 




C91 

C92 


CC 1 NF+- 10%63V K2000 
CERAMIC CAPACITOR 
CC 470PF~20+50“/.R2000TRAP. 
CAPACITOR 


CC 0022.0784.00 
0083.6776.00 


PHILIPS_CO 2222 630 
DRALORIC TEFK 7 




C93 


CC 1PF+-0, 25PF3X4P100 
CAPACITOR 


CC 0087.6170.00 


PHILIPS CO 2222 678 




C94 


CE 4, 7UF+-20%10V 5X 4X 7 
ELECTROLYTIC CAPACITOR 


CE 0022.8056.00 


KEMET T340 A475M010 AS 




C95 


CE 22 UF+-20"/16V 7X 5X11 
ELECTROLYTIC CAPACITOR 


CE 0022.8091.00 


KEMET T340 C226M016 AS 




C97 

C98 


CC 1PF+-0, 25 50V NPO 1206 
CERAMIC CHIP CAPACITOR 
TRIMMWERT/SELECTED 
CC 1NF+80-20°/.R4000 TRAP 
CERAMIC CAPACITOR 


CC 0099.8667.00 
0086.7515.00 


PHILIPS_CO 2238 863 15108 
DRALORIC TEFK 7 




C99 


CC 1NF+-10°/.63V K2000 
CERAMIC CAPACITOR 


CC 0022.0784.00 


PHILIPS_CO 2222 630 




CIOO 


CT 9.2PF TAUCHTR. RD 7X12 
AIR-TYPE TRIMMER 


CT 0025.7367.00 


TRONSER 60-0741-15010-030 




C101 


CT 9 , 2PF TAUCHTR. RD 7X12 
AIR-TYPE TRIMMER 


CT 0025.7367.00 


TRONSER 60-0741-15010-030 




Cl 02 


CT 9 , 2PF TAUCHTR. RD 7X12 
AIR-TYPE TRIMMER 


CT 0025.7367.00 


TRONSER 60-0741-15010-030 




Cl 03 


CC 1 PF+-0, 25PF3X4P 100 
CAPACITOR 


CC 0087.6170.00 


PHILIPS CO 2222 678 




Cl 04 


CC 1 PF+-0, 25PF3X4P 100 
CAPACITOR 


CC 0087.6170.00 


PHILIPS CO 2222 678 




Cl 05 


CC 10PFH — 0, 25PF3X4NP0 
CAPACITOR 

TRIMMWERT/SELECTED 


CC 0087.6429.00 


PHILIPS_CO 2222 678 10109 




Cl 06 


CC 68PF+-2%6X7NP0 
CAPACITOR 


CC 0087.6529.00 


PHILIPS CO 2222 678 




Cl 07 


CC 12PF+-2%3X4NP0 
CAPACITOR 


CC 0087.6435.00 


VALVO 2222 678 




Cl 08 
..110 


CC 10NF-20+50%7X8R4000 
CAPACITOR 


CC 0087.7525.00 


VALVO 2222 640 51103 




Cl 1 1 


CC 1 ONF -20+ 50%7X8 R4000 
CAPACITOR 


CC 0087.7525.00 


VALVO 2222 640 51103 
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Cl 12 


CC 120PF+-2”/.6X9NP0 


CC 


0087.6558.00 


PHILIPS_CO 


2222 678 10121 






CAPACITOR 












Cl 13 


CK 330NF+-5%63VRD4,5H10 
CAPACITOR 


CK 


0099.2969.00 


ROEDERSTEI 


MKT 1826-433-06-4 




Cl 14 


CK 220NF+-5°/.63VRD3 , 5H9MKT 
CAPACITOR 


CK 


0099 . 2952 . 00 


ROEDERSTEI 


MKT 1826-422-06-4 




LI 


LD 10 UH 10% 3R3 144 MA 
CHOKE 


LD 


0026.4184.00 


DALE 


I M2 




L2 


LD 10 UH 10% 3R3 144 MA 
CHOKE 


LD 


0026.4184.00 


DALE 


I M2 




L20 


LD 10 UH 10% 3R3 144 MA 
CHOKE 


LD 


0026.4184.00 


DALE 


I M2 




L41 


LD SPULE 
COIL 




0691.0379.00 






0709.0100.00 


L42 


LD 10 UH 10% 3R3 144 MA 
CHOKE 


LD 


0026.4184.00 


DALE 


I M2 




L43 


LF ROHRKERN 3B 
TUBULAR CORE 


LF 


0026.9257.00 


VALVO 


4330 0304 3641 




L50 


LD 5 , 60UH 1 0% 1 , 800HMO , 1 95A 
CHOKE 


LD 


0067.2957.00 


DALE 


I M2 




L60 


LD 10 UH 10% 3R3 144 MA 
CHOKE 


LD 


0026.4184.00 


DALE 


I M2 




L61 


LD SPULE 
COIL 




0691.0385.00 






0709.0100.00 


L71 


LD 0 , 82UH 1 0%0 , 850HMO , 420A 
CHOKE 


LD 


0067.2857.00 


DALE 


I M2 




L82 


LD 10 UH 10% 3R3 144 MA 
CHOKE 


LD 


0026.4184.00 


DALE 


I M2 




L83 


LD 10 UH 10% 3R3 144 MA 
CHOKE 


LD 


0026.4184.00 


DALE 


I M2 




L84 


LD 0, 18UH10%0, 120HM1 , 120A 
CHOKE 


LD 


0067.2770.00 


DALE 


I M2 




L85 


LD 0, 15UH10%0, 100HM1 , 230A 
CHOKE 


LD 


0067.2763.00 


DALE 


I M2 




L90 


LL LUFTSPULE 
AIR-CORED COIL 




0691 .0391 .00 






0709.0100.00 


L91 


LL LUFTSPULE 
AIR-CORED COIL 




0691.0391 .00 






0709.0100.00 


L92 


LL LUFTSPULE 
AIR-CORED COIL 




0691 .0410.00 






0709.0100.00 


L93 


LD 10 UH 10% 3R3 144 MA 
CHOKE 


LD 


0026.4184.00 


DALE 


I M2 




N1 


BO LM124J 4XLP OPAMP 

OPERATIONAL AMPLIFIER 




0300.6353.00 


NSC 


LM124J 




N3 


BO TCA965 FENSTER-DISKR 
DISCRIMINATOR 


BO 


0279.2213.00 


SIEMENS 


TCA965B 




NIO 


BO SA604AN DEMOD IFAMPL 
IF-AMLIFIER 




0709.0139.00 


SIGNETICS 


SA604AN 




N20 


BO SL612C IF AMPL 

IF AMPLIFIER 


BO 


0568 .0917.60 


PLESSEY 


SL612C 




N40 


BO SL6700C IF AMPL 

IF AMPL AND AM DETECTOR 




0691.0427.60 


PLESSEY 


SL6700CDP 




N60 


BO S041E DEMOD. IFAMPL 

DEMODULATOR IF AMPLIFIER 




0568.0923.00 


SIEMENS 


S041E 




N70 


BM TFM2 MIXER 1.0GHZ 

MIXER 


BM 


0302.6080.00 


MINI-CIRCU 


TFM-2 




N80 


BM MM76612 MMIC 

BROADBAND AMPLIFIER 




0691.0433.00 


NEC 


UPC1653(A) 




N81 


BM MM76612 MMIC 

BROADBAND AMPLIFIER 




0691.0433.00 


NEC 


UPC1653(A) 




N90 


BM PC1651G MMIC 

BROADBAND AMPLIFIER 




0691.0285.40 


NEC 


PC-1651G 




R1 


RL 0 , 40W 100 KOHM+- 1%TK50 
RESISTOR 


RL 


0092. 1680.00 


RESISTA 


MK1 100K 10% TK50 




R2 


RL 0, 40W 100 K0HM+-1%TK50 
RESISTOR 


RL 


0092. 1680.00 


RESISTA 


MK1 100K 10% TK50 




R4 


RL 0, 40W 100 KOHM+- 1%TK50 
RESISTOR 


RL 


0092. 1680.00 


RESISTA 


MK1 100K 10% TK50 




R8 


RL 0.40W 100 KOHM+- 1%TK50 


RL 


0092. 1680.00 


RESISTA 


MK1 1 OOK 10% TK50 




..11 


RESISTOR 












R12 


RL 0, 40W 1 ,OOKOHM+-1%TK50 
RESISTOR 


RL 


0092. 1444.00 


RESISTA 


MK1 1 KOO 1% TK50 




R13 


RS 0, 5W1OOK0HM+-2O%KURVE 1 
DEPOS. -CARBON POTENTIOMET 


RS 


0069 . 0468 . 00 


BI_TECHNOL 


82P R100K 
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R14 


RL 0.40W 
RESISTOR 


100 K0HM+-1°/.TK5O 


RL 


0092. 1680.00 


RESISTA 


MK1 


100K 10% TK50 




R15 


RL 0 , 40W 
RESISTOR 


182 K0HM+-1“/.TK5O 


RL 


0092.0525.00 


RES I ST A 


MK 1 






R29 


RL 0 , 40W 


82 , 5K0HM+- 1%TK50 


RL 


0092 .1673. 00 


RESISTA 


MK1 








RESISTOR 














R30 


RS 0,5W10K0HM+-20%KURVE1 
DEPOS. -CARBON POTENTIOMET 


RS 


0069 . 8069 . 00 


BI_TECHNOL 


82P 


R10K 




R37 


RS 0, 5W 200 0HM+-20%KURV1 
DEPOS. -CARBON POTENTIOMET 


RS 


0069.8017.00 


BI_TECHNOL 


82 1 


P 




R40 


RL 0, 40W 
RESISTOR 


270 0HM2% UNGEW. 


RL 


0092.6000.00 


RESISTA 


MK1 


2700HM 2% UNGEW. 




R41 


RL 0, 40W 
RESISTOR 


12, 1K0HM+- 1%TK50 


RL 


0092. 1573.00 


RESISTA 


MK1 






R42 


RL 0, 40W 
RESISTOR 


390 0HM2% UNGEW. 


RL 


0092.6023.00 


RESISTA 


MK1 


3900HM 2% UNGEW. 




R43 


RL 0, 60W 
RESISTOR 


2 , 49K0HM+- 1%TK50 


RL 


0083.0890.00 


RESISTA 


MK2 






R44 


RL 0, 40W 
RESISTOR 


15 0HM2% UNGEW. 


RL 


0092.5856.00 


RESISTA 


MK1 


150HM 2% UNGEW. 




R45 


RL 0, 40W 
RESISTOR 


390 0HM2% UNGEW. 


RL 


0092.6023.00 


RESISTA 


MK1 


3900HM 2% UNGEW. 




R46 


RL 0,40W 
RESISTOR 


1 , OOKOHM+ - 1 %TK50 


RL 


0092. 1444.00 


RESISTA 


MK 1 


1K00 1% TK50 




R50 


RL 0 , 40W 
RESISTOR 


1 , OOKOHM+ - 1 %TK50 


RL 


0092. 1444.00 


RESISTA 


MK1 


1K00 1% TK50 




R51 


RL 0,40W 
RESISTOR 


100 K0HM+-1%TK5O 


RL 


0092.1680.00 


RESISTA 


MK1 


100K 10% TK50 




R60 


RL 0, 40W 
RESISTOR 


2 , 74K0HM+- 1%TK50 


RL 


0092. 1496.00 


RESISTA 


MK1 


2K74 1% TK50 




R61 


RL 0, 60W 
RESISTOR 


1M0HM+-1"/.TK50 


RL 


0082.7862.00 


RESISTA 


MK2 






R62 


RL 0, 60W 
RESISTOR 


392 K0HM+~1%TK5O 


RL 


0083.2512.00 


RESISTA 


MK2 






R63 


RL 0 , 40W 
RESISTOR 


182 K0HM+-1%TK5O 


RL 


0092.0525.00 


RESISTA 


MK1 






R70 


RL 0 , 40W 
RESISTOR 


121 0HM+-1"/.TK5O 


RL 


0092.1338.00 


RESISTA 


MK1 


1210HM 1% TK50 




R71 


RL 0 , 40W 
RESISTOR 


1 8 , 2K0HM+- 1 %TK50 


RL 


0092.1596.00 


RESISTA 


MK1 


1 8K2 1% TK50 




R72 


RL 0.40W 
RESISTOR 


470 0HM2% UNGEW. 


RL 


0092.6030.00 


RESISTA 


MK 1 


4700HM 2% UNGEW. 




R73 


RL 0.40W 
RESISTOR 


49,9 OHM+- 1%TK50 


RL 


0087.9157.00 


RESISTA 


MK1 






R74 


RL 0.40W 
RESISTOR 


10 0HM2% UNGEW. 


RL 


0092 . 5833 . 00 


DRALORIC 


SMA 


0204 




R75 


RL 0, 40W 
RESISTOR 


10 0HM2% UNGEW. 


RL 


0092.5833.00 


DRALORIC 


SMA 


0204 




R76 


RL 0, 40W 
RESISTOR 


270 0HM2% UNGEW. 


RL 


0092.6000.00 


RESISTA 


MK 1 


2700HM 2% UNGEW. 




R77 


RL 0.40W 
RESISTOR 


820 0HM2% UNGEW. 


RL 


0092.6069.00 


RESISTA 


MK1 


8200HM 2% UNG. 




R78 


RL 0, 40W 
RESISTOR 


820 0HM2% UNGEW. 


RL 


0092.6069.00 


RESISTA 


MK1 


8200HM 2% UNG. 




R79 


RL 0, 40W 
RESISTOR 


39 0HM2% UNGEW. 


RL 


0092.5904.00 


RESISTA 


MK1 


390HM 2% UNGEW. 




R83 


RL 0, 40W 
RESISTOR 


100 0HM2% UNGEW. 


RL 


0092.5956.00 


RESISTA 


MK1 


1000HM 2% UNGEW. 




R84 


RL 0, 40W 
RESISTOR 


100 0HM2% UNGEW. 


RL 


0092.5956.00 


RESISTA 


MK 1 


1000HM 2% UNGEW. 




R85 


RL 0, 40W 
RESISTOR 


15 , OKOHM+- 1%TK50 


RL 


0092. 1580.00 


RESISTA 


MK1 


15K 1% TK50 




R86 


RL 0, 40W 
RESISTOR 


150 OHM+- 1%TK50 


RL 


0092. 1344.00 


RESISTA 


MK1 


1500HM 1% TK50 






TRIMMWERT / SELECTED 














R90 


RL 0, 40W 
RESISTOR 


270 0HM2% UNGEW. 


RL 


0092.6000.00 


RESISTA 


MK1 


2700HM 2% UNGEW. 






TRIMMWERT/SELECTED 














R91 


RL 0.40W 
RESISTOR 


68 0HM2% UNGEW. 


RL 


0092.5933.00 


RESISTA 


MK1 


680HM 2% UNGEW. 




RIOO 


RL 0.40W 


56 , 2K0HM+- 1%TK50 


RL 


0092. 1650.00 


RESISTA 


MK1 








RESISTOR 














R101 


RS 0,5W100KOHM+-20%KURVE1 
DEPOS. -CARBON POTENTIOMET 


RS 


0069 . 0468 . 00 


BI_TECHNOL 


82P 


R100K 




R102 


RL O-OHM- 


■WIDERST. 0204 


RL 


0069.0000.00 


DRALORIC 


OMA 


0204 






O-OHM RESISTOR 














R103 


RL 0, 40W 
RESISTOR 


1 5 , OKOHM+- 1%TK50 


RL 


0092 .1580. 00 


RESISTA 


MK 1 


15K 1% TK50 
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R104 


RL 0, 60W 10M0HM+-1%TK50 
RESISTOR 


RL 


0620.0318.00 


RESISTA 


MK2 




R105 


RL 0,40W 100 KOHIVH — 1%TK50 
RESISTOR 


RL 


0092.1680.00 


RESISTA 


MK1 100K 10% TK50 




R106 


RL 0 , 40W 680 0HM2% UNGEW. 
RESISTOR 

TRIMMWERT/SELECTED 


RL 


0092.6052.00 


RESISTA 


MK1 6800HM 2% UNGEW. 




R107 


RL 0, 40W 56 0HM2% UNGEW. 

RESISTOR 


RL 


0092.5927.00 


RESISTA 


MK1 560HM 2% UNGEW. 




R108 


RL 0, 40W 1 0 , OKOHM+ - 1 %TK50 
RESISTOR 


RL 


0092.1567.00 


RESISTA 


MK1 10K0 1% TK50 




R109 


RL 0, 40W 1 0 , OKOHM+- 1 %TK50 
RESISTOR 


RL 


0092. 1567.00 


RESISTA 


MK1 10K0 1% TK50 




SI 


SD 2EBENEN 3MAL 4 UNTERBR 
ROTARY SWITCH 




0708.9590.00 


ALCATEL 


484 32 52 978 




V5 


AE CR039 CURRIST.0.39MA 
CURRISTOR 


AE 


069 1 . 0479 . 00 


SILICONIX 


CR039 




V40 


AK 2N918 N 15V 50IV1A 

TRANSISTOR 




0010.4515.00 


MOTOROLA 


2N918 




V50 


AK BCY59IX N 45V 200MA 
TRANSISTOR 


AK 


0010.5163.00 


VALVO 


BCY59IX 




V70 


AK 2N2369A N 15V 200MA 
TRANSISTOR 


AK 


0010.4680.00 


VALVO 


2N2369A ODER BSX20 




V81 


AE BB405B 11/ 2PF CDI 

TUNING DIODE 


AE 


0596.6839.00 


PHILIPS 


BB405B 




V90 


AD 1N4151 50V 0A2 UDI 

DIODE 


AD 


0012.0723.00 


VALVO 


1N4151 GEGURTET 




V95 


AD 1N4151 50V 0A2 UDI 

DIODE 


AD 


0012.0723.00 


VALVO 


1N4151 GEGURTET 




V97 


AM J270 P-D 30V JFET 

FET 




0586.8516.00 


NSC 


J270 




W1 


DX HF-KABEL 
RF CABLE 




0691.0240.00 






0709 . 0074 . 00 


W2 


DX HF-KABEL 
RF CABLE 




0691.0256.00 






0709 . 0074 . 00 


W3 


DX HF-KABEL 
RF CABLE 




0709.0080.00 






0709.0074.00 


W4 


DX HF-KABEL 
RF CABLE 




0709.0097.00 






0709.0074.00 


X20 


FJ EINBAUSTECKER F.GS SMB 
CONNECTOR 




0709.0245.00 


IMS 


465. 1 1 . 1510.001 




X71 


FJ EINBAUBUCHSE SYST.MCX 
HF CONNECTOR 




0455.8259.00 


IMS 


005.01.2212.191 




X72 


FJ EINBAUBUCHSE SYST.MCX 
HF CONNECTOR 




0455.8259.00 


IMS 


005.01.2212. 191 




X73 


FJ EINBAUBUCHSE SYST.MCX 
HF CONNECTOR 




0455.8259.00 


IMS 


005.01.2212. 191 




X77A 


FP STIFTL . WIN 36P.R2.54 
ANGLE PIN CONNECTOR 
1 1-POLIG 


FP 


0243.3578.00 


BINDER 


742-5-11-0187-00-36 




X77B 


FP STIFTL. WIN 36P.R2.54 
ANGLE PIN CONNECTOR 
1 1-POLIG 


FP 


0087.9105.00 


BINDER 


742-5-11-0191-00-36 




Z1 


ER 1 0 , 7MHZBANDP . KER . B 1 80K 
10.7MHZ-BANDP.CER.BW180K 




0691.0485.00 


MURATA 


SFE10.7MS3H RED 




Z2 


EP 10, 7MHZ-BANDP . MON . B15K 
1 0 , 7 MHZ-BANDPASS , BW : 1 5KHZ 




0691.0491.00 


TELEFILTER 


MQF10. 7-1500/17 




Z3 


EP 10, 7MHZ-BANDP . ,B:7,5K 
10, 7MHZ BANDPASS 




0691.0504.00 


TELEFILTER 


MQF 10. 7-0750/ 11 




Z40 


ER 10, 7MHZBANDP . KER. B180K 
10, 7MHZ-BANDP . CER. BW180K 




0691.0485.00 


MURATA 


SFE10.7MS3H RED 




Z50 


ER 10, 7MHZBANDP . KER. B180K 
1 0 , 7MHZ-BANDP . CER . BW 1 80K 




0691.0485.00 


MURATA 


SFE10.7MS3H RED 




Z70 


LD 10GHZ 50DB 1 00V 1 0A4RDX9 
LEAD-THROUGH FILTER 


LD 


0451.4636.00 


SPECTRUM 


51-713-036 




Z80 


LD 10GHZ 50DB 1 00V 1 0A4RDX9 
LEAD-THROUGH FILTER 


LD 


0451.4636.00 


SPECTRUM 


51-713-036 




Z81 


LD 10GHZ 50D B 1 00V 1 0A 4RDX9 
LEAD-THROUGH FILTER 


LD 


0451.4636.00 


SPECTRUM 


51-713-036 
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XX ZUGEH.STROML. 

CIRC.DIAGR. 

0708.9484S 












A41 


ED BUCHSENPLATTE 
PHONO CONNECTION 




0641.9089.02 








B 1 


BS UGN3120U HALL-EFF.SW. 
HALL-EFF .SWITCH 


BJ 


0336.4750.00 


ALLEGRO 


A3144EU 




B2 


BS UGN3120U HALL-EFF.SW. 
HALL-EFF. SWITCH 


BJ 


0336.4750.00 


ALLEGRO 


A3144EU 




B3 


EL LAUTSPRECHER 0,5W 40HM 
LOUDSPEAKER 




0049.9982.00 


VALVO 


AD 2071 - Z4 




Cl 


CE 220UF+-20°/.10V12X12X1 1 
ELECTROLYTIC CAPACITOR 


CE 


0022.8079.00 


KEMET 


T340 E227M010 AS 




C2 


CK 220NF+-5“/63VRD3 , 5H9MKT 
CAPACITOR 


CK 


0099.2952.00 


ROEDERSTEI 


MKT 1826-422-06-4 




C3 


CE 47 U F + - 205420V 1 2X 7X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8133.00 


KEMET 


T340 D476M020 AS 




C4 


CE 47 UF+-20"/.20V12X 7X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8133.00 


KEMET 


T340 D476M020 AS 




C5 


CC 10NF-20+50’/.7X8 R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C6 


CE 47 UF+-20°/.20V12X 7X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8133.00 


KEMET 


T340 D476M020 AS 




C7 


CE 47 UF+-20%20V12X 7X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8133.00 


KEMET 


T340 D476M020 AS 




C8 


CC 1 0N F - 20+ 50% 7 X8 R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C9 


CE 100UF+-20°/.10V12X 7X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8062.00 


KEMET 


T340 D107M010 AS 




CIO 


CC 10NF-20+50%7X8R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C11 


CE 100UF+-20”/.10V12X 7X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8062.00 


KEMET 


T340 D107M010 AS 




C12 


CE 2,2UF+-20%20V 5X 4X 7 
ELECTROLYTIC CAPACITOR 


CE 


0022.8104.00 


KEMET 


T340 A225M025 AS 




C13 


CE 100UF+-20°/.10V12X 7X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8062.00 


KEMET 


T340 D107M010 AS 




C14 


CE 1 ,0UF+-20%35V 5X 4X 7 
ELECTROLYTIC CAPACITOR 


CE 


0022.8185.00 


KEMET 


T340 A105M040 AS 




C15 


CK 220NF+~5%63VRD3 , 5H9MKT 
CAPACITOR 


CK 


0099.2952.00 


ROEDERSTEI 


MKT 1826-422-06-4 




C16 


CE 100UF+-20%10V12X 7X11 
ELECTROLYTIC CAPACITOR 


CE 


0022.8062.00 


KEMET 


T340 D107M010 AS 




C17 


CE 1 ,0UF+-20"/.35V 5X 4X 7 
ELECTROLYTIC CAPACITOR 


CE 


0022.8185.00 


KEMET 


T340 A105M040 AS 




C18 


CK 100NF+-5%63VRD2 , 5H7MKT 
CAPACITOR 


CK 


0099.2930.00 


ROEDERSTEI 


MKT 1 826-4 10-06-4W 




C19 


CK 1 UF+ ~5%50V7 , 5X5 ,5X10,5 
CAPACITOR 


CK 


0099.2998.00 


ERO 


MKT 1 826-5 10/054-R 




C20 


CC 1 ONF -20+50%7X8 R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C21 


CK 22NF+~5%63V RD2.5H7MKT 
CAPACITOR 


CK 


0099.2881.00 


ROEDERSTEI 


MKT 1 826-322-01 -4W 




C22 


CK 100NF+~5%63VRD2,5H7MKT 
CAPACITOR 


CK 


0099.2930.00 


ROEDERSTEI 


MKT 1 826-4 10-06-4W 




C23 


CC 10NF-20+50%7X8R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C24 


CC 10NF-20+50%7X8R4000 
CAPACITOR 


CC 


0087.7525.00 


VALVO 


2222 640 51103 




C25 


CK 100NF+-5%63VRD2 , 5H7MKT 
CAPACITOR 


CK 


0099.2930.00 


ROEDERSTEI 


MKT 1826-410-06-4W 




D1 


BL MM74HC86N 4X2IN.EX0R 
QUAD 2-INP.EXCL.OR GATE 




0571.3159.00 


PHILIPS_SE 


( PC)74HC86N( P ) 




D2 


BL MM74C74N 2XD-FLIPFL. 

D-FLIPFLOP 




0347.4234.00 


NSC 


MM74C74N 




D3 


BL MC74HC32N 4X2INP-0R-G 
QUAD 2-INPUT OR GATE 




0571.3220.00 


PHILIPS_SE 


(PC)74HC32N(P) 




D4 


BL MM74C74N 2XD-FLIPFL . 

D-FLIPFLOP 




0347.4234.00 


NSC 


MM74C74N 




FI 


SS SCHMELZS.T 1A TR5-T 
FUSE TR5T 1A 


SS 


0815.8245.00 


WICKMANN 


TR5-T/NR. 19372K 




F2 


SS SCHMELZS . T 2,5A TR5-T 
FUSE TR5T 2 , 5A 


SS 


0815.8251 .00 


WICKMANN 


NR. 19372 2.5A IEC127 















Fur diese Unterlage behalten 

095.0026-0693 wir uns alls Rechte vor. 



Kennz. 


Benennung 




Sachnummer 


Hersteller 


Bezeichnung 




enthalten in 


Comp. No. 


Designation 




Stock No. 


Manufacturer 


Designation 






contained in 


LI 


LD 100 UH 1 0%8 , OOOHMO , 084A 
CHOKE 


LD 


0067.3101 .00 


DALE 


I M2 










L2 


LD 100 UH 10%8, OOOHMO, 084A 
CHOKE 


LD 


0067.3101.00 


DALE 


I M2 










L3 


LD 220UH 0, 5A 2.60HM 


LD 


0099.5200.00 


FASTRON GE 


MESC-221M 


1-00 






CHOKE 


















N1 


BO SL6310CD LF 0.4W AMPL 




069 1 . 0604 . 00 


PLESSEY 


SL6310C 










LF POWER AMPLIFIER 


















N2 


BJ LM231AN V/F-CONV 

VOLTAGE-TO-FREQUENCY CONV 




0691.0610.00 


NSC 


LM- 


231AN 








R1 


RL 0, 40W 1 0 , OKOHM+ - 1 %TK50 
RESISTOR 


RL 


0092. 1567.00 


RESISTA 


MK1 


10K0 


1% 


TK50 




R2 


RL 0, 40W 10 , OKOHM+- 1%TK50 
RESISTOR 


RL 


0092. 1567.00 


RESISTA 


MK1 


10K0 


1% 


TK50 




R3 


RL 0, 40W 22, 1K0HM+-1%TK5O 
RESISTOR 


RL 


0092.1609.00 


RESISTA 


MK1 


22K1 


1% 


TK50 




R4 


RN 5X 22K0HM+-2%SIL 6 H5 


RN 


0470.6501 .00 


BOURNS 


4606X-T09 


-223 






RESISTOR NETWORK 


















R8 


RL 0, 40W 22, 1K0HM+-r/.TK5O 
RESISTOR 


RL 


0092. 1609.00 


RESISTA 


MK1 


22K1 


1% 


TK50 




R9 


RL 0, 40W 22, 1K0HM+-T/.TK5O 
RESISTOR 


RL 


0092. 1609.00 


RESISTA 


MK1 


22K 1 


1% 


TK50 




RIO 


RL 0, 40W 22, 1K0HM+-1%TK50 
RESISTOR 


RL 


0092. 1609.00 


RESISTA 


MK1 


22K 1 


1% 


TK50 




R12 


RL 0, 40W 200 K0HM+-1“/.TK50 
RESISTOR 




0092.0531.00 


RESISTA 


MK1 










R13 


RL 0, 40W 200 K0HM+-1"/.TK5O 
RESISTOR 




0092.0531.00 


RESISTA 


MK1 










R14 


RL 0 , 40W 4 , 75K0HM+- 1%TK50 
RESISTOR 


RL 


0092. 1521 .00 


RESISTA 


MK1 










R15 


RL 0.40W 121 K0HM+-T/.TK5O 
RESISTOR 


RL 


0092. 1696.00 


RESISTA 


MK1 


121K 




1% TK50 




R16 


RL 0 , 40W 22, 1 KOHM+- 1%TK50 
RESISTOR 


RL 


0092 .1609. 00 


RESISTA 


MK 1 


22K 1 


1% 


TK50 




R17 


RL 0, 40W 200 KOHM+- 1%TK50 
RESISTOR 




0092.0531 .00 


RESISTA 


MK1 










R18 


RL 0.60W1 , 5OM0HM+- 1%TK50 
METALFILMRESISTOR 


RL 


0099.8138.00 


RESISTA 


MK2 










R19 


RL 0.40W 6,81 KOHM+- 1%TK50 
RESISTOR 


RL 


0092.1544.00 


RESISTA 


MK1 


6K8 1 


1% 


TK50 




R20 


RL 0.40W 39 , 2K0HM+- 1%TK50 
RESISTOR 


RL 


0092. 1638.00 


RESISTA 


MK1 


39K2 


1% 


TK50 




R21 


RL 0.40W 100 K0HM+-V/.TK5O 


RL 


0092.1680.00 


RESISTA 


MK1 


100K 


10% TK50 






RESISTOR 


















R22 


RL 0, 40W 56 , 2K0HM+- 1%TK50 


RL 


0092.1650.00 


RESISTA 


MK1 












RESISTOR 


















R23 


RL 0, 40W 5 , 62K0HM+- 1%TK50 
RESISTOR 


RL 


0092.1538.00 


RESISTA 


MK1 


5K62 


1% 


TK50 




R24 


RL 0.40W 5 , 62K0HM+- 1%TK50 
RESISTOR 


RL 


0092.1538.00 


RESISTA 


MK1 


5K62 


1% 


TK50 




R26 


RL 0.40W 5 , 62K0HM+- 1%TK50 
RESISTOR 

NUR VAR/ONLY MOD: 02 


RL 


0092.1538.00 


RESISTA 


MK1 


5K62 


1% 


TK50 




R26 


RL O-OHM-WIDERST. 0204 

O-OHM RESISTOR 

NUR VAR/ONLY MOD: 10 


RL 


0069.0000.00 


DRALORIC 


OMA 


0204 








R27 


RL 0.40W 5 , 62K0HM+- 1%TK50 
drQ t cthr 

NUR VAR/ONLY MOD: 02 


RL 


0092. 1538.00 


RESISTA 


MK1 


5K62 


1% 


TK50 




R28 


RL 0.40W 4 , 75K0HM+- 1%TK50 
RESISTOR 


RL 


0092. 1521.00 


RESISTA 


MK1 










R29 


RL 0.40W 56 , 2K0HM+- 1%TK50 


RL 


0092. 1650.00 


RESISTA 


MK1 












RESISTOR 


















R30 


RL 0.40W 10 0HM2% UNGEW. 

RESISTOR 


RL 


0092.5833.00 


DRALORIC 


SMA 


0204 








SI 


SK WIPPSCH . 2P0L . GS SW 




064 1.9114.00 


APR 


7046YAB+U622 






SWITCH 


















S2 


SK SCHIEBESCH. 1P0L.GEDR.S 




0641 .8560.00 


APR 


25436NLDH6 








SLIDE-SWITCH 


















U1 


BO SI 3052V + 5V2A0 VREGL 




0641.8553.00 


SANKEN 


si-; 


3052V( ROEDERST . ) 






VOLTAGE REGULATOR 


















U2 


BV 12D05M1 DC/DC CONV 




0641.8601 .00 


TOKO 


12D05M1 










DC/DC-CONVERTER 


















MENP3 


453 3PUA ai D D a a \ u 8 m 




Schaltteilliste fur 
Parts list for 








Sachnummer 
Stock No. 


Blatt-Nr. 

Page 



& SCHWARZ 



04 14. 11. 97 EE EB100-B7 VERSTIMMPLAT . 



0708.9484.01 SA 
















Fur diese Unterlage behalten 

095.0026-0693 wir uns alle Rechte vor. 



Kennz. 
Comp. No. 

vi 

V2 

V3 

X4 

X47 



Benennung 

Designation 

AE 5082-2800 SCHOTTKY 

DIODE 

AE 5082-2800 SCHOTTKY 

DIODE 

AD 1N4151 50V 0A2 UDI 

DIODE 

FO EINBAUBUCHSE 8P0L 
CONNECTOR 

FP BUCHSENLEISTE 10P.GER. 
CONNECTOR 10P 



Sachnummer 


Hersteller 


Bezeichnung 


enthalten in 


Stock No. 


Manufacturer 


Designation 


contained in 



AE 0012.9066.00 HEWLETT_PA 5082-2800 
AE 0012.9066.00 HEWLETT_PA 5082-2800 
AD 0012.0723.00 VALVO 1N4151 GEGURTET 



0641.8576.00 HIRSCHMANN 931735-100 (200) 

0691.0533.00 BINDER 750-6-11-7812-00-10 



MENP3 453 3PUA 


□ 


Datum 

Date 


Schaltteilliste fur 
Parts list for 


Sachnummer 
Stock No. 


Blatt-Nr. 

Page 




04 


14.11 .97 


EE EB100-B7 VERSTIMMPLAT . 


0708.9484.01 SA 


3- 


















Fur diese Unterlage behalten 

095.0026-0693 wir uns alle Rechte vor. 



Benennung 

Designation 



XX ZUGEH.STROML. 

CIRC. DIAGR. 

641.8182 S 

FT KLINKENBUCHSE 3P0L 
JACK 

FP STIFTL.WIN 36P.R2,54 
ANGLE PIN CONNECTOR 
FP STIFTL.WIN 36P.R2.54 
ANGLE PIN CONNECTOR 
2X2-POLIG 



Sachnummer 
Stock No. 



Hersteiler Bezeichnung 

Manufacturer Designation 



enthalten in 
contained in 



0641 .8599.00 LUTRONIC KLBR4 

FP 0243.3578.00 BINDER 742-5-11-0187-00-36 

FP 0243.3578.00 BINDER 742-5-11-0187-00-36 



MENP3 453 3PUA 


Al 


Datum 

Date 


Schaltteilliste fur i 

Parts list for j 


Sachnummer 
Stock No. 


Biatt-Nr. 

Page 


<$> 

ROHDE &SCHWARZ 


03 


14. 11.97 


ED BUCHSENPLATTE 
PHONO CONNECTION 


0641.9089.01 SA 


i- 












Fur diese Ursterlage behallen 
wir uns die Rechle vor. 



Ansicht und Leitungsf uhrung Bauteilseite 
View of tracks on component side 




Ansicht und Leitungsfuhrung Lotseite 
View of tracks on solder side 





Anderungs- 

Mitteilung 



<$> 

ROHDE & SCHWARZ 



zu Gerat EB 100 



095 2506-073 1 



Holbzeug, Werkstoff 


Benennung 




Buchsenplatte 


Z 


Zeichn -Nr 


Blott-Nr 


1 f>/i qnftQ 


2 


VJ *4 1 . J vj U J l 

1 


V Bl 


reg • V 641.8018 V iersteZ 641.8182 j 


Ertch Feuefit. Munchen- 


07 600 1 8 






















